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Summary

A hydrographic surgy (CLIVAR/Carbon P18) was carried out on the NKA Ship Ronald H. Brown from
December 2007 through February 2008 in the eastacifi® Mostof the surey work was a repeat of a 1994
occupation of a meridional section nominally along 110 - 103° W (WOCE HWR) stations along a 1992 section

along 67° S west of 103° W (WOCE S4P) were alseriakwards the end of the cruise. Operations included
CTD/LADCP/Rosette casts and radiometer casts. Underway data collected included upper-ocean currents from the
shipboard ADCPsurface oceanographic and meteorological parameters from the shiesway systems, and
battymetry data. Ancillary operations included surface drifter deploymentgo Aloat deployments, and XBT

drops. NDBCTAO buoy rvicing was also performed during the firg t the cruise.

After an 8-day delgyNOAA Ship Ronald H. Bravn departed San Diego, CA on 15 December 2007 at 0215 UTC.
The ship anchored biEaster Island, Chile from 18-21 January 2008 for a personnel change and short break between
leg 1 and leg 2. CLIVAR/Carbon P18 ended in Punta Arenas, Chile on 23 February 2008.

A total of 174 stations and AD Buoy sites were occupied during P18. 179 CTD/LADCP/Rosette casts (including

2 Test casts, 2A0 calibration casts and 2 casts at station 98: the first to gridded the second to starg®) pus

54 radiometer casts were made. 24 ARGO floats were deployed, 17 SVP drifters weyedjepid approximately

82 XBTs were dropped. CTD data, LADCP data and water samples (up to 36) were collected on most Rosette casts,
in most cases to within 10-20 meters of the bottom.

Salinity, dissolved oxygen and nutrient samples were analyzed for up to 36 water samples from each cast of the
principal CTD/LADCP/Rosette programiater samples were also measured for CF@,p Total CO, (DIC),

Total Alkalinity, pH, CDOM and Chloropyil a. Additional samples were collected fére, Tritium, c/c, sj,

Millero Density ONAR, DOC, DON, POC, and CDOM2C/CDOM3C.

Introduction

A sea-going science team gathered from multiple oceanographic institutions participated on the cuaist. Se
other science programs were supported with no dedicated cruise participaat.science team and their
responsibilities are listed b&lo



Principal Programs of CLIVAR/Carbon P18

Analysis Institution Principal Investigator  email
CTDO/Salinity NOAA/PMEL Gregory C. Johnson Gregory.C.Johnson@noaa.gov
NOAA/AOML Molly Baringer Molly.Baringer@noaa.gov
Data Management UCSD/SIO James H. Swift jswift@ucsd.edu
Chlorofluorocarbons (CFCs) NOAA/PMEL John Bullister John.L.Bullister@noaa.gov
UWashington Mark Warner warner@u.washington.edu
*He/Tritium LDEO Peter Schlosser peters@ldeo.columbia.edu
0, NOAA/AOML Chris Langdon clangdon@rsmas.miami.edu
Total CO,(DIC)/pCO, NOAA/PMEL Richard Feely Richard.A .Feely@noaa.gov
NOAA/AOML Rik Wanninkhof Rik.Wanninkhof@noaa.gov
Total Alkalinity/pH/Density UMiami Frank Millero fmillero@rsmas.miami.edu
Nutrients NOAA/PMEL Calvin Mordy Calvin.W.Mordy@noaa.gov
NOAA/AOML Jia-Zhong Zhang Jia-Zhong.Zhang@noaa.gov
CDOM/POC/Chlor.a UCSB Craig Carlson carlson@lifesci.ucsb.edu
Be/Me WHOI Ann McNichol amcnichol@whoi.edu
DOC UMiami Dennis Hansell dhansell@rsmas.miami.edu
DON UMass Mark Altabet maltabet@umassd.edu
Noble Gases (ONAR) UWashington Steve Emerson emerson@u.washington.edu
08i/48si IGMR/ETH Zurich  Ben Reynolds reynolds@erdw.ethz.ch
Transmissometer TAMU Wilf Gardner wgardner@ocean.tamu.edu
Lowered ADCP LDEO Andreas Thurnherr ant@ldeo.columbia.edu
Shipboard ADCP UHawaii Eric Firing efiring@hawaii.edu
TAO Servicing NOAA/NDBC Lex LeBlanc Lex.LeBlanc@noaa.gov
Argo Float deployments & XBT drops NOAA/PMEL Gregory C. Johnson Gregory.C.Johnson@noaa.gov
Drifter Deployment NOAA/AOML Shaun Dolk Shaun.Dolk@noaa.gov
Underway surface ocean, NOAA Ship personnel

meteorological and bathymetry data




Scientific Rersonnel CLIVAR/Carbon P18

P18 Leg 1 Sientific Personnel

Duties Name Affiliation email

Chief Scientist John L. Bullister PMEL John.L.Bullister@noaa.gov
Co-Chief Scientist Dong-Ha Min UExas min@utmsi.utexas.edu

Grad Student Christian BriSen LSU chrisel@lsu.edu

Grad Student Hristina Hrista MIT/WHOI hhristova@whoi.edu

Grad Student LindseVisser RAMU lvisser@ocean.tamu.edu
TAO Mooring Jame®fRauch NDBC James.Rauch@noaa.gov
TAO Mooring William Thompson NDBC William.Thompson@noaa.gov
Chief Suney Tech.  Jonathan Shannahof NOAA

Deck/Salinity Carlo$-onseca AML Carlos.Fonseca@noaa.gov
ET/LADCP/Salinity Pedro Pen AOML Pedro.Pena@noaa.gov

CTD Kristy McTagart PMEL Kristene.E.Mctaggart@noaa.g
LADCP ChengHo LDEO ho@Ildeo.columbia.edu

Data Manager Mary C. Johnson SIO/STS/ODF  mary@odf.ucsd.edu

CFC David Wisegarver PMEL David.Wisgarver@noaa.gov
CFC Robertetscher UMiami rletscher@rsmas.miami.edu
SHe/Tritium Kewvin Cahill WHOI kcahill@whoi.edu

Oxygen Geaye Berberian AOML George.Berberian@noaa.gov
Oxygen Charlegeatherstone @amML Charles.Featherstone@noaa.g
pCo, Bob Castle AOML Robert.Castle@noaa.gov
DIC SimoneAlin PMEL Simone.R.Alin@noaa.gov
DIC Dana Greelg PMEL Dana.Greeley@noaa.gov
Alkalinity Nancy Williams UMiami n.williams6@umiami.edu
Alkalinity GabrieleLando UMiami g.lando@tin.it

pH RemyOkazaki UMiami rokazaki@rsmas.miami.edu
pH AndresSuarez UNL afsuareze@unal.edu.co
DOC/**N/ 80 Stag/ Brown UMiami mcstacmcspace@yahoo.com
Nutrients Charlegischer AOML Charles.Fischer@noaa.gov
Nutrients ErikQuiroz TAMU erik@gerg.tamu.edu
CDOM/POC/Chl.a Mary-Mayaret Murpty UCSB mmkm03220@yahoo.com
CDOM/POC/Chl.a  SarSchick UCSB samtschick@gmail.com




P18 Le 2 Sientific Personnel

Duties Name Affiliation email

Chief Scientist Gregory C. Johnson NOAA/PMEL Gregory.C.Johnson@noaawgo
Co-Chief Scientist Alejandro Orsi TAMU aorsi@neo.tamu.edu

Grad Student Chrissy Wiedeol! TAMU chrissy@ocean.tamu.edu

Grad Student Amoreena Maatfyen UVésh amoreena@u.washington.edu
Chief Suney Tech.  Jonathan Shannahof NOAA

Deck/Salinity Andrey Stefanick NOAA/AOML Andrew.Stefanick@noaa.gov
ET/LADCP/Salinity Kyle Seaton NOAA/AOML Kyle.Seaton@noaa.gov

CTD Kristene McTaggrt NQAA/PMEL Kristene.E.McTaggart@noaa.gov
CTD Sarah Purgy NOAA/PMEL Sarah.Purby@noaa.gov

LADCP ChristofThurnherr LDEO cthurnherr@mydiax.ch

Data Manager Mary C. Johnson SIO/STS/ODF mary@odf.ucsd.edu

CFC NathanieNutter UWash nnutter@u.washington.edu

CFC NicholasBeaird UWash nibeaird@u.washington.edu
SHe/Tritium Anthory Dachille LDEO dachille@ldeo.columbia.edu
Oxygen Geaye Berberian NOAA/AOML George.Berberian@noaa.gov
Oxygen Chrid.angdon UMiami clangdon@rsmas.miami.edu
ONAR/*c/ B¢ Laurie Juranek UWash juranek@ocean.washington.edu
pCoO, Christopher Kuchink UMiami kuchinke @server.physics.miami.edu
DIC David Wisegarver NQAA/PMEL David.Wisegaver@noaa.gov

DIC Sylvia Musielavicz NOAA/PMEL Sylvia.Musielewicz@noaa.gov
Alkalinity CynthiaA. Moore UMiami cmoore@rsmas.miami.edu
Alkalinity RyanJ. Wooslyg UMiami rwoosley@rsmas.miami.edu

pH Maresza Chanson UMiami mchanson@rsmas.miami.edu
pH Jasorf. Waers UMiami jwaters@rsmas.miami.edu
DOC/*N/ B0 Charles &rmer UMiami cfarmer@rsmas.miami.edu
Nutrients CalvinMordy GenwesBystems  Calvin.W.Mordy@noaa.gov
Nutrients NatchanoAmornthammarong NOAA/@ML Natchanon.Amornthammarong@noaa.(
CDOM/POC/Chl.a  Ded Menzies UCsB daem@icess.ucsh.edu
CDOM/POC/Chl.a Mary-Mayaret Murpty UCSB mmkm03220@yahoo.com

Obsenrer/Chile NadinRamirez

nadinc@gmail.com

Description of Measurement Techniques

1. CTD/Hydrographic Measurements Pogram

The basic CTD/hydrographic measurements consisted of salifsgolved oxygen, and nutrient measurements
made from water samples tak on rosette casts; plus pressure, temperature, saldiésolved oxygen,

transmissometeiand fluorometer profiles collected from the CTB. total of 179 CTD/rosette casts were made,
usually to within 10-20m of the bottom. Problems encountered are described later in this documentation. The
distribution of samples is illustrated in figures 1.0-1.3.

Jov
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Figure 10 Sample distribtion, stations 1-54.
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1.1. Navigation and Bathymetry Data Acquisition

Navigation data were acquired at 2-second intervals from thessRifode GPS rece& by a Linux system
beginning December 15.

Bathymetric data were logged from the skig5kHz ODEC Bati1 2000 echosounder beginning 22 December 2007
at 2030 UTC. The echosoundemsvturned dfduring casts, and cast pinger-return data was recorded instead of
bottom depth. It was usually turned back on between casts.

Rawv Seabeam data were also logged from 22 Decenbbenot otherwise processed. Seabeam centerbeam depths
were displayed continuouslgnd data were manually recorded at cast start/bottom/end on CTD Cast Logs.

Both the Seabeam and BgtP000 transducers were located on the hull of the ship, at approximately 5.8m depth.
Ship’s Seabeam data recorded during CTD casts were already corrected for transducerudegéd H500m/sec

sound velocity to determine depth. The manually recorded Seabeam depths were Carter-table corrected via software
using actual latitude and longitude before reporting in data files.

Etopo2 bathymetry data were merged with natian time-series data after each cast and used for bottle sections
shown earlier in this report.

1.2. UnderwaterElectronics Packages

The SBE®IlusCTDs were connected to SBE32 carousels (24-place for CTD 209, 36-place for CTD 315), providing
for single-conductor sea cable operatidithin the 0.322 sea cable,dwonducting wires were soldered together

as positve and the third conducting wire a¢ used as getive. The sea cable armor was not used for ground
(return). Pwaver to the CTDs and sensors, carousels and altimeters wadqatdhrough the sea cable from the
SBE1DPlusdeck unit in the main lab.

CTD data were collected with a Sea-Bird Electronics SBESCTD (PMEL #209 or #315). The CTDs supplied a
standard SBE-format data stream at a data rate of 24 Hz. These instrumeitksdppoessure, dual temperature
(SBE®lus), dual conductivity (SBE4), dissolved oxygen (SBE43), load cell (PMEL) and altimeter (Benthos or
Simrad 807) channels. The 36-place system (CTD 315) also provided fluorometdtab@VCDOM) and
transmissometer (Wetlabs CStar) channels. An LADCP (RDI) was mounted on the rosette frames and collected data
independently.



Table 1.2.0P18 24-Place Rosette/CTD #209 Configuration.

Manufacturer/Model SeridNo.

Stations Used

Sea-Bird SBE32 24-place Carousel 471
Water Sampler
Sea-Bird SBE1flusDeck Unit 367

Sea-Bird SBERIusCTD PMEL #209

998, 1-14, 19-21, 29/1,
30-31, 51-53, 134-143, 154-174

Paoscientific Digiquartz Pressure Sensor209-53586
Primary Sea-Bird Sensors:

SBE®lus Temperature Sensor (T1) 03P-4211

SBE4C Conductivity Sensor (C1) 04-2887

SBEA43 Dissolved Oxygen Sensor 43-0315

SBE5 Pump 3438 998, 1-14

SBE5 Pump 819 19-2129/1, 30-31, 51

SBE5 Pump 1114(RB) 52-53134-143, 154-174
Secondary Sea-Bird Sensors:

SBE3 02/F Temperature Sensor (T2) 03-1455

SBE4C Conductivity Sensor (C2) 04-2882

SBE5 Pump 819 998, 1-14

SBE5 Pump 3481 19

20-21, 29/1, 30-31,

SBES Pump 2631 51-53, 134-143, 154-174
Wetlabs CDOM Fluorometer [V] FLCDRD-428 154-174
Benthos Altimeter 1034 998, 1-9
Benthos Altimeter 1035 19

. . 20-21, 29/1, 30-31,
Simrad 807 Altimeter 98110 51-53 134-143, 154-174
PMEL Load Cell 8756

7280 1-1419-21, 29/1, 30-31, 51-53 (Maste
RDI LADCP 754 1-14, 19-21, 29/1, 30-31, 51-53 (&}
154-174 (Master)

Benthos Pinger 1006




Table 1.2.1P18 36-Place Rosette/CTD #315 Configuration.

Manufacturer/Model SeridNo. Stations Used
Sea-Bird SBE32 36-place Carousel431

Water Sampler
Sea-Bird SBE1filusDeck Unit 367 allbut sta.49
Sea-Bird SBE1filusDeck Unit 314 sta.49 only

. 15-18, 22-28, 29/2, 32-50, 54-57,

Sea-Bird SBERlusCTD 0315 997, 58-98/1, 996, 98/2-133, 144-153
Paoscientific Digiquartz Pressure 315-53960
Primary Sea-Bird Sensors:

SBEJlusTemperature (T1) 03P-4341

SBE4C Conductivity (C1) 04-3157

SBE43 Dissolved Oxygen 43-0664

SBE5 Pump 3956
Secondary Sea-Bird Sensors:

SBEJlusTemperature (T2) 03P-4335

SBEA4C Conductivity (C2A) 04-3068 througl66 + 997

SBE4C Conductivity (C2B) 04-1467 67-133144-153 + 996

SBE5 Pump 3481 15-16

SBE5 Pump 3438 17-133144-153 + 996
Wetlabs CDOM Fluorometer [V] FLCDRTD-428
Wetlabs CStar Tansmissometer CST-507DR
Simrad 807 Altimeter 98110
Load Cell 1109

7280 15-18, 22-28, 29/2, 32-50, 54-88 (Master);
93-133, 144-153 (Sl&)
RDI LADCP 754 15-18, 22-28, 29/2, 32-50, 54-88 (Master);
89-133, 144-153 (Master)
150 89-91 (Slee)

Benthos Pinger 1134

Table 1.2.2P18 Micro Profile Radiometer Casts

Manufacturer/Model Serial No.

Satlantic Micro-Profiler Il 069
WetLabs ECO-FLNTU Chloropfll Fluorometer 087

Each CTD was outfitted with dual pumps. Primary temperature, cowitjueind dissoled oxygen were plumbed

into one pump circuit; and secondary temperature and conductivity into the otmersefisors were deployed
vertically. The primary temperature and conductivity sensors were used for reported CTD temperatures and
salinities on all casts except 30, 31 and 51 (primary pump problems) and/@® (se-fouling of primary sensors).

The secondary temperature and conductivity sensors were used as calibration checks.

1.3. Water Sampling Package

CTD 315 rosette casts were performed with a package consisting of a 36-bottle rosette frame (PMEL), a 36-place
carousel (SBE32) and 36 12-liter Bullister bottles (PMELhe CTD 209 rosette package consisted of a 24-bottle
rosette frame (PMEL), a 24-place carousel (SBE32) and 24 11-liter Bullister bottles (PMEL). Underwater electronic
components are listed in the previous section.

The CTD was mounted vertically in an SBE CTD frame attached to a plate welded in the center of the rosette frame,

under the plon. The SBE4 conductivity and SBEpBUs temperature sensors and their respecfiumps were
mounted vertically as recommended by SBE. Puritagsts were attached to inside corners of the CTD cage and
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directed downward iesl with the intale ports. Thetransmissometer & mounted horizontally and the fluorometer
vertically, atached to a rigid fiberglass screen that did not impeaterndlov. The altimeter was mounted on the
interior side of the screen. The RDI LADCP was mounted vertically on one side of the 36-place frame between the
bottles and the CTD. Its battery pack was located on the opposite side of the frame, mounted on the bottom of the
frame.

During leg 1, the LADCP was mounted on the outside of the 24-place fréandey 2, the LADCP "outrigger" cage

was removed and the LADCP vas not mounted on the 24-place frame during the first series of 10 casts with the
smaller frame (stations 134-143). ddening with station 154, the fluorometer and LADCP were both mounted
inside the 24-place frame. The LADCRasvmounted with only the downward-facing heads installed, in order to
keep all 24 Niskin bottles on the frame.

The NOAA Ship Ronald H. Brown Aft Magy winch was used for stations 1-14 (24-place rosette casts) and all
36-place rosette cast3he Forward Marky winch was used for 24-place rosette casts at stations 19-21, 29/1 and
30-31. The24-place rosette was switched back to the Aft winch for stations 51-53 in order to troubleshoot problems
with the 36-place system. The Forward winch was used again dugiigfde two series of casts with the 24-place
rosette, from stations 134-143 and again from station 154 to the end of the leg.

The rosette systems were suspended from one®fJMOLS-standard three-conductor 0.322" electro-mechanical
sea cables. Seral reterminations were made during the cruise, prior to stations 20 (Fwd), 29/2 (Aft) and 32 (Aft).

The deck watch prepared the rosette 10-20 minutes prior to eactibadbottles were cocked and all valves, vents

and lanyards were chestt for proper orientation. The CTD was powered-up after arriving on station (or 10 min
prior to arriving on southern stationsyhe data acquisition system in the computer lab started when directed by the
deck watch leaderThe rosette was unstrapped from its tiedown location on deck. The pinger watedcind
syringes were remad from the CTD intak ports. Thewinch operator was directed by the dechteh leader to

raise the package, the boom and rosette were extended outboard and the packagevgeieliynio the watefhe
package s lowered to 10 meters, by which time the sensor pumps had turned on. After 1-2 minutes, the winch
operator was then directed to bring the package back to the surface (0 m. winch wireout) and to begin the descent.

Each rosette cast waswered to within 10-20 meters of the bottom, using both the pinger and/or altimeter to
determine distance.

The winch operator was directed to stop the winch at each bottle trip depth during the ufhea®TD console

operator waited 30 seconds before tripping a bottle to insure the packagéadatkissipated and the bottles were
flushed, then an additional 10 seconds after bottle closure to insure that stable CTD comparison data had been
acquired. Onca hottle had been closed, the winch operataswlirected to haul in the package to the next bottle

stop.

Three sampling plans were used in rotation to choose standard sampling depths on each station throughout
CLIVAR/Carbon P18.

Recwering the package at the end of the dgpient was essentially theveese of launching, with the additional
use of poles to grab the rosette. The rosetie secured on deck under the block for sampling, except during a few
stations in the Southern Ocean, when the rosette was brought into the stagifighédpttles and rosette were
examined before samples were taken, and anything unusual was noted on the sample log.

Each bottle on the rosette had a unique serial nuriiher bottle identification as maintained independently of the
bottle position on the rosette, which was used for sample identification. No bottles were replaced on this cruise, but
various parts of bottles were occasionally changed or repaired.

Routine CTD maintenance included rinsing the conditgtand DO sensors with a dilute Triton-X solution and
storing it in the conductivity cells @b not in the oxygen sensors) between casts to maintain sensor stability and to
eliminate ay accumulating biofilms. Rosette maintenance was performed oguéarebasis. O-rings were changed

and lanyards repaired as necessBojtle maintenance was performed each day to insure proper closure and sealing.
Valves were inspected for leaks and repaired or replaced as needed.

The 36-place SBE32 carousel had problems releasing sogsdancausing mis-tripped bottles on multiple casts.
This problem impreed as he cruise continued, aftengeal repair attempts and bottle height/lanyard adjustments.

The Forward winch readout was shorter than the maximum cast depths by 1.4Thé%argest difference was
used to apply a sloped correctionwravireout* 1.0158) to the maximum wireout values reported for each cast on
the Forward winch.The Aft winch readouts were nominally 0.5% larger than maximum cast depths, with a few
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being ngative. No corrections were applied to Aft winch wireowlues.

1.4. CTDData Acquisition and Rosette Operation

The CTD data acquisition system consisted of an SBHi$1(V2) deck unit and a networked generic PC
workstation running Windows 2000. SBE SeaSai7.14c software was used for data acquisition and to close
bottles on the rosette.

CTD deployments were initiated by the consoldch after the ship had stopped on station. The watch maintained a
CTD Cast log containing a description of each deployment, a recordegf atempt to close a bottle and any
pertinent comments.

Once the deck watch had deployed the rosette, the winch operator would lower it to 10 meters. The CTD sensor
pumps were configured with a 60 second startup defal were usually on by this time. The console operator
checled the CTD data for proper sensor operatioaited an additional 60 seconds for sensors to stablize, then
instructed the winch operator to bring the package to thasrpause for 10 seconds, and descend to a target depth
(wire-out). The profiling rate as no more than 30m/min to 50m, no more than 45m/min to 200m and no more than
60m/min deeper than 200m depending on sea cable tension and the sea state.

The console watch monitored the progress of the giepat and quality of the CTD data through interati
graphics and operational displays. Additionathe watch created a sample log for the deployment which would be
later used to record the correspondence between rosette bottles and analytical saempl@htsltimeter channel,
CTD pressure, wire-out, pinger and battetric depth were all monitored to determine the distance of the package
from the bottom, usually allowing a safe approach to within 10-20 meters.

Bottles were closed on the up cast by operating an on-screen control, and were tripped at least 30 seconds after
stopping at the trip location to allothe rosette wak to dissipate and the bottles to flush. The winch operator was
instructed to proceed to thextdottle stop at least 10 seconds after closing bottles to insure that stable CTD data
were associated with the trip.

After the last bottle was closed, the console operator directed the deck watch to bring the rosette on deck. Once out
of the waterthe console operator terminated the data acquisition, turfiedeofleck unit and assisted with rosette
sampling.

1.5. CTDData Processing

Shipboard CTD data processingsvperformed automatically at the end of each deployment using SIO/ODF CTD
processing software v.5.1.0. Thew&TD data and bottle trips acquired by SBE SeaSa the Windows 2000
workstation were copied onto the Linux database and web server system, then processed to a 0.5-second time series.
CTD data at bottle trips were extracted, and a 2-deciban-@ast pressure series created. This pressure series was
used by the web service for interaetidots, sections and CTD data distribution; the 0.5 second time series were

also &ailable for distribution.

CTD data were examined at the completion of each geyot for clean corrected sensor response and any
calibration shifts. As bottle salinity and oxygen results becawa#able, they were used to refine shipboard
conductivity and oxygen sensor calibrations.

TS and thet&®, comparisons were made between down and up casts as well as between groups of adjacent
deployments. Vrtical sections of measured and dediproperties from sensor data were checked for consigtenc

A few CTD acquisition problems were encountered during P18. The aft winch vekavied problems during test
cast 998.The CTD went to depth a second time from 540db on the upcast to correctly spool the cable onto the
winch drum.

Slower winch speeds were observed with the 24-position rosette during the first six casts to breakvinsdee ne
cable. Normalwinch speeds resumed with the 24-position rosette for tkemee casts. Then the 36-position
rosette was employed.

Neither of the Benthos altimeters brought by PMEL performed well and were retired after cAQN's Simrad
altimeter was passed between rosettes gankee employed.

Secondary pump s/n 3481 was retired from the 24-position rosette after cast 19. Poor datayiliketyp pump
problems, were observed during casts 15 and 16 when pump s/n 3481 was used on the 36-position rosette.
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Hundreds of modulo errors during cast 19 prompted retermination of therfbrwinch cable used for the
24-position rosette. The armorw not used as the return (ground) as recommended by SedfBiead one of the

three conducting wires was used as grounle other tw conducting wires were soldered together as the pesiti

lead. Thisis the same electrical termination scheme that had to be used on the aft winch cable prior to the test cast
to eliminate modulo errors while the rosette was still on deck.

During the recweery of the rosette after cast 28, the boom was brought iretoand the block hit the ship, damaging
the aft winch cable. The cable was reterminated prior to cast 29/2 after cuttbrg of cable, then again prior to
cast 32 after cutting of 10m more of cable.

Primary pump s/n 819 a¢ retired from the 24-position rosette after cast 51. Bad primary data, likely owing to
pump problems, were observed during casts 30, 31 and 51.

A few nodulo errors and corresponding sgekin all data channels occurred intermittently during casts 36-50. The
errors ceased after all connections at the CTD were reseated.

Small spikes in all data channels occurred intermittently during casts 65-75 between about 1300-1550 dbars, mostly
on the davncast. Namodulo errors. The spikes disappeared aftevamanmp y-cable was installed.

Secondary conductivity sensor s/n 3068 was retired after cadtbehavior during the cast was indigatid a
cracked cell.

Several brolen strands in the outer armor of the aft cable were detected around 3400 m wire out during cast 153.
The 36-position package and the aft cable were not used for the remainder of the cruise.

Frozen water in the pump tubedeated both primary and secondary sensors at the start of cast 172. Secondary
sensors reoeered within a fev seconds after going in,ub primary conductivity did not come back fully until about

8db on the second down (after the surfacgoyo A later start time was used for pressure-sequencing to bypass the
guestionable dataWater was "frozen solid" in the syringes rewed prior to cast 173, but there were no problems
during the cast itself.

A total of 179 CTD casts were made (including tiest casts, taw TAO calibration casts, and twecasts for station

98: the first to end g1 and the second to startge®). The24-place (CTD #209) rosette was used for stations 998
(Test), 1-14, 19-21, 29/1 AD calibration), 30-31 and 51-53 ongld; and for stations 134-143 and 154-174 on leg
2. The36-place (CTD #315) rosette was used for the remainder of the casts.

1.6. CTD Sensor Laboratory Calibrations

Laboratory calibrations of the CTD pressure, temperature, conductivity and dissolved oxygen sensors were
performed prior to CLIVAR/Carbon P18. The calibration dates are listed in table 1.6.0 and 1.6.1.

Table 1.6.0CLIVAR/Carbon P18 CTD #209 sensors (24-place rosette).

Sensor Model/ Serial Calibration Calibration
Description No. Date Facility
Paoscientific Digiquartz Pressure 209-53586  09-Jul-2007 SBE

Sea-Bird SBEBIus Temperature (Primary/T1) 03P-4211 08-N@-2007 SBE
Sea-Bird SBE3_02/F Temperature (Secondary/T2)3-1455 13-Ne-2007 SBE
Sea-Bird SBE4C Condugtty (Primary/C1) 04-2887 18-Oct-2007  SBE
Sea-Bird SBE4C Conductivity (Secondary/C2) 04-2882 18-Oct-2007  SBE
Sea-Bird SBE43 Dissolved Oxygen 43-0315 16-Oct-2007  SBE
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Table 1.6.1CLIVAR/Carbon P18 CTD #315 sensors (36-place rosette).

Sensor Model/ Serial Calibration Calibration
Description No. Date Facility
Paoscientific Digiquartz Pressure 315-53960 27-Jul-2007 SBE
Sea-Bird SBEBlus Temperature (Primary/T1)  03P-4341 13-N@-2007 SBE
Sea-Bird SBEBIus Temperature (Secondary/T2) 03P-4335 13-N@e-2007 SBE
Sea-Bird SBE4C Conductivity (Primary/C1) 04-3157 18-Oct-2007 SBE
Sea-Bird SBE4C Conductivity (Secondary/C2A)04-3068 18-Oct-2007  SBE
Sea-Bird SBE4 Conductivity (Secondary/C2B) 04-1467 18-Oct-2007  SBE
Sea-Bird SBE43 Dissolved Oxygen 43-0664 16-Oct-2007  SBE
Wetlabs CDOM Fluorometer [V] FLRTD-428  unknown

Wetlabs CStar Transmissometer [V] CST507DR  30-Apr-2007

1.7. ODFShipboard CTD Processing

PMEL CTD #209 or #315 a&s used for all P18 casts. The CTDs were deployed with all sensors and pumps aligned
vertically, as ecommended by SBE.

Primary temperature and conductivity sensors (T1 & C1) were used for all reported CTDxabgitifeur casts:
30/1, 31/1 and 51/1 (CTD #209 primary pump problems); and 39/1 (CTD #31fglgeé\simed" by oganic matter
through most of cast)ln addition, secondary data were used for CTD bottle trip information on stations 20/1 and
21/1 (spiky/noisy salinity caused by CTD #209 primary pump problems) and station 27/1 (due to salinity
spike/offset problems on the upcast). The secondary sensors (T2 & C2) usually served only as calibration checks.

Upcast data were reported shipboard for 3 casts because of sensor problems wnahststo29/2, 46/1 and 116/1.

In situ salinity and dissolve®, check samples collected during each cast were used to calibrate the conductivity and
dissolvedO, sensors.

1.7.1. CTD Pressure

The Paroscientific Digiquartz pressure transducers (S/Ns 209-53586 and 315-53960) were calibrated on the 9th and
27th of July 2007 at SBE. Calibration coefficients wketifrom the calibrations were applied tomgressures

during each cast. Residual pressure offsets (the difference between the first and lagieslipressures) were
examined to check for calibration shifts. All were < 0.4db, until stations 128-133, where the end residual pressure
offset was just belw -0.5db The offsets were i@ again until station 152, when start and end pressures out-of-water
were slowly decreasing to as much as -0.9db, presumably because of the significantly colder water and air
temperatures near the end of the cruise. No adjustments were made to the calculated pressures.

1.7.2. CTDTemperature

The same four SBE3 temperature sensors were used throughout the primsay sensors (T1): S/Ns 03P-4211

(CTD #209) and 03P-4341 (CTD #315), and secondary sensors (T2): S/Ns 03-1455 (CTD #209) and 03P-4341
(CTD #315). All but one were SBIpRis sensors; 03-1455 was an SBE3_02/F sen&atibration coefficients

derived from the pre-cruise calibrations (8-13 \Wmber 2007) were applied towaprimary and secondary
temperatures during each cast.

Calibration accuracwas monitored by tabulating T1-TZ/& a range of pressures and temperatures (bottle trip
locations) for each cast. No significant time- or pressure-dependent slope was evident during the cruise for either
pair of temperature sensors. The T1-T2faténces for CTD #315 shogood agreement during the cruise.
However, there is an erage +0.0008 to +0.001°C T1-T2 difference for deep CTD #209 temperatures, whether or
not casts with pump problems are included.

A -0.0006°C offset was applied to both temperature sensors, to account for hefattg) @i the sensors from

pressure (from PMEL, as recommended by SBE). THerdiices between the dual temperature sensors for each
CTD are summarized in Figures 1.7.2.0-1.7.2.1.
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Figure 17.2.1CTD #315 T1-T2 by station, pressure>1600db only

1.7.3. CTD Conductivity

The same te conductvity sensors were used throughout the cruise on CTD #209 (Primary/C1: S/N 04-2887,
Secondary/C2: S/N 04-2882)CTD #315 used the same Primary sensor (C1: S/N 04-3157), but the Secondary
sensor was changed after displaying a large pressure drift during Station 66 (C2A: S/N 04-3068, C2B: S/N
04-1467). All conductiity sensors were model SBE4@cept the replacement sensor for CTD #315, which was
model SBE4. Conductivity sensor calibration dménts denved from the 18 October 2007 pre-cruise calibrations
were applied to & primary and secondary condugties. Comparisondetween the primary and secondary
sensors, and between each of the sensors to check sample etietutialculated from bottle salinities), were

used to monitor conductivity drifts and offsets.

There was a -0.0015 mS/cm deep offset between the CTD #209 cwuitgsetisors, and an apparent pressure effect
on at least one of the sensors. The deep Bottle - C1 conductivity resauakarly +0.006 mS/cm from the start of
the leg.

A linear pressure-dependent slope between conductivity senaerebserved for CTD #315 from the start of the
cruise; the C1-C2A diérence (stations 1-65) approached -0.002 mS/cm in the deepest (hear 5000dbY keater

deep bottle - C1A conductivity offset started near +0.004 mS/cm, and rose fairly steadily to +0.009 by the end of the
leg.

Inspection of the conductivity sensor calibration reports showed that all 6 sensors brought on P18 were calibrated on
the same date, with the same calibration standard values (likely in the same bath). Three of the first four sensors
used looked strangely similar: all showed little change since tivépsecalibration, other than a "dip" 6D.0035

mS/cm in the 28-30 mS/cm range for thevimas calibrations displayed on the plot. The fourth sensor showed a
fairly consistent dket abeoe 4 mS/cm, then dipped -0.003 in the 28-30 mS/cm range. The previous calibrations
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were on 3 different dates; the only thing all 4 had in common was their most recent calibration date.

The nextt most recent calibrations from SBE (July 2007) for the G¥D #315 conductivity sensors were found, and

data were test revaeraged using those cdieients. DeepC1 values from early in the cruiseowld shift by +0.0023

mS/cm (+0.0028 to CTDS), with insignificant changes to surface data. C2A values would change a similar amount,
still +0.0015 higher than C1 data. This could explain most of the startifegeti€e between the CTD and bottle
salinities. Theselder conductivity calibration data were N@pplied during the cruise.

The latest/Oct.2007 conductivity calibration coefficients were applied during the cruise to all CTD data during initial
processing. PMEldetermined conductivity correction cfiefents by comparing CTD data generated by SeaSa

with bottle salinities. The same corrections were applied to the ODF CTD data set at the end of the second leg.
ODF CTD data reported at the end of theewell be replaced by PMEL CTD data within arMfenonths after the end

of the cruise.

After the CTD #315 secondary sensor died during station 66, the replacement sensor C2B sleoyadralinear
difference from C1 with respect to pressure. The C1-C2B deep corngudiiference was -0.007 mS/cm; hovee,
bottle - C2B conductity differences started at -0.0015 and rose to +0.0005 mS/cm dugrg (&ations 67-98).
This was much closer to bottle values thay ahthe other 4 conductivity sensors, despite its recent history of a
large drift oser the 19 months prior to its October calibration.

To reduce the contamination of the comparisons by package waleredides between primary and secondary
temperature sensors were used as a metric of variability and used to qualify the comparisons. The coherence of this
relationship is illustrated in Figure 1.7.3.0. The uncorrected comparison between the primary sensors and secondary
sensors or bottle condudties is shown in Figures 1.7.3.1 through 1.7.3.5 (vs pressure), and Figures 1.7.3.6 through
1.7.3.10 (vs station).
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Figure 17.3.10CTD #315 Uncorrected Bottle_Cond.-C1 differences by cast (Pressure>1600db).

The comparison of the primary and secondary condtictsensors by cast, after applying shipboard corrections
determined by PMEL (see xiesection), is summarized in Figure 1.7.3.11.
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Figure 17.3.11Corrected C1-C2 conductivity fifrences by cast (|T1-T2|<0.005°C).

Salinity residuals after applying PMEL shipboard corrections to both sensor pairs are summarized in Figures
1.7.3.12 through 1.7.3.14. Secondary conductivity sensors not used for CTD data reporting during P18 were only
nominally corrected.
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Figure 17.3.12Corrected S1-S2 salinity differences by cast (|T1-T2|<0.005°C).
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Figures 1.7.3.12 through 1.7.3.14 represent estimates of the CTD salinity scautiae end of P18.The 95%
confidence limits are0.0012 relatie o &2, and+0.0183 relatie © dl bottle salts, where |T1-T2|<0.005°C. The
95% confidence limit i0.0024 for deep bottle salts, where pressure>1606djure 1.7.3.14 (deep bottle-CTD
differences) illustrates a smallesik toward +0.001 early in lg 1, and about -0.001 for much ofde. Fine-tuning of
conductivity corrections will be considered before the final CTD data are submitted by PMEL.

Corrections were also applied to CTD data at bottle trips, used in the WHP- and Exchange-format bottle data files
produced at the end of P18d.2

1.7.4. CTDDissolved Oxygen

The same tw SBE43 dissolved, (DO) sensors were used throughout this cruise (CTD #209: S/N 43-0315, CTD
#315: S/N 43-0664). The sensors were plumbed into the primary T1/C1 pump circuits, after C1.

The DO sensors were calibrated to dissol@gedheck samples at bottle stops by calculating CTD dissayelden
minimizing the residuals using a non-linear least-squares fitting procedure. The fitting procedure determined the
calibration coefficients for the sensor model \@sion equation, and was accomplished in stages. The time
constants for thexponential terms in the model were first determined for each sefibese time constants are
sensofspecific but applicable to an entire cruishen casts were fit individually to check sample data via an
automated process, and the resulting deep data wereecheBbttledata were slightly high for stations 118 and

165, and slightly lev for station 171, on deep theta-overlays. These three CTD casts were adjusted for deep
consisteng with adjacent casts’ bottle and CTD dafstation 38 had multiple low/eliminated deep bo@ijevalues,

but was consistent on deep th&aeomparisons; no adjustments were necessary.
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No bottles were tripped at station 29/A0 calibration cast: CTD, corrections from station 30 were used, with a
-0.01 offset term.The resulting data compared well with nearby cadisere were no bottles a® 300db on
station 29/2: station 28 corrections were used for this cast. Only eheck samples were drawn on stations 998/1
(test) and 997/1 (second\® calibration); corrections from stations 4 and 59 were used for 998 and 997 to fit the

few bottle O, samples and nearby casts best.

There were numerous CTD, signal drops during tg1 for CTD #209 data, probably caused by primary pump
problems (pump changed out after station 51):

sta/cast lov CTDO signal  quality code

19/1 2284-2400db 4

21/1 4130-bottom 4 (lower on upcast as well)
30/1 3772-bottom 3

31/1 3506-bottom 3

51/1 3762-bottom 3

Both pumps were turnedfdfor 1 minute following signal cutouts that caused CTD #315 to perami-of-water
values for primary conductivityThe CTDO, signal was lar until about 30 seconds after the pumps came back on.

station/  pumps @f low CTDO signal

cast (devncast) (qualitycode 3) comment

29/2 436-430db no data lost CTD sat at 436db aftemeo cutout
36/1 2426-2491db  2436-2510db

40/1 1587-1648db  1590-1658db

40/1 1669-1733db  1674-1742db

40/1 1875-1941db  1882-1958db

41/1 1433-1496db  1436-1508db

45/1 1120-1309db 1124-1330db (®ack-to-back cutouts)
48/1 1142-1204db  1144-1210db

49/1 1544-1576db  1544-1578db

50/1 1202-1225db  1200-1254db

The CTD #3150, signal dipped when CTDS1 spiked owvesal casts; the status indicated the pumps did not turn
off. Replacinghe Y-cable after station 75 fixed the problem.

sta/cast  pressurededted guality code
65/1 1294-1306dH,372-1386db, 1446-1458db 3

67/1 1490-1498dH,528-1540db 3

68/1 1354-1366dH,478-1504db 3

73/1 1306-1314dH1,342-1348db, 1374-1384db, 1510-1516dI8

741 1316-1328db, 1356-1362db, 1404-1412db, 3

1418-1428db, 1432-1442db, 1536-1548db

The surface (0-6db) CTD, data were lar (slov to come up at the top of the start-casygpfor station 156/1;
these CTDO data were also assigned a quality code of 3.

The dissolved, residuals are shown in Figures 1.7.4.0-1.7.4.2.
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Figure 17.4.0Bottle-CTDO, residuals by cast (all points).
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Figure 17.4.1Bottle-CTDO, residuals by pressure (all points).
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Figure 17.4.2Bottle-CTDO, residuals by cast (pressure>1600db).

The standard degations of 2.90@mol/kg for all oxygens and 0.52thol/kg for low-gradient oxygens are only
presented as general indicators of goodness of fit. ODFesnak claims igarding the precision or accuraof
CTD dissolvedd, data.

The general form of the ODB, corversion equation for Clark cells follows Brown and Morrison [Brow78] and

Millard [Mill82], [Owen85]. ODF models membrane and sensor temperatures with lagged CTD temperatures and a
lagged thermal gradientn situ pressure and temperature are filtered to match the sensor response. Time-constants
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for the pressure responsg, two temperature responses andry;, and thermal gradient responsg- are fitting
parameters. Thihermal gradient term is dead by low-pass filtering the difference between the fast respange (

and slev responseT) temperatures. This term is SBE43-specific and corrects a non-linearity introduced by analog
thermal compensation in the sensdihe O, gradient,dO./dt, is goproximated by low-pass filtering 1st-ordeg
differences. Thigiradient term attempts to correct for reduction of species othethainthe sensor cathode. The
time-constant for this filter,,, is a fitting parameter DissolvedO, concentration is then calculated:

do,
Py +C,T+CsTg+Cg——+c,dT)

Ot = [0 + ¢5] Of xS, T, P) € a (1.7.4.0)

where:
Oomin = Dissolved O, concentration in mi/l;
O = Sensor currentgamps);

fsa(S, T,P) =0, saturation concentration at S,T,P (ml/l);
S = Salinity atO, response-time ;
T = Temperature ap, response-time (°C);
P = Pressure aD, response-time (decibars);
P, = Low-pass filtered pressure (decibars);
T = Fast low-pass filtered temperature (°C);
T, = Slow low-pass filtered temperature (°C);
do, .

dtc = Sensor current gradientdmps/secs);
dT = low-pass filtered thermal gradiefit;(- T).

1.8. PMEL CTD Data Processing

The reduction of profile data gan with a standard suite of processing modules (process.bat) using Sea-Bird Data
Processing Win32 version 5.37e software in the following order:

DATCNV corverts rav data into engineering units and creates a .ROS bottle file. Both down and up casts were
processed for scan, elapsed time(s), pressure, t0, t1, c0, c1, and colygge. vOpticakensor data were casited

to voltages but not carried further through the processing strédARKSCAN was used to skipver scans
acquired on deck and while priming the system under wal&ARKSCAN values were entered at th&BCNV

menu prompt.

ALIGNCTD aligns temperature, conductivijtgnd oxygen measurements in time refatio pressure to ensure that
derived parameters are made using measurements from the same parcel of Mviatary conductivity was
automatically advanced in the V1 deck unit by 0.073 secoB@sondary conductivity was advanced by 0.073
seconds in ALIGNCTD. It was not necessary to align temperature or oxygen.

BOTTLESUM averages burst dataver an 8second intervalf 4 seconds of the confirm bit) and des$ both
primary and secondary salinitprimary potential temperatureg), primary potential density anomaly,j, and
oxygen (inumol/kg).

WILDEDIT makes tvo passes through the data in 100 scan bifise first pass flags points greater than 2 standard
deviations; the second pass reree points greater than 20 standard deviations from the mean with the flagged
points excluded. Datavere kept within 100 of the mean (i.e. all data).

FILTER applies a l pass filter to pressure with a time constant of 0.15 seconds. In order to produce zero phase
(no time shift) the filter is first run forward through the file and then run backwards through the file.

CELLTM uses a recurge filter to remee onductvity cell thermal mass &fcts from measured conductivityn
areas with steep temperature gradients the thermal mass correction is on the order of 0.005IP8®&Bareas
the correction is rigible. Thevalue used for the thermal anomaly amplitud®Was 0.03. The value used for the
thermal anomaly time constamtt) was 7.0 s.

LOOPEDIT remees ans associated with pressure slowads and reersals. Ifthe CTD velocity is less than 0.25
m/s or the pressure is not greater than the previous maximum scan, the scan is omitted.

BINAVG aveages the data into 1-dbar bins. Each bin is centered on an integer pressure value, e.g. the 1-dbar bin
avaages scans where pressure is between 0.5 dbar and 1.5Tteae is no surface bin. The number of points
aveaaged in each bin is included in the data file.



-24-

DERIVE uses 1-dbanaraged pressure, temperature, and condticto compute primary and secondary salinity.
TRANS corverts the binary data file to ASCII format.

Package slowdowns andversals owing to ship roll can nae mixed water in tw to in front of the CTD sensors and

create artificial density irersions and other artitts. Inaddition to Seasoft module LOOPEDMNIATLAB program
deloop.m computesalues of density locally referenced betwegearg 1 dbar of pressure to compute the square of

the buoyang frequeng, N2, and linearly interpolates temperature, conductjvityd oxygen voltage \@ those

records where Nis less than or equal to -1 x T@s2. Thirty-eight profiles failed this criteria in the top 12 meters.
These data were retained by program deloop_post.m and will be flagged as questionable in the final WOCE
formatted files.

Program calctd.m reads the delooped data files and applies final calibrations to primary temperature and
conductivity and computes salinity and calibrated oxygen.

Pressure Calibration

Pressure calibrations for the CTD instrument used during this cruise were pre-cruise. No additional adjustments
were applied.

Preliminary Temperatur e Calibration

In addition to a viscous heating correction of -0.0006 °C, a linearly interpolated temperature sensor drift correction
using pre and post-cruise calibration data for the midpoint of the cruise will be determined after thé/csaises
and drift corrections are applied to profile data using program calctd.m, and to burst data using calclo.m.

Preliminary Conductivity Calibration

Seasoft module BOTLESUM creates a sample file for each cast. These files were appended using program
sbecall.f. Prograraddsal.f matched sample salinities to CTD salinities by station/sample nunipgsry sensors

s/n 3157 and 2887 were selected for all castem 30, 31, 39, and 51. Secondary sensor s/n 2882 was used for
casts 30, 31, and 51. Secondary sensor s/n 3068 was used for cast 51.

For s/n 3157, program calcos3.m produced the best results foveralld3rd-order station-dependent fit of sample
data from stations 15-18, 22-29, 32-38, 40-50, 54-133, 144-153:

number of points used 3650
total number of points 4344

% of points used in fit  84.02

fit standard dé@ation 0.001309

fit bias 0.0071014844
min fit slope 0.99988348
max fit slope 1.0000149

For s/n 2887, program calcopl.m produced the best results foreralldinear station- dependent fit of sample data
from stations 1-14, 19-21, 52-53, 134-143, and 154-174:

number of points used 339

total number of points 421

% of points used in fit  80.52

fit standard deation 0.001627

fit bias 0.0034496831
fit co pressure fudge 1.0620737e-006
fit slope 0.99995811
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For s/n 2882, program calcos1l.m produced the best results fovenalld®?nd-order station-dependent fit of sample
data from stations 1-14, 19-21, 30-31, 51-53, 134-143, and 154-174:

number of points used 398
total number of points 489

% of points used in fit  81.39

fit standard déation 0.001819

fit bias 0.0005805286
min fit slope 1.0000168
max fit slope 1.0000724

For s/n 3068, program calcosl.m produced the best results foreaslldinear station-dependent fit of sample data
from stations 15-18, 22-29, 32-50, and 54-66:

number of points used 1293
total number of points 1469

% of points used in fit  88.02
fit standard deation 0.00153

fit bias 0.0044191892
min fit slope 0.99994809
max fit slope 0.99999822

Conductivity calibrations were applied to profile data using program calctd.m, and to burst data using calclo.m.

Primary sensor CTD - bottle condwity differences plotted against station number and pressure were used to allow
a\visual assessment of the success of the fit.

2. Lowered Acoustic Doppler Current Profiler (LADCP)

An LDEO LADCP system was used to collect data at almast/ estation. Preliminary processing was completed
during the cruise using LDEO LADCP software.

LADCP System Setup

Two different CTD rosettes were used on this cruise, one with 24 bottles and one with 36 bottles. The LDEO
LADCP system mounted on the 36-bottle rosette consistedoofhboustic Doppler Current Profilers (ADCP) heads

and an oil-filled rechargeable lead-acid battery pack. The installation on deck consisted of a Macintosh computer
system for data acquisition and processing, as well as a battery charger/power supply [ThurO6].

The LADCP heads and battery pack were mounted inside the 36-bottle rosette frame and connected using a custom
designed, potted cable assemiBne head (master) was placed looking downward underneath the bottles at
approximately the same height as the CTD instruments, the other head looking upweelisi{ele the bottle

trigger mechanism. The battery pack and LADCP were mounted on opposite sides of the rosette frame center to
avad unequal balancing.

On the 24-place package there were wttings used on both legs of the cruise respeygtiOn leg 1 o heads

were mounted on an custom made fraxteresion. On lg 2 only one head as mounted looking downward, placed
underneath the bottles on an imyge®d mounting bracket. In both settings the battery was placed on the opposite
side to &oid horizontal tilt due to unequal balancing.

Paver supply and data transferass handled independently fromya@TD connections. While on deck the
instrument communication was set up by means of aanktef RS-232 and USB cables, using LDEO (Columbia
University) LADCP software for instrument control, data transmission and processing (wssignviX_4) in
Matlab [ThurQ7].

LADCP Operation and Data Processing

On arrval at each station the LADCP heads wesgitched on’ for data acquisition by using the LADCP software.

Then communications and \wer cabling were disconnected and all connections were rinsed with fresh water and
sealed with dummy plugs. After each cast the data cable and the power supply were rinsed, reconnected, the data
acquisition terminated, the battery charged, and the data downloaded by using the LADCP software.



-26-

Immediately after each cast a preliminary processiag wecuted, combining CTD, GPS, and shipboard ADCP

data with the data from the LADCPs to produce both a shear andesseiisolution for the absolutelacities. The
preliminary processing produced velocity profiles, rosette frame angulanmeats, and &locity ascii files. Plots

and data files were transferred to the ODF data processing computer on-board for access through the website and
from a shared data directory.

Problems
The system worked as planned in all three setupgerteless, some problems were encountered during the cruise.

On lgy 1, the LADCP was shifted from the 24-place rosette frame at station 22. The battery on the larger frame had
not been charged for 26 hours, and the voltage waslan. Only 10 minutes of useful data were collected before

the battery died. The LADCP ag not installed on the 24-place rosette frame during station 29/1, the mooring
calibration cast. The LADCP was rewed from the rosette frame during stations 51 und 52 while persistent CTD
signal problems were being diagnosed. At stations 86-88, one of the four beams onrtHeo#ting high-power

ADCP head bro&. Dueto software limitations, data were not processed, and no plots were generated. At station
89, the down-looking ADCP head was replaced by the up-looking ADCP head, a 'regular ADCP head. Another
regular’ head, which also had a bexkbeam, was placed as up-look@ata were collected successfuljoweve,

due to lack of solid particles in thengroductvity area of the water column, the ADCP could not collect enough
reflections from particles. Data quality were very p@od no useful plots were generated. Stations 90 and 91 had
the same problem as station 88t station 92, in order to increase data qualitye high-power ADCP head was
placed for up-looking. Hower, due to a combination of hardware and software problems, the LADCP system was
not ready for data collection and did not collecy data. Atstations 93 and 94, data were collected successfully.
Data quality in deep water was still poor; no useful plots were produced.

On lg 2, acording to the chief scientists’ initial decision not to mount BADCP on the 24-bottle rosette any

more (because of concerns about package rotabaed by one of the shipboard technicians), no velocity data
could be collected on stations 134-143. At station 154 permission was granted to mount one LADCP and battery
pack inside the 24-bottle rosette frame, and data were collected accorBinglio lav insufficient battery voltage

at station 173 (bad charging cable), no data were collected on this cast.
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3. Bottle Sampling and Data Pocessing

3.1. Bottle Sampling
At the end of each rosette deployment water samples were drawn from the bottles in the following order:

*  Chlorofluorocarbons (CFCs)

«  SHe

. 02

* ONAR

*  pCco,

» Dissolved Inoganic Carbon (DIC)
. pH

» Total Alkalinity (TAIk)

« Bcand¥c

» Dissolved Oganic Carbon (DOC)

e Tritium

*  Chromophoric Dissolved @enic Matter (CDOM)
*  Nutrients

° 3ZSi
. 15N/ lBo
e Salinity

» Millero Density
*  Particulate Oganic Carbon (POC)
« CDOM2 and/or CDOM3 Characterization

The correspondence between individual sample containers and the rosette bottle position (1-24 or 1-36) from which
the sample was drawn was recorded on the sample log for the cast. This log also incjudethraants or
anomalous conditions noted about the rosette and bottles. One member of the sampling team was designated the
sample cop, Wwose sole responsibilityag to maintain this log and insure that sampling progressed in the proper
drawing order.

Normal sampling practice included opening the drainevahd then the airent on the bottle, indicating an air leak
if water escaped. This observation together with other diagnostic comments (eygud'leaught in lid", "vale left
open") that might later pwe wseful in determining sample imgety were routinely noted on the sample log.
Drawing oxygen samples alsovisived taking the sample dvatemperature from the bottle. The temperature was

noted on the sample log and was sometimes useful in determining leaking or mis-tripped bottles.

Once individual samples had beenvdnaand properly prepared, thavere distributed for analysis. On-board
analyses were performed on computer-assisted (PC) analytical equipment networked to the data processing
computer for centralized data management.

3.2. BottleData Processing

Water samples collected and properties analyzed shipboard were managed centrally in a relational database
(PostgreSQL-8.0.3) run on a Linux system. A web service (OpenAcs-5.2.2 and AOL&BrL8) front-end

provided ship-wide access to CTD and water sample défeb-based dcilities included on-demand arbitrary
property-property plots and vertical sections as well as data uploads and downloads.

The Sample Log (and grdiagnostic comments) was entered into the database once sampling was completed.
Quality flags associated with sampled properties were set to indicate that the property had been sampled, and sample
container identifications were noted where applicable (e.g., oxygen flask number).

Analytical results were provided on a regular basis by #w#owus analytical groups and incorporated into the
database. These results included a quality code associated with each measured value and followed the coding
scheme deeloped for the World Ocean Circulation Experiment Q&E) Hydrographic Programme (WHP)
[Joyc94].
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Various consistencchecks and detaileckamination of the data continued throughout the cruise.

3.3. Chlorofluorocarbon (CFC) Measurements

Samples for the analyses of dissolved CFC-11 and CFC-12 wave ftean approximately 2500 (lgel) and 1500

(Leg 2) water samples collected during theedition. Water samples were collected in modified niskin bottles with

an end-cap designed to minimize the contact of #emsample with O-rings after closing. Water samples for CFC
were the first samples drawn from the 11- or 12-liter bottles. Care was taken to coordinate the sampling of CFCs
with other samples to minimize the time between the initial opening of each bottle and the completion of sample
drawving. In most cases, dissolved oxygen aitte samples were collected withinveeal minutes of the initial
opening of each bottleoTminimize contact with ajrthe CFC samples were drawn directly through the stopcocks of

the 11- or 12-liter bottles into 250 ml precision glass syringes equipped with three-way plastic stopcocks. The
syringes were immersed in a holding tank of clean surfacgasmaheld at approximately 0°C until 30 minutes
before being analyzed. At that time, the syringe was placed in a bath of surfaeesbaated to 25°C.

For atmospheric sampling, @00 m length of 3/8" OD Dekon® tubing was run from the CFC van, located on the
fantail, to the baw of the ship. A flow o air was drawn through this line into the main laboratory using a Kadet
pump. The air was compressed in the pump, with thendveam pressure held @t.5 atm. using a backpressure
regulator A tee allowed a fl (100 ml/min) of the compressed air to be directed to the gas sample valves of the
CFC analytical systems, while thelk flow of the air (>7 I/min) was vented through the backpressure regulator

samples were only analyzed when the redatiind direction was within 60 degrees of thenbaf the ship to reduce

the possibility of shipboard contamination. Analysis ofviar was performed at seral locations along the cruise

track. At each location, at least four measurements were made to increase the precision. Concentrations of CFC-11
and CFC-12 in air samples, seter, and gas standards were measured by shipboard electron capture gas
chromatograpi (EC-GC) using techniques modified from those described by Bullister and Weiss [Bull88].

For seavater analyses, water was transferred from a glass syringe to a glagmgparamber [([190 ml). The
dissoled gases in the sgater sample were extracted by passing a supply of CFC-free purge gas through the
spaging chamber for a period of 6 minutes at 175 ml/min. Waagor was remeed from the purge gas during
passage through an 18 cm long, 3/8" diameter glass tube packed with the desiccant magnesium perchlorate. The
sample gses were concentrated on a cold-trap consisting of a 1/16" OD stainless steel tubebwngth gection

pacled tightly with Porapak Q (60-80 mesh) and a 22 cm section packed with CeebGsié Neslab cryocool

was used to cool the trap, to -70°C. After 6 minutes of purging, the trap was isolated, and it was heated electrically
to [1L75°C. The sample gases held in the trap were then injected onto a pre-ddd@mom(of 1/8" O.D. stainless

steel tubing packed with 80-100 mesh Porasil B, held at 80°C) for the initial separagign@fC-12, CFC-11 and

carbon tetrachloride from later eluting peaks. After the F12 had passed from the pre-column through the second pre-
column (5 cm of 1/8" O.D. Stainless steel tubing packed WB5A, 95°C) and into the analytical column #1

(C240 cm of 1/8" OD stainless steel tubing pathkvith MS5A and held at 95°C) the outfidrom the first pre-

column was dierted to the second analytical columnl$0 cm 1/8" OD stainless steel tubing packed with
Carbograph 1AC, 80-100 mesh, held at 80°&fter CFC-11 had passed through the first pre-column, thevilas

diverted to a third analytical column (1 m , Carbograph 1AC, 80°C). The gases remaining after Carbon Tetrachloride
had passed through the first pre-column, were backflushed from the pre-columente! vColumn#l and the

second pre-column were in a Shimadzu GC8 gas chromatograph with electron capture detector@34M@)#2

and #3, and the first precolumn were in another Shimadzu @€8lgomatograph with ECD. The outfldrom

column #3 was plumbed to a Shimadzu Mini2 gas chromatograph, also with electron capture detector (250 C).

Both of the analytical systems were calibrated frequently using a stanasrof ¢gnown CFC composition. Gas
sample loops of knownolume were thoroughly flushed with standard gas and injected into the system. The
temperature and pressure were recorded so that the amount of gas injected could be calculated. The procedures used
to transfer the standardg to the trap, pre-column, main chromatographic column, and EC detector were similar to
those used for analyzingater samples. Seral sizes of gas sample loops were used. Multiple injections of these
loop volumes could be made to allthe system to be calibratedep a relatively wide range of concentrations. Air
samples and system blanks (injections of loops of CFC-fasg were injected and analyzed in a similar manner.
The typical analysis time for seater, air, sandard or blank samples wias2 minutes. Concentrations of the CFCs

in air, seavater samples, and gas standards are reportedveeldi the SIO98 calibration scale [Prin00Q].
Concentrations in air and standard gas are reported in units of mole fraction CFC &s,dand) are typically in the
parts per trillion (ppt) range. Dissolved CFC concentrations & @n units of picomoles per kilogram seater
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(pmol/kg). CFC concentrations in air and weir samples were determined by fitting their chromatographic peak
areas to multi-point calibration cuas, generated by injecting multiple sample loopsasf fjom a working standard
(PMEL cylinder 45186) into the analytical instrument. The response of the detector to the range of moles of CFC
passing through the detector remained retgticonstant during the cruise. Full-range calibration curves were run at
intervals of 4-5 days during the cruise. Single injections of a fixed volume of starmat gne atmosphere were

run much more frequently (at intervals(@0 minutes) to monitor short-term changes in detector sensitivity.

Based on the analysis of duplicate samples, we estimate precisions (1 stan@aiahyief less than 1% or 0.005
pmol/kg (whicheer is greater) for both dissobd CFC-11 and CFC-12 measuremem estimate the precision of

SFs to be 3% or 0.03 fmol/kg. Carbon tetrachloride has been analyzed as a geditditator only and has been
flagged as bad in all cases very small number of water samples had anomalously high CFC concentrations
relative  adjacent samples. These samples occurred sporadically during the cruise and were not clearly associated
with other features in theater column (e.g., anomalous dissolved oxygen, salioitiemperature features). This
suggests that these samples were probably contaminated with CFCs during the sampling or analysis processes.
Measured concentrations for these anomalous samples are included in the preliminanyt éagagien a quality

flag value of either 3 (questionable measurement) or 4 (bad measuremeniplity flag of 5 vas assigned to
samples which were drawn from the roseit tever analyzed due to a variety of reasons (e.g., leaking stopcock,
plunger jammed in syringe barrel).

3.4. Heliumand Tritium
Helium and Tritium samples were taken roughigrg 2 degrees orven-numbered latitudes.

Helium Sampling

Sampling alternated between taking 16 samples (depths of 0-1200m) and 8 samples (depths of 0-400m) at each
station. Aduplicate was taken when 16 bottles were sampleskt of 4 blanks were taken at a depttfiB500m at
five additional stations.

Helium samples were taken in stainless steel sampieders. Thesample cylinders were leak-checked and
backfilled withN, prior to the cruise. Additionallyeach cylinder was flushed with, just prior to sampling to help
eliminate air libbles. Samplewere drawn using tygon tubing connected to the Niskin bottle at one end and the
cylinder at the otherSilicon tubing was used as an adapter tovgmethe tygon from touching the Niskin per the
request of the CDOM group. Cylinders are thumped with a bat while being flushed atthfrom the Niskin to

help remw@e tubbles. Afterflushing roughly 1 liter of water through them, the plug valves are closed. As the
cylinders are sealed by O-ringed plug valves, the samples must be extracted within 24 hours to limit out-gassing.

Eight samples at a time wergtmacted using our At Sea Extraction line set up in the wet-Tdte stainless steel

sample cylinders are attached to tlewum manifold and pumped down to less than 4e-7 Torr using a diffusion
pump for a minimum of 1 hour to check for leaks. The sections are then isolated from the vacuum manifold and
introduced to the reservoir cans which are heated to >90°C for roughly 10 minutes. Glass bulbs are attached to the
sections and immersed in ice water during the extraction proédss. 10 minutes each bulb is flame sealed and
pacled for shipment back to WHOI. Thexteaction cans and sections are cleaned with distilled water and
isopropanol, then dried between each extraction.

332 helium samples were &k 5 were lost due to leaks. Helium samples will be analyzed using a mass
spectrometer at WHOI.

The helium ®&tractions suffered from an ongoing room temperature problem in the wefflad temperature
reached 30°C seral times during the cruise andvéted out at 24°C the last 2 weeks. The wet-lab/gdao be
completely unsuitable for running vacuum equipment. The cold finger had to be repeatedly defrosted and cleaned,
as it was quickly icing up due to thecess moisture in the room. The diffusion pump was unable to work properly

for an extended period in this kind ofvnonment. Midway through the cruise, the system had to be shut down to
replace and clean the diffusion pump. One dag Wost servicing the line. This is the first time our group has
encountered this problem on a cruise. XBT launches were staged from the wet-lab which necessitated the outside
door being propped open for 0.5 to 1.5 hours each @his added to our temperature and humidity problem. Until

the analyses are complete, it is unclear whether these issues affected the quality of the $hmpdssilting higher

base pressure of the line reduced confidence in the ability to detect leaks prior xtyaboa process for some
samples. Théact that neither sink in the wet-lab was fully functional alsw@rted using them as a backup cooling
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system for the difision pump. Various problems with the shipice-makers also pwved to be an bstacle, resulting
in delayed extraction time for some samples.

Tritium Sampling
Sampling alternated between taking 16 samples (0-1200m) and 8 samples (0-400m) at each shapiicate was

taken when 16 bottles were samplefi.set of 3 blanks were taken at depth fromefadditional stations. Every
three stations, one tritium sample was also taken from the deepest Niskin.

Tritium samples were taken using a silicon adapter and tygon tubing to fill 1-qt glass jugs. The jugs were baked in
an oven, backfilled with argon, and the caps were taped shut with electrical tape prior to the Whikefilling,

the jugs are place on the deck and filled to about 2 inches from the top of the bottle, being careful not to spill the
argon. Capsvere replaced and taped shut with electrical tape before being packed for shipment back to WHOI.

317 tritium samples were tak. Tritium samples will be dgessed in the lab at WHOI and stored for a minimum of
6 months before mass spectrometer analysis.

No issues were encountered while taking tritium samples.
3.5. Oxygen Analysis

Equipment and Techniques

Dissolved oxygen analyses were performed with an automated oxygen titrator using amperometric end-point
detection [Culb87]. Thétration of the samples and the data logging and graphical display was performed on a PC
running a LabViev program written by Ulises Rero of AOML. The titrations were preformed in a climate-
controlled lab at 18.5-22.5°C. Thiosulfatasvdispensed by a 2 ml Gilmont syringevei with a stepper motor
controlled by the titrator Tests in the lab were performed to confirm that the precision and agairde volume
dispensed were comparable or superior to the Dosimat 665. The whole-bottle titration technique of Carpenter
[Carp65], with modifications by Culbersat al. [Culb91], was used.Four replicate 10 ml iodate standards were

run every 24 hours. The reagent blank was determined from the difference between V1 and V2, the volumes of
thiosulfate required to titrate 1-ml aliquots of the iodate standard. The reagent blank was determined at the beginning
and end of the cruise. This methodsaMound during pre-cruise testing to produce a more reproducible blank value
than the value determined as the intercept of a standare. clihetemperature-corrected molarity of the thiosulfate
titrant was determined asvgn by Dickson [Dick94].

Sampling and Data Processing

Dissolved oxygen samples were drawn from Niskin bottles into calibrated 125-150 ml iodine titration flasks using
silicon tubing to @oid contamination of DOC and CDOM samples. Bottles were rinsed three times and filled from

the bottom, werflowing three volumes while taking care not to entraig bubbles. The dma temperature was

taken using a digital thermometer with a flexible thermistor probe thatimserted into the flask while the sample

was keing drawn during theverflow period. Thesdemperatures were used to calculateol/kg concentrations,

and a diagnostic check of Niskin bottle integrityml of MnCl, and 1 ml ofNaOH/Nal were added immediately

after drawing the sample was concluded using a Re-pjghtoflasks were then stoppered and shakell. DIW

was aded to the neck of each flask to create a water seal. 24 or 36 samplesopluplivates were drawn from

each station, depending on which rosette was used. The total number of samples collected from the rosette was
5598.

The flasks were stored in the lab in plastic totes at room temperature for 1.5 hours before analysis, and the data were
incorporated into the cruise database shortly after analysis.

Thiosulfate normalities were calculated from each standardization and corrected to 20°C.

Volumetric Calibration
Oxygen flask volumes were determined gravimetrically witjessed deionized water at AOML.
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Duplicate Samples

A total of 351 sets of duplicates were rutin additional 12 samples were collected from the uncontaminated sea
water line in the Hydro Lab on NEAS R.H. Brovn. Two sets of triplicate samples were dna near the end of the

CTD casts on station 18 (14°25’N, 110°W) and station 50 (2°30’'N, 110°W). One set of triplicates were drawn from
the line after it had passed through the Seabird SBE-45 Micro TSG (normal) and the other set of triplicates after the
sea water passed through the \Viorde-bubbler and Orner flourometer The sampling bgen when the rosette was

at 10 meters preparing to trip bottle 35, and ended shortly after the roasttd & meters and Niskin bottle 36 was
tripped. Asimilar test vas conducted a couple of weeks later to test for contamination of the uncontaminated
seavater line. The line was cleaned with bleach during the in port at Easter Ishacoimparison of the difference
between the oxygen content of the uncontaminatedaseialine and suece tripped samples from the rosette
revealed that the water from the line wasanonly 1.5 gmol/kg lower.

The standard deation of replicates\aeraged 0.89umol/kg for stations 1-52. Removing a drop on teOH/Nal
dispenser before fixing a sample imyed the reproducibility significantly The standard deation of replicates for
stations 52-89 v@raged 0.14umol/kg. The standard ®ition of replicates for stations 99-174emaged 0.15

umol/kg.

Problems

Several oxygen flasks were remed and replaced with different flasks during the cruise, after giving consistently
high walues. Duplicatesvere collected using each questionable flask and analyzed; if allnesvdiffered
significantly the flask was remed. Thefollowing flasks were replaced:

Orig. Flask | Replacement Flask  After Station
13 123 26
52 122 46
28 38 84
68 128 91

The titration system was replaced with the backup system after it failed on station 79. This systedmnwetirfor
the remainder of Lgg1 and all of Leg 2

3.6. ONAR Samples

220 OMAR (oxygen, nitrogen, gon) samples were collected at 20 stations for analysis asfiare.replicate
samples were collected from each Niskin bottle. SurfacAR®Bamples (5-25m) were collected at an additional 33
stations (no duplicates). The samples were collected invacer#ted glass flasks. The side-arm of the flask was
connected to ar5 cm length of tygon tubingA length of 1/8" nylon tubing with a floof CO, was inserted inside
the Tygon tubing and used to flush the sidearm and area between the 2 bottom O-ring sedI80 Afteonds of
flushing, a second 1/8" length of tubing was connected to the Niskin bottle spigot. Thisawmblisked with
seavater and inserted through the Tygon tube to the flash sidearm @®thabe was remeed. After flushing with
seavater for (B0 seconds, the flask valwas opened and seaer floved into the eacuated flask. Care was taken
to adjust the rate of seater flow into the flask so the watewnt in the Tygon tube remained at lea®i0 cm abwe

the sidearm. The flasks were filled about halfway and then re-sealed.

3.7. Discete pCO2

Samples were drawn from Niskin bottles into 500 ml volumetric flasks using Tygon® tubing with a Silicone adapter
that fit over the petcock tomid contamination of CDOM sample®ottles were rinsed while verted and filled

from the bottom, eerflowing half a volume while taking care not to entrairy dnbbles. About ml of water was
withdrawn to allov for expansion of the water as it warms and to provide space for the stiyosy, and frit of

the analytical systemSaturated mercuric chloride solution (0.2 ml) was added as a pregervidte sample bottles

were sealed with a sawecap containing a polyethylene lineThe samples were stored in coolers at room
temperature generally for no more than 5 hours.

All analyses were done at 20°@. secondary bath was used to get the samples close to the analytical temperature
prior to analysis. As soon as space waaglable in the secondary or primary bath, sample flasks wekedriato
the more controlled temperature bath. No flasis enalyzed without spending at leash twurs in a bath close to
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the analytical temperature.

In general, gery other station \as sampled with samples drafrom at least 15 Niskin bottles with one duplicate at
each station. Near the equator an effort was made to increase the sampling density acrossSiation$ Easter
Island we increased the number of samples per station due to the increase in ocealeleg®b.reduced the
station resolution from 2,2,2 etc. to 2,3,2,3 dit.total, 782 samples were drawn from 736 Niskin bottles with 46
pairs of duplicates from Iggl. For Leg 2, the respectie anounts were 589, 542 and 47. Thigegia btal of 1371
samples from 1278 Niskin bottles with 93 duplicates. Most of the duplicates agreed within 1%.

The discrete PO, system is patterned after the instrument described in Chipiran [Chip93] and is discussed in
detail by Wanninkhof and Thoning [Wann93] and Cletral. [Chen95]. Themajor difference between the two
systems is that the &ninkhof instrument uses a LI-COR®© model 6262 non-dispeisirared analyzemwhile the
Chipman instrument utilizes a gas chromatograph with a flame ionization detector.

Once the samples reach the analytical temperaturBpanl headspace is created by displacing the water using a
compressed standard gas witlC@, mixing ratio close to the anticipatecc®, of the water The headspace is
circulated in a closed loop through the infrared analyzer that meadtyesd water vapor lels in the sample cell.

The samples are equilibrated until the running mean of 20 consetgizcond readings from the analyzer differ by

less than 0.1 ppm (parts per million bylwme). Thisequilibration takes about 10 minute&n expandable volume

in the circulation loop near the flask consisting of a small, deflated balloon keeps the headspace of the flask at room
pressure.

In order to maintain analytical accuya@ ®t of six gas standards (cylinder serial numbers CA5998 [205.07 ppm],
CA5989 [378.71 ppm], CA5988 [593.64 ppm], CA5980 [792.51 ppm], CA5984 [1036.95 ppm], & CA5940 [1533.7
ppm]) is run through the analyzer before and afteryeten seaater samples.The standards were obtained from
Scott-Marin and referenced against primary standards purchased from €elingKin 1991, which are on the
WMO-78 scale. Prior to station 60, mawalues at depths from 400 to 2000 meters were higher than the highest
standard (1533.7 ppm}or this reason, these valuesvhaeen flagged as "questionable" (3) for the time being, but
after further quality control it is likely that mgnif not most of these values will be flagged as "good" E2y. most

of the stations after 155, nearly all of the samples were within the range of anyatvdards: 792.51 ppm and
1036.95 ppm.

The calculation of PO, in water from the headspace measuremerdhves seeral steps. The&O, concentrations

in the headspace are determined via a secogiégolynomial fit using the nearest three standard concentrations.
Corrections for the water vapor concentration, the barometric pressure, and the changes induced in the carbonate
equilibrium by the headspace-water mass transfer are niHue.corrected results are reported at the analytical
temperature and at a reference temperature of 20°C.

No instrumental problems occurred during the cruise. The velatime-consuming analyses and the presence of
only one analyst limited the spatiaiveoage. Samplingnd analyses focused on precision and acguegber than
high throughput.

3.8. DIC Measurements

The DIC analytical equipmentas set up in a seagoing container modified for use as a shipboard labdtagory
analysis was done by coulometry withotanalytical systems (PMEL-1 and PMEL-2) operated simultaneously on
the cruise. Each system consisted of a coulometer (UIC, Inc.) coupled with a SOMMA (Single Operator
Multiparameter Metabolic Analyzer) inlet systemvdeped by Ken Johnson [John85, John87, John93] ; [John92]

of Brookharen National Laboratory.

In the coulometric analysis of DIC, all carbonate species areeited to CO, (gas) by the acidification of the
seavater sample [Dick07]. Thewelved CO, gas is arried into the titration cell of the coulometarhere it reacts
guantitatvely with ethanolamine to generate hydroxyethylcarbamic aéidcolor indicator in the coulometer
solution fdes with the absorption 60, thereby stimulating the hydrolytic production of a base (hydroxide ions,
OH"), which stoichiometrically titrates the hydroxyethylcarbamic aci@, is thus measured by integrating the total
coulometricOH™ production required to achie full titration.

Each coulometer was calibrated by injecting and titrating aliquots ofquy€99.99%) by way of an 8-port valve
outfitted with two calibrated sample loops of different sizédl (and B mL) [Wilk93]. The instruments were
calibrated with tw pairs of gas loop injections each time avrewulometer cell \as prepared. Secondary standards
were also run throughout the cruise on each analytical system atdimmibg of each cell. These standards are



-33-

Certified Reference Materials (CRMs) consisting of poisoned, filtered, and UV irradiatestesesupplied by Dr.

A. Dickson of Scripps Institution of OceanogrgplfSIO), and their accurgcis determined shoreside
manometrically(http://andiewucsd.edu/co2qc/)If replicate samples collected from the same Niskin and analyzed
within the same batch were fdifent by more than gmol/kg, additional CRMs and/or gas loops were run in the
middle or at the end of the batch.

On this cruise, thewerall accurag for the CRMs on both instruments is ahmin Table 3.8.0 and Figures 3.8.0 and
3.8.1. PreliminaryDIC data reported to the databasevéhaot yet been corrected to the Batch 84 CRM value
(certified DIC value = 2001.2@mol/kg), but a more careful quality assurance to be completed shoreside will result
in final data being corrected to the secondary standard on a per-instrument basis.

Table 3.8.0Average values for CRMs and replicates on both SOMMA systems.

PMEL-1 PMEL-2
legl leg2 gl leg2
Number of CRMs: 68 50 65 51
CRM average gmol/kg): 2005.35 2005.69 | 2002.15 2000.64
CRM standard deviationunol/kg): | +1.75 +1.51 +1.64 +1.78
Number of replicates: 118 137 138 131
Replicate werage difference
from the meanzmolikg): 0.765 0.705 0.676 0.761

Figure 38.0Values for CRMs measured on system PMEL-1 before and after
valve 5 was replaced. The red line represents the certified C&livkeyv
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Figure 38.1Values for CRMs measured on system PMEL-2 throughout the cruise.
The red line represents the certified CRM value.
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Samples were drawn from the Niskin-type bottles into cleaned, precombusted 300-mlbdtles using silicone
tubing. Bottles were rinsed twice and filled from the bottowerfowing half a wlume. Carewas taken not to
entrain ag bubbles. Thetube was pinched to stop Wloand withdravn, creating a 6-mL headspacé small
volume (0.2 mL) of 50% saturatedgCl, solution wvas added as a preservatiThe sample bottles were sealed with
glass stoppers lightly @ered with Apiezon-L grease.

DIC values were reported for 2711 samples or approximately 82% of the tripped bottlgslaamde2014 or 82%
of the tripped bottles onde2. Full profiles were completed avery other station, with partial profiles collected at
intervening stations.Patial profiles focused on the upper 1300 m of theewr column, with fewer samples taken
from deeper depthsTwo to four sets of duplicate samples wereetalfrom all casts from bottles collected at the
surface, bottom, oxygen minimum, and 3000 m depths on all casts (in order of prefe2mgk)jate samples were
interspersed throughout the station analysis for quality assurance of the coulometer cell solution imegtétly
duplicate samples were drawn from 272 bottles grotee and 268 bottles ongéwo. The average absolute value of
the difference between duplicates was Qifbl/kg for both systems ondeone and 0.73 on ¢gtwo, with values for
each system shown in Table 8.0. No systematic differences between the replicates were observed.

During this cruise, SOMMA system PMEL-1 experienced problems wittevilwhich required the replacement of
tubing leading to the calibrated pipette, as well asevliself. Thevolume of the pipette will be recalibrated and
the change in total pipette volume will be corrected for in the final data quality assurance process.

3.9. Discete pH Analyses

Sampling
Samples were collected in 10 cm cylindrical glass spectrophotometric cells, cleaned and then incubated to 25.0°C.

Analysis

pH (umol/kg H,0) was measured using a Agilent 8453 spectrophotometer according to the methods outlined by
Clayton and Byrne [Clay93]A RTE17 waterbath maintained spectrophotometric cell temperature at 25.0°C. The
sulfonephthalein indicator m-cresol purple (mCP) was injected into the spectrophotometric cells using a Gilmont
microkurette, and the absorbance of ligrasameasured at three differerawdengths (434 nm, 578 nm, 730 nm).

The ratios of absorbances at the differeat@engths were input and used to calculate pH on the total andteea
scales, incorporating temperature and salinity into the equatiims.equations of Dickson and Millero [Dick87],
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Dickson and Rilg [Dick79], and Dickson [Dick90] were used to wert pH from total to seawviar scales. Salinity

data were obtained from the conduit}i sensor on the CTDThese data were later corroborated by shipboard
measurements. emperature of the samples was measured immediately after spectrophotometric measurements
using a Guildline 9540 digital platinum resistance thermometer.

Reagents
The mCP indicator dye was a concentrated solution of 2.0 mM with an R = 1.61350.

Standardization

The precision of the data can be assessed from measurements of duplicate samples, certified reference material
(CRM) Batch 84 (DrAndrev Dickson, UCSD), which calculated pH is 7.8461 on thevata scale and at 25°C,
and TRIS bukrs. CRMsand TRIS buffers were measured approximategyyehalf cast.

Data Processing

Addition of the indicator décts the pH of the sample, and the degree to which pH is affected is a function of the pH
difference between the seaier and indicator Therefore, a correction is applied for each batch of dyedbtain

this correction factgrsamples throughout the cruise were measured af@rcbsecutie additions of mCP From

these tw measurements, a change in absorbance ratio per mL of mCP indicator is calcRlated. calculated

using the absorbance ratiR,{) measured after the initial indicator addition from:

R =R, + (-0.00173 + 0.00038R,) Vi, (1)
R =R, + (-0.00254 + 0.00057R,) Vi.g  (2)
whereV,q is the volume of mCP used.

Clayton and Byrne [Clay93] calibrated the mCP indicator using TRIS buffers [Rame77] and the equations of
Dickson [Dick93]. These equations are used to calculatg pi¢ total scale in units of moles per kilogram of
solution.

Approximately eery other station w&s partially sampled. Samples from these "half-casts" were used for the
indicator correction calculations.

Table 3.9.0Preliminary quality control of pH.

Owverall Legl Leg2
Total number of samples 4548 2558 1990

Questionable (QC=3) 54 45 9
Bad (QC=4) 30 25 5
Lost (QC=5) 14 6 8
Duplicate (QC=6) 587 278 209

Table 3.9.1Preliminary accuracand precision of pH

Leg 1 Leg 2
CRM 7.8306= 0.0180 (n=43) 7.8334+ 0.0062 (n=13)
TRIS Bufer  7.906% 0.0149 (n=43)  7.94078.0213 (n=31)
Duplicates + 0.0054 (n=258) + 0.0051 (n=200)
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Figure 39.0pH Replicate Precision
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Problems
The TRIS luffers were sometimes cloudndicating a possible source of error in the readings.

3.10. Total Alkalinity Analyses

Sampling

All stations were sampled with thexaeption of station 064 and 121 due to the need for cell repairs and
recalibration. Thesampling scheme as roughly an alternation between full (36 Niskins) and partial (18 Niskins)
casts. When the 24 bottle roseasvused all niskens were sampled. Only 3 samples were taken from stations
117-119 due to cell repairsAll casts had 3 duplicate samples drawn; one from the bottom Niskin, oxygen
minimum, and surface Niskin. Samples werewdrdrom 10-I Niskin bottles into 500 ml borosilicate flasks using
silicone tubing that fit wer the petcock towwid contamination of DOC samples. Bottles were rinsed a minimum of

two times and filled from the bottomyeflowing half of a volume while taking care not to entraity dabbles.
Approximately 15 ml of water was withdrawn from the flask by arresting the sampleafid removing the

sampling tube, thus creating a small expansion volume and reproducible headspace. The sample bottles were sealed
at a ground glass joint with a glass stoppere samples were thermostated at 25°C before analysis.

Table 3.10.0Preliminary quality control of total alkalinity

legl leg2 Combined
Total number of samples 2459 1795 4254

Questionable (QC=3) 9 12 21
Bad (QC=4) 13 37 50
Not Reported (QC=5) 20 54 74
Duplicate (QC=6) 283 147 430

Analyzer Description

The total alkalinity of semater (TAIK) was evaluated from the proton balance at the alkalinity egaince point,
pHequiy = 4.5 at 25°C and zero ionic strength in one kilogram of sample. The method utilizes a multi-point
hydrochloric acid titration of seeater according to the definition of total alkalinity [Dick81]. The potentiometric
titrations of seaater not only gie values of TAlk lut also those of DIC and pH, respeely from the volume of

acid added at the first end point and the initial emf, EO.

Two titration systems, A and B were used for TAIk analysis. Each of them consists of a Metrohm 665 Dosimat
titrator, an Gion 720A pH meter and a custom designed plexiglass water-jacketed titration cell [Mill93]. Both the
seavater sample and acid titrant were temperature equilibrated to a constant temperatuteOdfZ5with a water

bath (Neslab, modelTHE-17). Thewater-jacketed cell is similar to the cells used by Bradslaad Brewer [Brad388]
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except a lager volume (200 ml) is employed to increase the precision. Each cell has a fill and dragnvadi

increases the reproducibility of thelume of sample contained in the cell. A typical titration recorded the EMF
after the readings became stable (deviation less than 0.09 mV) and then enoughsaaiti®d to change the
voltage a pre-assigned increment (13 m¥)full titration (25 points) taks about 20 minutes. The electrodes used

to measure the EMF of the sample during a titration consisted of a ROSS glass pH electrode (Orion, model 810100)
and a double junction Ag, AgCl reference electrode (Orion, model 900200).

Reagents

A single 50-1 batch of D.25 mHCI acid was prepared in 0.45 NaCl by dilution of concentrate#iCl, AR Select,
Mallinckrodt, to yield a total ionic strength similar to e@#er of salinity 35.0 (I= 0.7 M). The acid was
standardized by a coulometric technique [Mari68] [Tayl59] aedfied with alkalinity titrations on seater of
known; alkalinity Furthermore, Andne Dickson’s laboratory performed an independent determination of the acid
molality on sub-samples. The calibrated molarity of the acid used was &26@801 MHCI. The acid was stored

in 500-ml glass bottles sealed with Apiezon® L grease for use at sea.

Standardization

The volumes of the cells used were determined®3 ml during the initial steam from San Diego to the test
station by multiple titrations using seater of known total alkalinity and CRMCalibrations of the burette of the
Dosimat with vater at 25°C indicate that the systemswvael8.000 ml (the approximate value for a titration of 200
ml of seavater) to a precision of 0.0004 ml, resulting in an error &f0.3 ymol/kg in TAIk. The reproducibility
and precision of measurements are checked usimgltrient surface seeter and Certified Reference Material
(Dr. Andrewn Dickson, Marine Physical Laboratoiya Jblla, California), Batch 84. CRM'were utilized in order to
account for instrument drift and to maintain measurement preciSdpened CRM bottles, referred to as "old" were
provided by the DIC analystsThese opened bottles were used to rinse the cell before usingatleRi bottles.
Duplicate analyses provide additional quality assurance and weye takn the same Niskin bottle. Duplicates
were either both measured on system A, both on system B, or one each on A and B.

The assigned values of the Certified Reference Material provided by A. Dickson of SIO is:

Batch  otal Alkalinity Salinity
84 2201.01+0.4tmol/lkg  33.391

Data Processing

An integrated program controls the titration, data collection, and the calculation of the carbonate parameters (TAIK,
pH, and DIC). The program is patterned after thosesldped by Dickson [Dick81], Johansson and Wedborg
[Joha82], and U.S. Department of Energy (DOE) [DOE94]. The program usesgebeeg-Marquardt nonlinear
least-squares algorithm to calculate the TAlk, DIC, and from the potentiometric titration data.

Table 3.10.1Comparison of the measured alkalinity of the
CRM and the certified value

CRM-Legl InstrumeniA Instrument B

Total number of sets 86 75

Standard daation (new) +23.8umol/kg (n=45) +20.9umol/kg (n=40)
Standard deviation (old) +*23.3umol/kg (n=45) +22.0umol/kg (n=35)

CRM-Leg2 InstrumenA Instrument B

Total number of sets 40 36

Standard déation (new) * 7.4 umol/kg (n=4) * 2.1 umol/kg (n=4)
Standard deviation (old) *11.7umol/kg (n=36) =+ 10.7umol/kg (n=31)
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Table 3.10.2Comparison of total alkalinity from the same Niskin bottle

Replicates Lgl InstrumenA Instrument B Between Systems

Number of sets used 88 54 55
Standard daation +1.4umol/kg +£1.5umolkg +2.7umol/kg

Replicates Lg2 InstrumeniA Instrument B Between Systems

Number of sets used 59 36 41
Standard déation +1.7umol/lkg £2.4umollkg  +2.5umol/kg

Note: Outlierswere determined if the dérences were one and a half timegéarthan the standard\dation. The
number omitted is the difference between the total number of set and the sets used.

Problems

The electrodes on both systems became uncalibrated soon after recalibrating tbiueel vrhiscaused CRM

values to be different from the certified value and so the standard deviation of CRM values igvaigbed the

ratio between our value and the certified value of total alkalinity to correct all samples on the stations directly before
and after each set of CRMWas run. By using this correction we did not\e routinely recalibrate the cell
volume.

For Station 50 on system B the Dosimat sereap was not airtight and so bubbles were allowed into the acid line
which caused the data to be bad. After this station, we replaced the acid bottle with a volumetric flask sealed at the
top with a thick layer of parafiimFor Station 74 the pH meter on system B did nairkvproperly due to a loose
connection inside the instrument. Unfortunately we did not catch this problem until after the samples were run and
the data were analyzed. Upon opening the pH meter we found a burnt connection and so we replaced the pH meter.

Occasionallyif the two systems were filling their cells at the same time, the piston on instrument B would fail to
register that the cell is full and so the sample drained and would be lost. Sporadiga#yoid vale at he bottom

of the titration cell would fail to engage or disengage, resulting in the loss of the sample or a failed titration due to a
poor rinse or an air bubble.

At the begining of lg 2 the volumetric flask used to hold the acid on system B was replaced with dosienat
bottle. Leaks in the cells on both systems were also repaired and the cell volumes recalibrated while steaming to the
first station of lg 2. The electrodes on system B were also replaced.

At station 116 the titrations which normally tagound 20 min each started to ¢akuch longersome wer 3 hours,
due to the pH meter not becoming stable enough (deviation less than 0.9 m\é) aodadting . It vas determined
that the stirrer on system Baw causing interference with the pH meters and was replaced begining with station 120.

3.11. C-13/C-14Sampling Program

B¢/l surface water samples were drawn routinely from the rosette casts, aleoutledegree of latitude.
Vertical profiles of(118 depths were collected BP5 stations. Samples were collected in 500 ml glass stoppered
bottles. Firstthe stopper was remsed from the dry flask and placed aside. Using silicone tubing, the flasks were
rinsed three times with the water sample from the Niskin bottle. Waépikg the tubing touching the bottom of the
flask, the flask was filled and allowed teedlow about half its volume. Once the sample was taken, a small amount
(I80 cc) of water was remed to aeate a headspace aidl2 cc of a 50% saturated mercuric chloride solution was
added. Thisvas the same supply and amount of mercuric chloride solution as used with the DIC samples. Then the
neck of the flask as carefully dried up using Kimwipes. The stopjpesviously lubricated with 4 lines of Apiezon
grease, was inserted into the bottlEhe stopper was examined to insure that the grease formed a smooth and
continuous film between the flask and botthe plastic clip was used to secure the stopper to the flask and two
rubber bands were wrappe#teo the bottle to further secure the stopp@&he filled bottles were stored inside the
ship’s laboratory to minimize temperature changes. The samples will be analyzed in the laboratory of Paul Quay
(University of Washingtonpdquay@u.washington.edu
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3.12. Dissoled Organic Carbon (DOC)

DOC samples were collected by St&rown on lg 1 and Charles Farmer onde? for analysis by Dennis Hansell
of Rosenstiel School of Marine and Atmospheric Sciences (RSMASptal of approximately 1500 dissolved
organic carbon (DOC) samples were collected frorarg other station during lggl. 1221 samples were collected
during Leg 2. The total number of samples collected during the entire P18 crui8¥29). Datawill be available
approximately seen months after sample aval at RSMAS.

Sampling

All samples were collected directly from the Niskin bottles. Because particulg@icorcarbon (POC)
concentrations in the surface waters can bestdd, samples collected from the upper 250 m were filteveater

was filtered through a combusted GF/F housed in an acid-washed polycarbonate filter cartridge attached directly the
Niskin bottle spigot with silicon tubingWater belav 250 m was not filtered because greater than 98% or the total
organic carbon is DOC.AIl samples were collected directly into an acid washed and high density polyethylene
(HDPE) bottles (60 ml) flushed with Nanopure. Samples were immediately placed upright in a -20’C freezer and
samples were shipped to shore laboratory packed in dry ice. All samples were kept frozen at -20°@ani@an or
(volatile) free environment. The first approximately 1000 samples taken freevedttuame time, which will most

likely not affect the integrity of the sample.

Analysis

Samples will be analyzed via the high-temperature combustion technique using Shi&d¥usystems with total
nitrogen chemiluminescent detection. Samples will be sparged a@famorcarbon by acidification wittiCI and
spaging with CO,-free gas for seeral minutes. A minimum of triplicate injections of 10@1 of sample will be
injected onto a Pt alumina combustion catalyst heated to 680°GCGhsignal will then be detected with a non-
dispersve infra-red detectorTotal nitrogen is corerted to NOx and detected via chemiluminescence.

3.13. Chiomophoric DOM

3.13.1. Popject Goals

Our goals are to determine chromophoric dissdlmatter (CDOM) distributionsver a range of oceanic regimes on
selected sections of the CO2/CLIVAR Repeat Hydrogyagplrvey, and to quantify and parameterize CDOM
production and destruction processes with the goal of mathematically constraining the cycling of CDOM. CDOM is
a poorly characterized genic matter pool that interacts with sunlight, leading to the production of climatemele

trace gases, attenuation of solar ultraviolet radiation in #iterveolumn, and an impact upon ocean color that can be
guantified using satellite imageiye kelieve tat the global distriltion of CDOM in the open ocean is controlled

by microbial production and solar bleaching in the upper water column, andreelatés of adegction and
remineralization in intermediate and deep waters. Furthermore, changes in the optical properties of CDOM and its
relationship with DOC wer time suggest the use of CDOM as an indicator of theajgnece of refractory DOC in

the deep ocean. 8\&e testing theseyipotheses by a combination of field observation and controlled experiments.
We ae also interested in the deep-sea resenf CDOM and its origin and connection to surface waters and are
making the first large-scale segvd the abundance of CDOM in the deep ocean.

3.13.2. Actvities on P18

Profiling Instruments

Once each day we cast a hand-dgpibfree-fall Satlantic MicroPro 1l multichannel UV/Visible spectroradiometer.
This instrument has 11 upwelling radiance sensors and 11 downwelling irradiance sensavdengih bands
ranging from 305 to 683 nm. In addition to pressure, the package measures X-Y tilt, internal and external
temperatures and also mounts a WetLabs ECO chlorophyll fluoroméringtrument is allowed to trailvay

behind the port-side stern, then free-falls to 150 m and is handeredo Additionally a Satlantic multichannel
UV/Visible spectroradiometer (SMSR) is mounted on the ship to measure the aademgths channels of surface
irradiance concurrently with MicroPro castdle ae using the radiometric data to study the effects of CDOM on the
undervater light environment, toalidate satellite ocean radiance sensor data, andveogdenev agorithms
employing satellite andn situ optical sensor data to retvie acean properties such as CDOM light absorbance,
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chloroplyll concentration, and particulate backscattering.

The following table summarizes the 54 MicroPro casts accomplished during P18.

P18 MicroProCast Start Position uTC Start End Depth
Sta Latitude Longitude Date Time  Time (m)
1 2251.9995N 10959.9960 W 17-Dec-2007 21:27 21:30 100
6 21248760N 109 59.8900 W 18-Dec-2007 20:43 20:46 15(
10 1904.8290 N 109 59.9440 W 19-Dec-2007 19:59  20:03 141
14 1645.0790 N 109 59.9780 W 20-Dec-2007 18:51 18:54 151
18 14249820 N 110 00.0290 W 21-Dec-2007 19:52 19:55 135
21 1240.0065N 11000.0100 W 22-Dec-2007 20:33  20:36 145
24  1055.0530 N 110 00.0350 W 23-Dec-2007 18:37 18:40 130
28 835.0910 N 109 59.9760 W 24-Dec-2007 19:29 19:32 149
32 615.0280 N 110 00.0000 W 25-Dec-2007 21:08 21:12 147
35 430.0690 N 109 59.8440 W 26-Dec-2007 20:08 20:11 125
39 229.8210 N 110 00.6545W 27-Dec-2007 19:37 19:40 126
46 039.7310 S 109 59.4280 W 30-Dec-2007 19:09 19:13 67
50 229.9070 S  11000.0150 W 31-Dec-2007 19:41 19:45 15(
54 429.7740S  11000.0895 W 01-Jan-2008 20:31 20:35 144
56 5249700 S 109 25.2600 W 02-Jan-2008 18:10 18:14 148
997 800.4370 S 110 02.0660 W 03-Jan-2008 18:50 18:53 149
59 639.8910 S 107 40.7500 W 04-Jan-2008 19:03 19:06 147
63 819.9350 S  10520.6310 W 05-Jan-2008 18:54 18:56 117
66 934.9200S 103 35.2810 W 06-Jan-2008 19:07 19:11 156
69 1109.9810S 103 00.0160 W 07-Jan-2008 17:55 17:59 153
73 1330.0180S 103 00.0540 W 08-Jan-2008 20:57 21:.01 152
76 1514.9640S 103 00.0380 W 09-Jan-2008 19:20 19:24 153
79 1659.9900S 103 00.0240 W 10-Jan-2008 17:36  17:40 151
82 1845.0420S 103 00.0240 W 11-Jan-2008 17:10 17:13 154
85 2030.0460S 103 00.0550 W 12-Jan-2008 17:37 17:41 155
88 2215.0235S 103 00.0030 W 13-Jan-2008 19:05 19:08 152
92 2359.9810S 103 00.0120 W 14-Jan-2008 17:28 17:32 164
94 25449370 S 103 00.0240 W 15-Jan-2008 17:19 17:23 164
97 2730.0110S 102 59.9750 W 16-Jan-2008 18:41 18:45 168
100 2914.9420S 103 00.0170 W 23-Jan-2008 14:05 14:09 152
104 3134.9850S 103 00.0050 W 24-Jan-2008 15:24 15:28 152
108 3354.7870S  10259.8170 W 25-Jan-2008 17:22 17:25 153
112 3615.0050 S 102 59.9770 W 26-Jan-2008 18:13 18:16 153
116 3834.9330S 103 00.0730 W 27-Jan-2008 20:53 20:57 150
119 4020.0560S 102 59.9970 W 28-Jan-2008 19:34  19:38 152
122 4204.9110 S 102 59.9880 W 29-Jan-2008 17:55 17:58 153
126  4425.0100 S 103 00.0180 W 30-Jan-2008 20:37 20:40 152
129 4610.0660S 102 59.9180 W 31-Jan-2008 21:32 21:36 152
132 4754.9915S 103 00.0275W 01-Feb-2008 20:14 20:17 162
134 4856.4300S 103 03.9510 W 02-Feb-2008 19:31 19:34 156
138 5124.9965S 102 59.9645 W 03-Feb-2008 19:23 19:26 167
140 5234.8745S 103 00.1495W 04-Feb-2008 16:58 17:02 150
144 5455.0110 S 102 59.8790 W 05-Feb-2008 20:03 20:06 150
147 5640.0180S 102 59.8600 W 06-Feb-2008 19:50 19:53 150
151 5845.0555S 102 59.9130 W 07-Feb-2008 21:17 21:21 140
153 5945.0200 S 102 59.9560 W 08-Feb-2008 15:59 16:02 151
157 6144.9960S 102 59.9650 W 09-Feb-2008 18:26 18:29 151
161 6344.9350S 103 00.0690 W 10-Feb-2008 19:29 19:33 160
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P18 MicroProCast Start Position uTC Start End Depth
Sta Latitude Longitude Date Time  Time (m)

163 6445.1315S 10259.8315W 11-Feb-2008 16:16 16:20 15%
167 6645.0070S 102 59.8710 W 12-Feb-2008 19:33  19:37 154
169 6745.0090 S 102 59.9400 W 13-Feb-2008 13:45 13:49 147
173 6700.0280S 107 15.0115W 16-Feb-2008 15:22  15:25 15%

On the core CTD we depia WetLabs UV fluorometer (Ex 370 nm, Em 460 nm), which stimulates and measures
fluorescence of CDOM. Wae evaluating the use of this instrument to supplement or enhance bottle CDOM
measurements, as bottle samples often do n@t tha depth resolution needed to resalve obsergd strong near-
surface gradients in CDOM concentration, and on cruises such as this we are not able to sample CiédM on e
station. Differences between the fluorescence and absorption profilesveaygradients in chemical composition

of CDOM. The fluorometer has performedry well: problems with temperature compensation encountered on
P16N hae been corrected. Signal to noise ratios remamfior the open ocean areas that we are studying.

This fluorometer is ganged to a WetLabs C-star 660 nm 0.25 m pathlength beam transmissometer belonging to Dr.
Wilford Gardney TAMU. The transmissometer is used to gauge particle load in the water column, which can be
calibrated to produce estimates of particulate carbon. Decline of the particle load with depth can then be related to
POC flux, another element of the carbon system.

Both CDOM fluorometer and transmissometer were present on all cast vath the primary 36 bottle CTD
package. Duringhe short periods duringdel and 2 when the 24 bottle CTD package was used, neither sensor was
able to be attached. After the CTD wire problems on Station 153, the CDOM fluorometer waseéateof the 24

bottle CTD package for the remaining station profiles. There was no suitable mounting location for the
transmissometeso it was not present for the rest of the CTD profiles.

Bottle Samples

CDOM is at present quantified by its light absorption properties. &' collecting samples of seater for
absorption spectroscgmn one deep ocean cast each.d2l)OM is typically quantified as the absorption coefficient
at a particular wvdength or vavdength range (we are using 325 nm)e \#termine CDOM at sea by measuring
absorption spectra (280-730 nm) of /h2filtrates using a liquid ewveglide spectrophotometer through a 200 cm
cell. A full profile of 60 ml samples were dva from one mid-day CTD cast each dayo amber glass vials.
Duplicate samples were collected at a rate of ca. 2 samples perf~oasteg 1 RMS differences in absorption
coeficient at 325 nm between the duplicate samples were yest0012 m™, which is ca. 9% of thevarage
absorption coefficient at thatawdength. or Leg 2 RMS differences in absorption coefficient at 325 nm between
the duplicate samples were 0.0I%which is ca. 12% of thevarage absorption coefficient at thaawdength.

Because of the connections to lightitability and remote sensing, we collect ca. 270 ml bottle samples in the top
250 m for Chloropyll a analysis. In addition we collect ca. 2 L surface samples from thes shigontaminated
seavater system for complete pigment analysis (HPLC) and spectrophotometric particulate absorption (AP). The
sampled filters are preserved in liquid Nitrogen and will be returned to UCSB for later analysis.

The Chlorophyll a samples are filteredtracted in 90% acetone, and read on a Turner DesigndJifluBrometer.
Determination is made of Chlorophyll a, thegtidation product Phaeophytin a, and the sum of these @nly
Chlorophyll a concentrations are reported here.

We ae sporadically collecting 60 ml samples for DOM characterization, including carbohydrate and neutral sugar
analysis (CDOM2C), and large volume (ca. 2 L) samples for CDOM photolypisriments (CDOM3C) to
compare the distribution of these quantities to that of CDOM. These analyses and the photolysis experiment will be
performed at UCSB. Additionallyvery third day we collect ca. 2 L samples for POC analysis to compare with
transmissometer data. The sampled filters are preserved in liquid Nitrogen and will be analyzed ashore.

Leg 1 Problems

Both the MicroPro and SMSR require wlg flowing seavater for cooling. During Lg 1 ssawater was not @ailable

on the fantail for the MicroPro; it wasalable on the ba for the SMSR.To atempt to compensate for this a
stagnant fresh water cooling bath was set up for the MicroPro, with ice carried to it about half an hour before
deployment. \arious problems with the shipicemaker made ice uvalable for about 5 days total. As the table
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indicates, we had problems deyilog the MicroPro to 150 mAt the beginning of the cruise we acked casts to

150 m at 2 out of 18 stations. On January 6 we were able ¥incerthe Captain to kra the bridge ta& the ship off
autopilot during the eight minutes the MicroPro was in the wa&asts from Jan 6th on reached 150 m or deeper at
all 11 stations. Station 46 was hindered by a strong undercurrent of © 1 m/s.

Early on the morning of December 29 the walk-in -20 C freezer failed, it was fixed later thaDgiaypOM
characterization samples (CDOM2C) from station 10 were stored in there, we thirk ieefihe as the were
insulated in a cooler.

Our Barnstead NANOpure water system, which we use for CDOM spectrophotometry basaliegsnf January
1. We wed Milli-Q water from the nutrient lab for the rest of thg.leComparisontests were run on the
spectrophotometer showing that Milli-Q is probably adequate. Results showed Barnsteadcamtains less
CDOM than Optima Spectographic Reference Watet Milli-Q water slightly more than Optima water.

CDOM absorption coefficient data was ngisgpecially belaw 1500 m, on the order of 0.08 fhat 325 nm. The
cause remains unknown.

Leg 2 Problems

The Barnstead NANOpure water system was repaired during the turn-around at Easter Islandiced gtable
CDOM baseline data for all ofde2. The CDOM sample noise in the lower water columaswsignificantly better
during leg 2 than on lg 1. We thank all of the \ater sampling personnel who usedwvg® and silicone tubing
thereby reducing CDOM contamination of the CTD sample bottle spigots.

A hose connected to thevaboard outflav from the ships uncontaminated sea water system was used to provide
water flov for the cooling bath for the MicroPro. This alled equilibration of the instrument to sea surface
temperature prior to each optical cast. This will imyerehta quality during final processing back at UCSB. When
air temperatures neared freezing, the cooling bath was emptiedidgassible freezing.

When the CDOM fluorometer was wenl to the 24 bottle rosette package on Station 154, that profile was
significantly different than previous profiles. The fluorometer had not been cleaned during the rapid \switch o
from the 36 bottle rosette packagBubsequent profiles were less different, but there appears to be a difference in
profile shape which persisted for the remainder of the cruise. The cause is unknown at this point. Comparison to
discrete CDOM samples should clarify the problem.

3.14. Nutrient Measurements

Nutrient samples were collected from the Niskin bottles in acid-washed bottles after at least thatr seaes,

and sample analysis typicallydaa within 1 hour of sample collectiorNutrients were analyzed with a continuous

flow analyzer (CFA) using the standard and analysis protocols for the W@@Bdraphic program as set forth in

the manual by L.I. Gordoret al.[Gord93]. 5598samples were taken at discrete depths and analyzed for phosphate
(PGE), nitrate NO3), nitrite (NG;) and orthosilicic acid i,Si0y).

Nitrite was determined by diazotizing the sample with anilamide and coupling with N-1 naphthyl
ethylenediamine dijdrochloride to form an azo dye. The color produced is measured at 540 nm. Samples for
nitrate analysis were passed through a cadmium column, which reduced nitrate to nitrite and the resulting nitrite
concentration (i.e. the sum of nitrate + nitrite which is signified as N+N) was then determined as descvibed abo
Nitrate concentrations were determined from the difference of N+N and nitrite.

Phosphate was determined by reacting the sample with molybdic acid at a temperature of 55°C to form
phosphomolybdic acidThis comple was subsequently reduced with hydrazine, and the absorbance of the resulting
phosphomolybdous acid was measured at 820 nm.

Silicic acid was analyzed by reacting the sample with molybdate in an acidic solution to form molybdosilicic acid.
The molybdosilicic acid was then reduced w@mChL to form molybdenum blue. The absorbance of the
molybdenum blue was measured at 820 nm.

A mixed stock standard consisting of silicic acid, phosphate and niteeteprepared by dissolving high purity
standard materialsk(NO;, KH,PO, and Na,SiF) in deionized water using a twdep dilution for phosphate and
nitrate. Thisstandard was stored at room temperatuéyaitrite stock standard was prepared abaarye 10 days by
dissolvingNaNG; in distilled wateyand this standard was stored in the refrigeraWbrking standards were freshly
made at each station by diluting the stock solutionsvinniatrient seavater. Mixed standards were verified against
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standards purchased from Ocean Scientific.

A typical analytical run consisted of distillecater blanks, standard blanks, working standards, a standard from the
previous run, a deep sample from thevpoes run, samples, replicates, working standards, and standard and distilled
water blanks. Replicates were usually run for the 3 deepest Niskin bottles from each casty pars@as with
guestionable peaks. The standard deviation of these replicates was used to estimag@ltherezision of the
method which was <1% full scale. During the cruise, pump tubes were changed four times, linearity was checked
six times, and there were 19 measurements of the refactiex.

Table 3.14.0Precision of Nutrient Measurements.

Phosphate|  Silicic Acid|  Nitrate
Number of replicates 491 489 488
Average standard g&tion (uM) 0.02 0.2 0.1
Percent deation 0.9% 0.1% 0.2%

Temperatures in the shiphioanalytical laboratory fluctuated with temperatures ranging from 17.2°C to 25.3°C with

an aerage temperature of (2&9.9°C); howeer, temperatures were generally stable during arviddal analytical

run. On lg one, a 24-channel Ismatec pungildd and vas replace with an identical spare pump. Gndea

Alpkem sampler using 35 ml polyethelene sample bottles failed and was replaced with a Westco CS9000 sampler
that used 20 ml plastic sample bottles.

3.15. Silica-32 Samples

Water samples were collected at six stations for analysis®®sf ashore. Thefilters originally provided
(Spritzenfilter PTFE 25 mm/0.2 micron) only produced @ ftd a few dops per minute when connected biyED

cm length of tubing to the Niskin bottle spigots. This was not an adequateafoto allev filling the50 cc plastic
sample vials. As an alternate, a sampling system used by the RSMAS DOC gouped to collect the samples.
This consisted of &b0 cm length of silicone tubing with a filter holder on the end containing a 47 mm diameter
GFF filter The tubing was connected to the bottle spigot and a small vent near the filter openedrapaldnitial
flushing of the upper side of the filteFhe vent was then closed and thatev passing through the filter used to rinse

(3 times) and fill the sample vial#\ single GFF filter was used to collect 2 profiles oy lleand another filter was
used to collect 4 profiles onge2. The GFF filters were sad so tey could be tested later for possible
contamination problems.

3.16. 15N and o Analysis of Nitrate

15N and 0 samples were collected by SgaBrown on Ig 1 and Charles Farmer onde2 for analysis by Mark
Altabet, School of Marine Science and Technolodyniversity of Massachusetts, MWe Bedford MA
(maltabet@umassd.edup total of 1463 samples were collected from stations during the entire P18 cruise, with
418 being collected onde2. For information rgarding availability of data, please contact Mark Altabet.

Sampling

All samples were collected directly from the Niskin bottles into 125 mldensity polyethylene (LDPE) bottles
that were preloaded with dilute HCI as a preseveatAdditionally, 300 bottles also contained an additional reagent
(sulfanilic acid) to bind expected highvils of Nitrite. Generally the shallowest 20 depths were sampled in the
upper 1200 meters of a cast excerg 10 de of |atitude where all depths were sampled. Samples were stored at
room temperature until thevere returned to Mark Altabetlaboratory.

Analysis

Samples will be analyzed by Mark Altabet. For more informatiarardéng the analyses, please contact Mark
Altabet directly.



-44-

3.17. Salinity Analysis

Equipment and Techniques

A single Guildline Autosal Model 8400B salinometer (S/N 61668), located in the aft Hydro dabyused for all
salinity measurementsA second Guildline Autosal 8400B (S/N 68807, PMEL) was set up midway through the
cruise as a backup, and was used to rwerakduplicate sample bes. Thesalinometers were connected to
computer interfaces for computeided measurement. Both Autosals’ water bath temperatures were set to 24°C,
which the Autosals are designed to automatically maintain. The labostemperature was also set and
maintained to just belo24°C, to help further stabilize reading values and imprarcurag.

Salinity analyses were performed after samples had equilibrated to laboratory temperature, usually within 12 to 24
hours after collection. The salinometers were standardized for each group of samples analyzed (usually 1-2 casts
and up to 74 samples) usingaviottles of standard seater: oneat the beginning and end of each set of
measurements. The salinometer outputs were logged to a computer file by the interface software, which prompted
the analyst to flush the instrumentell and change samples when appropridter each sample, the salinometer

cell was initially flushed at least 4 times before a set of conductivity ratio readings were taken.

Standards
IAPSO Standard Seater Batch P-147 was used to standardize all casts.

Sampling and Data Processing
5708 salinity measurements were taken and approximately 200 vials of standatdrs¢aSW) were used.
A duplicate sample was drawn for each cast in order to confirm sampling accurac

The salinity samples were deposited into 200 ml Kimax high-alumina borosilicate bottles, which were initially
rinsed a minimum of three times with sample water prior to filling. The bottles were sealed with custom-made
plastic insert thimbles and Nalgene sc@aps. Thisassembly provides veryvwocontainer dissolution and sample
evgoration. Priorto sample collection, inserts were inspected for proper fit and loose inserts replaced to insure an
airtight seal. Laboratory temperature was also monitored electronically throughout the cruise.

PSS-78 salinity [UNES81] a&s calculated for each sample from the measured conductivity ratios. The offset
between the initial standard seater value and its referencalue was applied to each sample. Then the difference
(if any) between the initial and final vials of standardwster was applied to each sample as a linear function of
elapsed run time. The corrected salinity data was then incorporated into the cruise database.

CTD salinities on P18-2007/8 started ©f003 lov compared to P18-1994 deep data, and bottle salinities 0.003-4
high over the duration of the cruiseA second Autosal was set up partway through the figstdeverify that the
primary Autosal vas working properlyand the replicates agreed well. Comparisons of I9N and P18 with historical
data (both recent cruises used the same standamdisedSSW) batch) suggested that corrections to the IAPSO
standard semater batch and salinity values for P18-1994 all point to bottle salinities from this cruise being within
WOCE specs.

The latest IAPSO SSW comparison paperw}k@6] recommends a +0.0020 correction to batch P-114 (used on
P18-1997) and related salinity data, based on using recent batches with bettelysasdrac'standards”. The
P18-2007/8 SSW batch P-147 was ngilable at the time the paper was written. Hoarebatch P-147 was also

used during 18S/I9N in 2007. After applying thevikmo et al. suggested +0.0006 correction for SSW batch P-126

to I9N-1995 data, 19N-2007 salinity data are +0.0005 to +0.001 higher than 1995 data. Personal communication
with the author [Keva07] confirmed that batch P-147 has been recently analyzed,arahts a -0.0005 correction

when compared with other recent standards.

If standard batch corrections were applied to P18-2007/8 and P18-1994 data, the residual deep salinity difference
between the tav P18 cruises (2007/8 minus 1994) wouldieto +0.001, suggesting that P18 bottle salinity data are
within WOCE specifications af0.002.

Laboratory Temperature

The temperature in the salinometer laborataayied from 22.5 to 23.5°C during the cruise. The air temperature
change during anparticular run waried from -0.5 to +0.5°C. The only exception was during the analysis of
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salinities for stations 168 and 169: the laboratory temperature didtelédrom the ideal range due to Bro air
conditioner failure, rising to just belo26°C.

3.18. Density Sampling

Density samples were taken approximatelgre 5 degrees of latitude on g and at a higher resolution on 4 &.

(Stations 2, 8, 17, 26, 34, 44, 55, 67, 76, 84, 110, 120, 128, 134, 140, 149, 157, 165, aeeyh#)n bottles were

drawn from each cast of 36 and 24 Niskins. The samples were drawn through a teflon tube to the neck of 125 mL
HDPE bottles. These samples will be analyzed for density and re-analyzed for salinity back in Miami.

4. Underway Measurements

The shipboard computing system (SCS) logs all data routinely acquired by the permanent shipboard sensors
including TSG, rain, meteorological parameters, and ship speed and course. The data are logged at 30-second
intervals and arevailable from the chief scientist.

Weather observations (ship position, cloudre@oand type, visibility wind speed and direction, sea stat@vev
height and direction, surface water temperature, atmospheric pressure, and wet ard diytemperature) were
recorded manually at hourly intervals by the bridge and during eatiiodast. Copiesf these data log sheets are
available from the Chief Scientist.

The following underway measurements were recorded at intervals of 30 seconds using the SCS. 'Output’ is the file
name of the stored data.

Output: POSITION

Date, Time

Position (Latitude, Longitude)
Gyro (Degrees)

Speed wer ground (SOG)
Course wer ground (COG)

Output: TSG

Thermosalinograph (TSG):
Temperature
Conductivity
Salinity

IMET SST

Fluoro-Val

Output: WIND

IMET Relatve Wind Speed?
Relatve Wind Direction2

IMET True Wind Speed?2
True Wind Direction2

Output: WX-OBS
IMET Relatve Humidity
Temperature
Shortwave
Longwave
Baro-Corrected Sea kel Pressure
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Output: RAIN
IMET Rainl: Stb02
Rain2: Port02
Rain3: Stbd03

Precip (mm/hr)

4.1. UnderwaypCQO2 System

During the CLNAR P18 cruise, an automated underw@ppsystem from AOML vas situated in the Hydro Lab

aboard the R/V Ronald H. Brm. Thissystem has been collecting data on theaBrsince 1999. The system runs

on an hourly cycle during which 3 gas standards, 3 ambient air samples, and 8 headspace gas samples from the
equilibrator are analyzed (see table 4.1.0). The standmdsgused on this cruise were serial numbers CA6745
(289.06 ppm), CA5398 (370.90 ppm), and CA6352 (514.29 ppm)y Weee purchased from NOAA/ESRL in

Boulder CO and are directly traceable to the WMO scale.

Table 4.1.0Hourly sampling cycle for the underwag@, system (version 2.5).

Minutes after the Hour  Sample
4 Low gandard
8 Mid standard
12 High standard
16.5 Water (= headspace of equilibrator)
21 Water
25.5 Water
30 Water
34 Air (marine air from the b line)
38 Air
42 Air
46.5 Water
51 Water
55.5 Water
60 Water

The system uses an equilibrator based on a design by Weiss wheree ssefvater from the bw intake is
equilibrated with headspaceg Theapproximate wlume of the equilibrator is 15 liters, about half of which is
filled with seavater. The approximate flw rate through the equilibrator is 10 - 12 liters per minute.

The equilibrator headspace is circulated through a LI-COR® model 6251 non-dispefirsired analyzer (IR) and
then returned to the equilibratowwhen ambient air or standardgyis analyzed the output of the LI-COR® sample
cell is vented to the lab rather than the equilibrafidre system uses a KNF pump towdrar from the bav mast
through 100 meters of 0.95 cm OD Dekoron® tubing at a rate of 6 - 8 liters per minfitier of glass wool at the
intake prevents particles from entering the gas streafw.o glass condensors chilled to 1°C after the pumps vemo
water vapor from the headspace and ais gtreams.A column of magnesium perchlorate downstream of the
condensors renves any residual water vapor Fifteen seconds before the end of each measurement phase
(headspace, aior gandard gas), gas flois sopped to allaw the sample cell of the IR analyzer to reach ambient
pressure and the measurements are taken 10 seconds after the gasdfped.

A custom deeloped program running under LabVIEW controls the system and graphically displays the results. The
program records the output and temperature of the LI-COR®, the watertfile gas flows, the equilibrator
temperature, the barometric pressure, the GPS position and the temperature and salinity from a Sea-Bird Micro
TSG® located in the sink in the Hydro Lab in addition teesa other sensors. It writes all of this data to the output

file at the end of each measurement phdse details of the instrumental design can be found in Wanninkhof and
Thoning [Wann93], Het al.[Ho97], and Feelet al.[Feel98].

Coming out of San Diego, air values were running about 15 - 20 ppm highexfientesl. Sincéhe operator was
also irvolved in collecting and analyzing discrete@ samples, minimal time was allotted to troubleshooting the
problem. Eentually it was determined that the solenoid gakhich stops the gas flobefore measurements are
recorded had failed and that standaes dlov was insufficient to flush out the sample cell of the IR analyzer,
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resulting in bad calibration cueg. for these reasons, data before January 9th are not cosiece gas flor of
ambient air and headspace gas was adequate for the entire cruise, it may be possible to correct the data at a later
date.

5. Drifter deployment

A total of twelhe SVP drifters and fie SYP-barometer drifters provided by the Global Drifter Program were
deplojed during the cruiseTen SVP drifters were deployed duringdel. Two SVP drifters and fie S/P-
barometer drifters were deployed during B The SVP-barometer drifters were those deployed at and souBof

S. Onboth lggs of the cruise each drifter was rerad from its plastic packaging immediately before deployment,
and on lg 2 the magnet was also rexenl from the drifter just before deptment. During lg 1, difters were
deployed after the completion of the CTD station closest to the targetyshegid location, the ship re-positioned for
the transit to the next station. Once the shis we-positioned and gan seaming atll knot, the drifter was thrown

off the fantail of the ship. Onde2, ome drifters were deployed from the fantail during steaming between stations
to deply them closer to the target deployment locations. The time and position of each driftgmueylavas
recorded and transmitted via e-mail to shaun.dolk@noaa.go

The following seenteen drifters were deployed:

Float Date Time (UTC) Latitude Longitude

ID mm/dd/yy hh:mm DDmm.mm N/S DDD mm.mm E/W
71470 12/30/07 07:40 0000.02 S 109 58.076 W
71467 01/01/08 05:36 0300.94 S 110 00.00W
71471 01/04/08 19:22 0639.727 S 107 40.837 W
71468 01/06/08 11:31 0909.982 S 104 10.424 W
71469 01/08/08 09:02 1220.082 S 102 59.952 W
71466 01/09/08 22:51 1515.025 S 103 00.024 W
71465 01/11/08 12:32 1809.487 S 103 00.042 W
71464 01/13/08 04:34 2105.043 S 102 57.993 W
71463 01/15/08 17:43 2400.308 S 103 00.062 W
71462 01/16/08 10:33 2655.019 S 103 00.007 W
71454 01/23/08 22:36 3002.280 S 103 00.005 W
71456 01/25/08 05:08 3250.984 S 103 00.003 W
70933 02/03/08 05:55 4959.104 S 103 00.004 W
70937 02/05/08 06:05 5402. S 102 59.837 W
70928 02/06/08 12:40 56049 S 103 00.020 W
70929 02/09/08 07:00 6058.862 S 103 00.000 W
70934 02/12/08 09:21 6550.590 S 103 00.004 W

6. Argo Float Deployments

Twenty-four Webb Research Corporation APEX profiling CTD floats were launched during this cruise at the request
of Argo PI Dr. Gregory C. Johnson of NOAA/PMEL(Gregory.C.Johnson@noaa.gov).

Eight floats were launched duringylé and another sixteen duringge. These floats are part of the Argo array

global network of > 3000 profiling floats. The floats are designed to sink to a depth of about 100Qrmhe lukeift

freely at depth for about 10 days before sinking to 2000m, and then immediately rising to dlke, szoflecting

CTD data as therise. Conductivitytemperature, and pressure (hence salinity) are measured and recorded at about
73 levels during each float ascent. At the surface, before the nextbaigns, the acquired data are transmitted to
shore via satellite, and location fixes for the floats are estimated by safBtiéaypical life time of the floats in the

water is[#4 years. Informatioron the floats depi@d during this cruise and other PMEL floats can be found on the
PMEL Argo float web pageéhttp://floats.pmel.noaa.gov/All Argo float data are made publiclywalable on the

web in real-timghttp://www.usgodae.org/argo/argo.html).

All floats were cheodd in the shi laboratory and startedl-2 hours before deployment by passing a magvat o

the reset’ area of the float. Detailed logs of each float startup were kept and returned to PMEL. Each float was
launched by carefully lowering it into theater using a hand-held line. Deployments were done after the
completion of a hydrocast, immediately after the ship had turned to the course needed to proceedttstétiome
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and had bgun steaming dfil kt. All floats were deplged successfullyFollowing each deployment, an e-mail was
sent to pmel_floats@noaawto report the float ID numbefloat reset time, exact float depfoent time and
location, closest CTD station numband deployer name(s).

Argo float deployment information is summarized in the tablevbelo

Float Time(UTC) Date Latitude Longitude

ID hh:mm mm/dd/yy DDmm.mmm N/S DDD mm.mmm E/W
3508 08:27 12/18/07 229.808 N 111 00.058 W
3006 08:14 12/19/07 2014.924 N 109 59.929 W
3403 07:43 12/30/07 0M®0.012 S 109 58.001 W
3362 00:54 12/31/07 09.879 S 109 59.987 W
3507 05:00 01/12/08 190.034 S 103 00.073 W
3389 04:37 01/13/08 2105.101 S 102 59.985 W
3347 02:39 01/14/08 250.063 S 103 00.010 W
3398 01:10 01/15/08 2434987 S 103 00.066 W
3392 20:36 01/23/08 299,992 S 102 59.946 W
3505 22:02 01/24/08 3210.074 S 102 59.931 W
3509 17:32 01/25/08 3%4.791 S 102 59.849 W
3394 18:25 01/26/08 3615.002 S 102 59.919 W
3361 14:07 01/27/08 380.293 S 102 59.462 W
3506 12:24 01/28/08 3%5.125 S 103 00.052 W
3395 18:05 01/29/08 4204958 S 103 00.056 W
3396 16:20 01/30/08 439.909 S 102 59.965 W
3390 21:47 01/31/08 4610.096 S 102 59.788 W
3391 20:28 02/01/08 454991 S 102 59.981 W
3359 03:.01 02/03/08 4910.054 S 102 59.799 W
3397 10:20 02/04/08 5159.980 S 103 00.022 W
2398 05:44 02/05/08 5314981 S 102 59.924 W
3387 12:21 02/06/08 5@4.977 S 103 00.020 W
3386 10:41 02/07/08 575.007 S 102 59.960 W
3385 16:14 02/08/08 5%5.164 S 102 59.778 W

7. XBT Deployments

XBTs provided by Prof. Dean Roemmich of SIO were dropped during the cruise for purposehiafieg fall rate
errors in the equations used to eem the time elapsed since an XBT enters the water to ddith.goals of this
study designed by DrGregory C. Johnson of N@A/PMEL, are to assess possible variations in the XBT fall rate
equation as a function of ship speed and towallomparison of co-located XBT and CTD temperature-depth
profiles.

The study design called for dropping three XBTs before and duringlaatiselected CTD stationsThe first XBT

was dropped as the ship passegothe station location at cruising speed, typically 12 or 9 Rffter the full XBT
trace was collected, the ship turned and headed baekdidhe station location. As the ship approached the station
for the second time and sked, with a heading adjusted to that for the CTD deployment, a second XBT was
dropped. Thehird XBT was dropped as the CTDaw being depled. Sometimegailed XBTs or operator error
resulted in deviations from this procedure. Most of the XBiere Sippican "Deep Blue" modelgjtithe XBT'’s

with 7 digit S/Ns starting in ‘02’ were Sippican "T4" models, vintage 1968. Durmg lanly the last fie dgits of
probe serial numbers were recorded, and duriggléhe last seen digits were recorded. Also, differences in use
of the XBT acquisition program duringgel and 2 appears to kia resulted in different files being arebd for the
drops. TheXBT drop times and dates listed belare from the XBT acquisition computeand generally agree to
within about one minute of those recorded in the sHga, when XBT drop times and locations were recorded in
the log. The drop locations and ship speeds are extracted frora €Rf’ data assuming that the computer times
are correct.

The times and locations of the XBT drops aneegibelow. Further information on this study can be obtained from
Gregory C. JohnsofGregory.C.Johnson@noaa.gov).
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CTD XBT Dropdate Tme Latitude Longitude Speed
Stn# S/N mm/dd/yy hh:mm DeMin N/S Deg Min E/W Knots  Filename
11 14634 12/19/07 22:48 129.7000 N 11000.0047W 12.4 X071219NO01.txt
11 14635 12/19/07 22:52 129.1794 N 10959.8669W 6.3 X071219N02.txt
11 14636 12/19/07 23:08 129.9012 N 110 00.0079 W 0.3 X071219N03.txt
15 14631 12/20/07 22:37 169.8732 N 110 00.0037 W 8.7 X071220N01.txt
15 14632 12/20/07 22:54 169.9845N 10959.9942W 0.4 X071220N02.txt
15 14633 12/20/07 23:06 169.9857 N 109 59.9948 W 0.3 X071220N03.txt
18 14625 12/21/07 19:29 124.8437 N 110 00.0051W 7.0 X071221N01.txt
18 14626 12/21/07 19:48 1249921 N 110 00.0159W 0.3 X071221N02.txt
18 14627 12/21/07 20:03 1249956 N 110 00.0126 W 0.4 X071221N03.txt
18 14628 12/21/07 20:06 124.9965N 110 00.0101W 0.6 X071221N04.txt
22 14629 12/23/07 00:41 1P4.7305 N 110 00.0050W 9.0 X071223N01.txt
22 14630 12/23/07 00:56 1P5.0072 N 10959.9948W 0.3 X071223N02.txt
22 19989 12/23/07 01:01 1P5.0054 N 10959.9904W 0.2 X071223N03.txt
24 19990 12/24/07 15:48 084.7522 N 110 00.0022 W 11.8 X071224N01.txt
24 19991 12/24/07 16:05 085.0425 N 11000.0281W 2.5 X071224N02.txt
24 19992 12/24/07 16:10 085.0804 N 10959.9805W 0.3 X071224N03.txt
32 19993 12/25/07 20:49 084.8607 N 110 00.0039W 11.5 X071225N01.txt
32 19994 12/25/07 20:57 084.6250 N 109 59.6333W 6.2 X071225N02.txt
32 19995 12/25/07 21:03 084.9711 N 109 59.9498 W 2.2 X071225N03.txt
36 19996 12/26/07 22:58 039.7614 N 11000.0031W 11.9 X071226N01.txt
36 19997 12/26/07 23:13 000.0253 N 10959.9882W 0.2 X071226N02.txt
36 19997 12/26/07 23:18 000.0248 N 10959.9877W 0.2 X071226N03.txt
41 19999 12/28/07 23:51 029.7930 N 10959.9975W 7.8 X071228N01.txt
41 20000 12/29/07 00:05 029.9406 N 11000.1123W 4.0 X071229N01.txt
41 19893 12/29/07 00:11 0B30.0020 N 11000.0430W 1.0 X071229N02.txt
46 19894 12/30/07 15:30 04@0.1192S 11000.0028 W 9.2 X071230N01.txt
46 19895 12/30/07 15:49 0@0.0287 S 11000.0758 W 0.6 X071230N02.txt
46 19896 12/30/07 16:05 0@0.0480S 11000.1525wW 1.2 X071230N03.txt
50 19897 12/31/07 19:19 030.1821S 11000.0033W 7.3 X071231N01.txt
50 19898 12/31/07 19:35 029.9804 S 10959.9900W 0.9 X071231N02.txt
50 19899 12/31/07 19:54 029.9160S 11000.0014W 0.5 X071231N03.txt
53 19900 01/01/08 14:08 060.1936 S 110 00.0037 W 11.3 X080101NO1.txt
53 19901 01/01/08 14:27 039.9797S 11000.1285W 0.4 X080101NO02.txt
53 19902 01/01/08 14:37 059.9778 S  11000.1297W 0.3 X080101NO03.txt
59 19903 01/04/08 15:55 040.1056 S 107 40.3893 W 12 X080104N01.txt
59 19904 01/04/08 16:09 089.9263S 107 40.7150W 0.1 X080104N02.txt
59 19749 01/04/08 16:17 089.9285S 107 40.7142W 0.4 X080104NO03.txt
66 19750 01/06/08 15:10 085.0943S 103 35.0708 W 11.8 X080106N01.txt
66 19751 01/06/08 15:23 084.9551 S 10335.2601W 1.9 X080106N02.txt
66 19752 01/06/08 15:32 084.9350S 103 35.2700W 0.4 X080106N03.txt
70 19753 01/07/08 22:06 1845.1775S 103 00.0055 W 8.9 X080107NO01.txt
70 19754 01/07/08 22:18 1249911 S 103 00.0332W 0.4 X080107N02.txt
70 19755 01/07/08 22:24 134.9928 S 103 00.0361W 0.3 X080107NO03.txt
101 0111111 01/23/08 17:31 289.9917S 10259.9273W 1.0 P180712r_008.SR
102 0019758 01/23/08 23:35 3@5.2092S 103 00.0036 W 11.9 P180712r_009.SR
102 0019760 01/23/08 23:46 3@5.1544S 10259.8634W 6.5 P180712r_010.SR
102 0019756 01/23/08 23:53 3@4.9909S 10300.0335W 0.4 P180712r _011.SR
103 0020001 01/24/08 05:50 300.3517S 103 00.0044 W 11.5 P180712r _012.SR
103 0020002 01/24/08 06:00 369.9979S 103 00.0173W 0.6 P180712r_013.SR
103 0102003 01/24/08 06:05 369.9964S 103 00.0162W 0.5 P180712r_014.SR
104 0020004 01/24/08 12:06 385.1922S 103 00.0037 W 12.0 P180712r _015.SR
104 0020006 01/24/08 12:22 385.0216 S  10259.9965W 3.6 P180712r_016.SR
104 0020007 01/24/08 12:30 3B4.9556 S 103 00.0300W 0.4 P180712r_017.SR
105 0020011 01/24/08 18:43 320.5664 S 103 00.0037 W 11.6 P180712r _018.SR
105 0020011 01/24/08 18:59 320.0135S 10259.9669W 0.4 P180712r_019.SR
105 0209875 01/24/08 19:03 320.0110S 10259.9671W 04 P180712r_020.SR
106 0019805 01/25/08 01:18 325.4658 S  10259.9982W 10.4 P180712r _021.SR
106 0020010 01/25/08 01:32 3249254 S  10259.9730W 0.3 P180712r_022.SR
107 0209881 01/25/08 07:55 320.0551S 10300.0631W 0.4 P180712r_023.SR
108 0019799 01/25/08 14:03 335.3152S 103 00.0037 W 11.7 P180712r _024.SR
108 0019800 01/25/08 14:16 3549003 S 10259.9717W 4.1 P180712r_025.SR
108 0209884 01/25/08 14:29 354.8183S 10259.8607W 0.6 P180712r_026.SR
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CTD XBT Dropdate Tme Latitude Longitude Speed

Stn# S/N mm/dd/yy hh:mm DeMin N/S Deg Min E/W Knots  Filename

109 0019806 01/25/08 20:46 329.9995S 103 00.0051W 113 P180712r_027.SRP
109 0019807 01/25/08 20:58 329.9260S 10259.9913W 55 P180712r_028.SRP
109 0209885 01/25/08 21:07 329.6382S 10300.1097W 0.4 P180712r_029.SRP
110 0019801 01/26/08 03:03 365.1816 S 103 00.0040 W 12.0 P180712r_030.SRP
110 0019802 01/26/08 03:16 365.0487 S 103 00.0410W 0.9 P180712r 031.SRP
110 0209882 01/26/08 03:21 365.0490S 103 00.0410W 0.7 P180712r_032.SRP
111 0019803 01/26/08 09:15 380.4052S 103 00.0041W 114 P180712r_033.SRP
111 0019804 01/26/08 09:30 380.0522S 10259.9582W 55 P180712r_034.SRP
111 0209879 01/26/08 09:38 389.9882S 103 00.0341W 0.6 P180712r_035.SRP
112 0014820 01/26/08 15:50 385.0043S 10259.9888W 2.7 P180712r_036.SRP
113 0014824 01/26/08 21:27 360.3723S 103 00.0021W 11.6 P180712r_037.SRP
113 0014828 01/26/08 21:43 360.0044S 10259.9961W 0.7 P180712r_038.SRP
113 0209886 01/26/08 21:47 360.0064S 103 00.0005W 0.6 P180712r_039.SRP
114 0014823 01/27/08 03:57 325.3091S 103 00.0043W 11.8 P180712r_040.SRP
114 0014827 01/27/08 04:10 325.0469S 10259.9686W 0.8 P180712r_041.SRP
115 0014818 01/27/08 10:16 380.2958 S 103 00.0047 W 12.1 P180712r_042.SRP
115 0014819 01/27/08 10:29 380.0772S 10259.9520W 6.4 P180712r_043.SRP
115 0209880 01/27/08 10:47 380.0423S 103 00.0119W 0.6 P180712r_044.SRP
116 0014822 01/27/08 17:12 3855659 S 103 00.0036 W 11.8 P180712r_045.SRP
116 0014817 01/27/08 17:25 385.0056 S 10259.9571W 0.5 P180712r_046.SRP
116 0209883 01/27/08 17:28 385.0066 S 10259.9625W 0.6 P180712r_047.SRP

8. TAO Buoy Operations
Visits were made to the follang 8 sites to serviceAD buoys. Thepositions shown are nominal.

Table 8.0TAO Buoy Sites Visited

Nominal  Nominal Actvity

Latitude  Longitude at Bug Site

8°N 110°W ATLAS Service SSC/ wind

5°N 110°W ATLAS Visit

2°N 110°W ATLAS Recwer/Deploy (1 yr Threshold)
0° 110°W ADCP Recwer/Deploy (1 yr Threshold)
0° 110°W ATLAS Service AT/RH, SSC

2°S 110°W ATLAS Service Wind, AT/RH

5°S 110°W ATLAS Deploy

8°S 110°W ATLAS Deploy

All but the 5°N 110°W and 8°S 110°W buste were located close to the P18 section and the deep CTD casts made
as part of the P18 lineag used as the reference stations for thgsudhe8°S 110°W required a steam of about 12

hrs each way from the P18 liné separate CTD cast (997) to approximately 1000 meters depth was made about 1
mile avay from the bug site.

Details on RO Buoy activities during P18 arevailable athttp://ndbc.noaa.ga



-51-

9. Appendix: Bottle Data Quality Code Summary and Comments
This section contains WCE quality codes [Joyc94] used during this cruise, and remayaslirg bottle data.

Table 9.0P18 Water Sample Quality Code Summary

Property 1 2 3 4 5 6| 7| 8] 9| Total
Bottle 0 | 5533 25 71 0 00| 0| 2| ®B31
Bertic 489 0 0 0 0 o|jo0o|l0]|oO 89
CDOM Abs.@325nm 0 | 1359 61 0| 250 00| 0| 0] ®70
CDOM Abs.@340nm 0 | 1344 74 2 | 250 00| 0| 0] ®70
CDOM Abs.@380nm 0 | 1235 96 89 | 250 0| 0| 0] Of| B70
CDOM Abs.@412nm 0| 1131 | 108| 181 | 250 0| 0| 0] O| B70
CDOM Abs.@443nm 0 622 | 360 438| 250 O | 0| O] O HB70
CDOM Abs.@490nm 0 300 | 163 957| 2500 O | O] O| O ®70
CDOM Abs.@555nm 0 235 29 | 1156 | 250 0| 0| 0] O| B70
CDOM2c 60 0 0 0 0 o0l 0]O0 &
CDOM3c 18 0 0 0 0 o0l 0]O0 B
CDOM s, 0 675 | 598 108 289 0| 0| 0| 0| B70
CDOM Sy 0 776 | 489 116 289 0| 0| 0| 0| B70
Chlorophyll a 0 532 0 0 5 ojo0|0|O B7
POC 42 0 0 0 0 ool 0]| o0 L
CFC-11 0| 2874 53 17 29| 163 | 0| O] 1| 3137
CFC-12 0| 2878 47 18 29| 164 | 0| O] 1| 3137
CCl, 0 7 7 | 3095 27 0| 0| 0] 2| 337
SFs 0 | 2760 60 16 29| 152 | 0| 0| 1| 3018
Density 331 0 0 0 0 ool 0] o0 31
DIC 0 | 4116 11 15 8| 531| 0| 0| 3| 4684
DOC 2796 0 0 0 0 0|0 | 0| O} Z9%
3He 703 1 0 0 1 o|jo0o|l0]|oO 05
Tritium 641 0 0 0 0 ojo0oj0}| O &1
BN/ B0 1517 0 0 0 0 0|0 0| 0} 17
Nitrate 0| 5271 5 31| 40| 227| O| O] 1| 557%
Nitrite 0 | 5241 36 65 4| 228 0| 0| 1| 5578
Phosphate 0 5304 4 32 4] 230 | 0| 0| 1| 5575
Silicic Acid 0 | 5305 4 32 41 229 | 0| O] 1| 5575
ONAR 163 0 0 0 0 ool 0]| o0 63
0, 0| 5422 | 108 34 15 0| 0| 0] 1| %80
pCO, 0 | 1046 | 132 4 0 91| 0| O] Of 1273
pH 0 | 3926 54 28 18| 477 | 0| 0| 1| 4504
Salinity 0| 5423 | 123 33 5 00| 0| 1| =85
32gi 88 0 0 0 0 o|jo0o|l0]|oO 8
Total Alkalinity 0 | 3482 | 166 102 135 346 0 0 P 4283

Comments from the Sample Logs and the results of STSKIREstigations are included in this report. Units used
in these comments are degrees Celsius for temperature, PSS-78, salinitycromoles/kg for oxygen and nutrient
data. Thesample number is the cast number times 100 plus the bottle number.
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Table 9.1P18 Bottle Quality Codes and Comments

Station Sample

Quality

/Cast No. Property Code Comment

11 112 02 2 02vwalue 5-10% high vs CTDO2 on Stas.1, 15-18, 20% on Sta.21 (in min.): 2
rosettes/Niskins, same O2 flask 13. Replicate sample from Flask 14 ok, use (
from flask 14. Code acceptable.

2/1 103 Bottle 3 Leak from bottom endcap.

4/1 111 Nitrite 5  Nutrient sampler bottle emptsample lost.

4/1 111 Nitrate 5 Nutrient sampler bottle emptsample lost.

4/1 111 Phosphate 5 Nutrient sampler bottle emptsample lost.

4/1 111 Silicate 5 Nutrient sampler bottle emptsample lost.

4/1 124 Bottle 3 Leaked from endcap, due to tie-down strap.

4/1 124 02 9 02 not sampled due to endcap leak.

6/1 121 02 5 Program error during titration, O2 sample lost.

6/1 122 CTDS2 3 CTDT2/C2 drifts/spikes at trip, code CTDS2 questionable.

6/1 122 CTDT2 3 CTDT2/C2 drift/spile at tip, code CTDT2 questionable.

7/1 ALL - End standard for Stations 7-8 Salt Analysis appears high. Salinity-CTDS diffe
abnormally low; used start standard for station 9, 40 minutes dastegw end
standard. Salinitys nov acceptable.

7/1 101 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 101 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 102 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 102 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 103 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 103 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 104 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 104  Salinity 3 Salinity high vs CTDS, code questionable.

7/1 104  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 105 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 105  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 106 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 106  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 107 pCO2 2 pCO2 sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 107 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 107  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 108 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 108 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 108  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 109 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 109 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 109  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 110 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 110 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 110  TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 111 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 111 02 2 02 sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 111 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 111 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 112 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 112 02 2 02 sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 112 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 112 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

D2 value

fences
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Station Sample Quality

/Cast No. Property Code Comment

7/1 113 DIC 2 DIC sampling delayed 20-30 mins. for boom retraction problem/tepair

7/1 113 02 2 02 sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 113 pH 2 pH sampling delayed 20-30 mins. for boom retraction problem/repair.

7/1 113 TAIk 2  TALK sampling delayed 20-30 mins. for boom retraction problem/repair.

8/1 ALL - End standard for Stations 7-8 Salt Analysis appears high. Salinity-CTDS diffefences
abnormally low; used start standard for station 9, 40 minutes éastegw end
standard. Salinitys nov acceptable.

8/1 103 Bottle 3 Bottom endcap leaking, closed vent between samples to pragser.

8/1 122 Bottle 2 Niskin ran out of water as last sampler finished.

9/1 101 Bottle 3 Leaks at bottom seal.

9/1 103 Bottle 3 Leaks at bottom seal.

9/1 107 Salinity 3 Salinity low vs CTDS, code questionable.

12/1 113  Bottle 2 3He sampler tube leaked, sample lost (code 5).

12/1 124  Bottle 4 02 drav Temp same as 500db bottle; lower lanyard unclipped, upper lanyard
wrapped around rosette. No samples drawn after DIC. Code as mis-trip.

12/2 124 02 9 Sample drawn, but discarded after it was determined bottle probably mis-tripp

13/1 101  Bottle 2 Bottom cap leaks a little.

13/1 101 pH 2 pHcell 1 broken, duplicate drawn in cell 25.

13/1 109 02 3 02 value 2 umol/kg high vs CTDO2, Nutrients/Salinity ok. Code questionable

14/1 101  Bottle 3 Bottom cap leaks (slow).

14/1 102  Bottle 2 Spigot pin missing.

14/2 120 02 2 02 Drav Temp not recorded, sample cop did not hear the reading. Use 18 de
based on CTD in situ Temps andwlraés of rearby niskins.

14/1 124  Bottle 2 Niskin opened/sampled before gases sampled; gases did not sample immedi
afterward.

15/1 101  Salinity 3 Salinity value high vs CTDS. Code questionable.

15/1 102  Salinity 3 Salinity value high vs CTDS. Code questionable.

15/1 103  Bottle 3 Leaking from bottom cap. No samples taken.

15/1 104  Bottle 4 O2 Drav Temp 15 deg.C higher than expected; salinity, lautrients not drawn.
Code as mis-trip.

151 104 02 4 02 value + Drav Temp indicate water from thermocline, not 2900+db; bottle m
tripped. Code bad.

15/1 104  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

15/1 105 Bottle 4 02 Drav Temp 4 deg.C higher than expected, salinity, lautrients not drawn. Co
as mis-trip.

151 105 02 4 02 value + Drev Temp indicate water from O2 min, not 2700+db; bottle mis-
tripped. Code bad.

15/1 105  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

15/1 108 Bottle 4 02 Drav Temp 3 deg.C higher than expected, salinity, lautrients not drawn. Co
as mis-trip.

151 108 02 4 02 value + Drev Temp indicate water from O2 min, not 2100+db; bottle mis-
tripped. Code bad.

15/1 108  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

15/1 110 Bottle 4  O2 Drav Temp 19 deg.C higher than expected, salinity, lmitrients not drawn.
Code as mis-trip.

151 110 02 4 02 value + Drav Temp indicate water from surface, not 1700+db; bottle mis-tri
Code bad.

15/1 110  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

151 112 02 3 02 value 5-10% high on Stas.1, 15-18, 20% on Sta.21 (in min.): 2 rosettes/Ni

same O2 flask 13. Replicate test on Sta 26 was also highyeefiessk 13 from
sampling lineup. Code questionable.
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Station Sample Quality

/Cast No. Property Code Comment

15/1 115 Bottle 3 Leaking from bottom cap.

151 115 02 3 02 walue +3.3umol/kg compared to CTDOZ2, salinity ok, no nutrients drawn. Lé
may hae dfected gas samples: Code questionable.

15/1 119 Bottle 4 Niskin did not trip, no samples.

15/1 122  Bottle 3 Leaking from bottom cap.

15/1 124 CTDS2 4 CTD-C2 sensor cut out, value bad/lost.

15/1 125 CTDS2 4 CTD-C2 sensor cut out, value bad/lost.

15/1 126 CTDS2 4 CTD-C2 sensor cut out, value bad/lost.

15/1 127  Bottle 3 Niskin not air-tight: vent ok, possibly top cap? Only DON, salinity sampled.

15/1 128  Bottle 3 Leaking from bottom cap, no water to sample.

15/1 135 Bottle 3 Leaking from bottom cap, almost no water to sample. Only DON, salinity sam

16/1  ALL - altimeter erratic: stop approx. 30m akdottom. Used1.5m height abee bottom
at btl.1 (from SBE raw/hedata).

16/1 101  Bottle 3 Leaking (drip) from bottom cap.

16/1 101  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 102  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 103  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 104  Bottle 4  O2 Drav Temp only 1 deg.C higher tharpected. O2/SiOBw; NO3/PO4 high.
Code as mis-trip.

16/1 104  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 104  Nitrate 4  SiO3 lav, NO3/P0O4 high; bottle mis-tripped. Code bad.

16/1 104 02 4 02 value indicates water from approx. 1300db, not 3000db; O2 Deenp is only
deg.C high (1300db is 2 deg.C warmer than 3000db). Bottle mis-tripped, Cod

16/1 104 Phosphate 4 SiO3 lonv, NO3/PO4 high; bottle mis-tripped. Code bad.

16/1 104  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

16/1 104  Silicate 4  SiO3 lov, NO3/PO4 high; bottle mis-tripped. Code bad.

16/1 105  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 106  Bottle 3 Leaking (drip) from bottom cap.

16/1 106  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 107  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 107  Salinity 3 Salinity value high vs CTDS. Code questionable.

16/1 108  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 108  Salinity 3 Salinity value high vs CTDS. Code questionable.

16/1 109  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 110 Bottle 4 02 Drav Temp 11-12 deg.C higher than expected, samples drawn anywaysv,Q
nutrients lav. Code as mis-trip.

16/1 110  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 110  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 110 02 4 02 value + Drev Temp indicate water from thermocline/aleal00db, not 1800db.

16/1 110 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 110  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

16/1 110  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 111  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 112  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 112 02 3 02 value 5-10% high vs CTDOZ2 on Stas.1, 15-18, 20% on Sta.21 (in min.): 2
rosettes/Niskins, same O2 flask 13. Replicate test on Sta 26 was also higledre
flask 13 from sampling lineup. Code questionable.

16/1 113  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 114  Bottle 2 Niskin missing safety pin on collar.

16/1 114  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 115  Nitrite 4  Bubble in nitrite flovcell. Code bad.
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Station Sample Quality

/Cast No. Property Code Comment

16/1 116 Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 117 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 118 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 119  Bottle 4 O2 Drav Temp 9-10 dg.C higher than expected, samples drawn aygw O2 high
nutrients lav. Code as mis-trip.

16/1 119 Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 119  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 119 02 4 02 value + Drev Temp indicate water from thermocline/aleol00db, not 700db.
Code bad.

16/1 119 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 119  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

16/1 119  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

16/1 120 CTDS2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 120 CTDT2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 120 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 121 CTDS2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 121 CTDT2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 121 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 122 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 123 Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 124 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 125 CTDS2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 125 CTDT2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 125 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 126 CTDS2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 126 CTDT2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 126 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 127 CTDS2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 127 CTDT2 4 CTD-T2 sensor cut out, value bad/lost.

16/1 127 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 128 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 128 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 128 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 129 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 129 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 129 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 130 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 130 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 130 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 131 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 131 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 131 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 132  Bottle 2 Spigot easy to open.

16/1 132 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 132 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 132 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 133  Bottle 2 Spigot easy to open.

16/1 133 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 133 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 133 Nitrite 4 Bubble in nitrite flovcell. Code bad.

16/1 134 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.
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16/1 134 CTDT2 4 CTD-T2 and CTD-C2 sensors cut outJue bad/lost.

16/1 134  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 135 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 135 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 135  Nitrite 4  Bubble in nitrite flovcell. Code bad.

16/1 136 CTDS2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 136 CTDT2 4 CTD-T2 and CTD-C2 sensors cut out, value bad/lost.

16/1 136  Nitrite 4  Bubble in nitrite flovcell. Code bad.

17/1 101  Bottle 3 Slav leak from bottom cap; bottom cap O-ring replaced after sampling.

17/1 104  Bottle 4 O2 Drav Temp 15 deg.C higher than expected; Code as mis-trip. All samples
discarded. Niskimeight and lanyard length adjusted after sampling to iagoro
tension.

17/1 110 Bottle 4  Niskin did not close, lanyard not released by carousel. Niskin height and lany|
length adjusted after sampling to impedension.

17/1 112 02 3 02 value 5-10% high vs. CTDO?2 on Stas.1, 15-18, 20% on Sta.21 (in min.): 2
rosettes/Niskins, same O2 flask 13. Replicate test on Sta 26 was also higledre
flask 13 from sampling lineup. Code questionable.

17/1 119 Bottle 2 Niskin height and lanyard length adjusted after sampling to imegemsion.

17/1 132  Bottle 2 Spigot is very loose.

17/1 135 Bottle 2 Spigot is loose.

18/1 106  Bottle 4  02/Si03/Salinity lav, PO4/NO3 high. Code as mis-trip.

18/1 106  Nitrite 4  SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 106  Nitrate 4  SiO3 law, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 106 02 4 02 value 30 umol/kg i@, same as water near 2200db, not 3150db; O2vJiemp
ok; bottle mis-tripped. Code bad.

18/1 106  Phosphate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 106  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

18/1 106  Silicate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 109 Bottle 3 Leal, only salt sampled: salinity ok.

18/1 110 Bottle 4  02/Si03/Salinity slightly lar, PO4/NO3/0O2 Drav Temp slightly high. Code as mj
trip.

18/1 110  Nitrite 4  SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 110  Nitrate 4  SiO3 lawv, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 110 02 4 02 value 10 umol/kg ls, same as water near 2100db, not 2300+db; O2vOemp
slightly high; bottle mis-tripped. Code bad.

18/1 110 Phosphate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 110  Salinity 4  Salinity slightly low; bottle mis-tripped. Code bad.

18/1 110  Silicate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

18/1 112  Bottle 2 Niskin spigot pushed in.

18/1 112 02 3 02 value 5-10% high vs. CTDO?2 on Stas.1, 15-18, 20% on Sta.21 (in min.): 2
rosettes/Niskins, same O2 flask 13. Replicate test on Sta 26 was also higledre
flask 13 from sampling lineup. Code questionable.

18/1 118  Bottle 4 02 Drav Temp 5 deg.C higher than expected; O2 slightly Balinity high,
nutrients lav. Code as mis-trip.

18/1 118  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

18/1 118  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

18/1 118 02 4 02 value 3 umol/kg b, near O2 minimum; nutrientsyo Draw Temp from 500db
shallower dso in O2 min, bottle mis-tripped. Code bad.

18/1 118 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

18/1 118  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

18/1 118  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.
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18/1 131  Salinity 2  Salt sampler bottle 931 did notvsaseal.

19/1 101 CTDS2 3 CTDC2 noise/spiking/d$ets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 102 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 103 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 104 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 105 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 106 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 106 02 5 Program error during titration, O2 sample lost.

19/1 107 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 107 02 2 Sample sat [open] awhile before titrating, while trying to get program running again.

19/1 108 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Zadbndary
pump changed after cast. Code CTDS2 bad.

19/1 109 CTDS2 3 CTDC2 noise/spiking/offsets on upcast, signal returned at deeper bottle stops.
Secondary pump changed after cast. Code CTDS2 questionable.

19/1 110 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 111 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 112 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 113 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 114 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 115 CTDS2 4  Seere CTDC2 noise/spiking/offsets on upcast, near-bottom to 3Z&dbndary
pump changed after cast. Code CTDS2 bad.

19/1 122 CTDS2 3 CTDT2/C2 sensors noisier in high gradient, probably from secondary pump
problems (changed after cast). Code questionable.

19/2 122 CTDT2 4 CTDT2/C2 sensors noisier in high gradient, probably from secondary pump
problems (changed after cast). Code questionable.

20/1 106  Bottle 2 Spigot dripping.

20/1 107 Bottle 2 Spigot dripping.

20/1 112 CTDS1 4 CTDC1 sensor offset low/noisy 670-350db upcast. CTD primary pump problems
started here. Code bad.

20/1 113  Bottle 2 Spigot dripping.

20/1 113 CTDS1 4 CTDC1 sensor offset low/noisy 670-350db upcast. CTD primary pump problems
started here. Code bad.

20/1 114 CTDS1 4 CTDC1 sensor offset low/noisy 670-350db upcast. CTD primary pump problems
started here. Code bad.

20/1 115 CTDS1 4 CTDC1 sensor offset low/noisy 670-350db upcast. CTD primary pump problems

started here. Code bad.

Salt bottle 123: no label.

CTDO2 value 13.5 umol/kgvovs O2, signal drops during bottom approach because

of primary pump problems. Code bad.

20/1 123  Salinity
21/1 101 CTDO

BN
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21/1 101 CTDS1 3 CTDC1 sensor soméhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lon 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 102 CTDS1 3 CTDC1 sensor somewhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lon 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 103 CTDS1 3 CTDC1 sensor somewhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lon 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 104 CTDS1 3 CTDC1 sensor somewhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lov 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 105 CTDS1 3 CTDC1 sensor somewhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lon 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 106 CTDS1 3 CTDC1 sensor somewhat noisy starting 3600db upcast, offset 2480-2280db, very
noisy/lon 2100-377db, often shifts back during bottle stops. CTD primary purm
problems. Code questionable.

21/1 107 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 108 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 109 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 110 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 111 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 112 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 112 02 3 02 value 5-10% high vs CTDO2 on Stas.1, 15-18; 20% on Sta.21 (in min.): 2
rosettes/Niskins, same O2 flask 13. Replicate test on Sta 26 was also higledre
flask 13 from sampling lineup. Code questionable.

21/1 113 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 114 CTDS1 4 CTDC1 sensor very noisy 2100-377db, ok starting 375db trip (niskin 15). CTO
primary pump problems. Code bad.

21/1 114  Salinity 3 Salinity slightly high vs CTDS. Code questionable.

21/1 122 CTDS1 3 CTDT1/C1 sensors noisier in high gradient, probably from primary pump prob
Code questionable.

21/1 122 CTDT1 4 CTDT1/C1 sensors noisier in high gradient, probably from primary pump prob
Code questionable.

22/1  ALL - Raining during sampling.

22/1 102  Salinity 3 Salinity value high vs CTDS, same as salt from niskin 1. Code questionable.

22/1 111  Salinity 3 Salinity value lav vs CTDS. Code questionable.

22/1 118 Bottle 2 Niskin top lid opened while checking niskin 19, sampled first/out of order: low¢
Draw Temp ok.

22/1 119 Bottle 4 Niskin did not trip

22/1 120 Bottle 4  O2 Drav Temp 2-3 deg.C higher than expected, samples drawnagsyvD?2 high,
nutrients/salinity lav. Code as mis-trip.

22/1 120  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.
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22/1 120 Nitrate 4 Nutrients lav, bottle mis-tripped.Code bad.

22/1 120 02 4 high O2 value + Dna Temp indicate water from surface, not 600Gbde bad.

22/1 120 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

22/1 120  Salinity 4  Salinity low; bottle mis-tripped. Code bad.

22/1 120  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

22/1 122 02 5 Sample discarded before analyzing. Code sample lost.

22/1 132  Bottle 2 Leaking from spigot during sampling.

22/1 136  Bottle 2 Ran out of water as last sampler finished.

23/1 104 Bottle 4  02/Salinity/SiO3 lav, NO3/PO4 high, O2 Dra Temp ok. Data indicate bottle
tripped near 2070dbCode as mis-trip.

23/1 104  Nitrite 4 SiO3 lov, NO3/PO4 high; bottle mis-tripped. Code bad.

23/1 104  Nitrate 4  SiO3 lav, NO3/P0O4 high; bottle mis-tripped. Code bad.

23/1 104 02 4  02/Si03 low; NO3/PO4 high; O2 DraTemp ok; bottle mis-tripped. Code bad.

23/1 104 Phosphate 4 SiO3 lov, NO3/PO4 high; bottle mis-tripped. Code bad.

23/1 104  Salinity 4  Salinity 0.017 lav, bottle mis-tripped. Code bad.

23/1 104  Silicate 4  SiO3 lov, NO3/PO4 high; bottle mis-tripped. Code bad.

23/1 106 02 3 02 value 2 umol/kg high vs. CTDO2. O2 Brdemp ok. Code questionable.

23/1 122  Bottle 4 Niskin did not trip.

24/1 101 02 3 02 value 2 umol/kg b vs CTDO2 and nearby casts. Code questionable.

24/1 111 02 3 02 value 7 umol/kg high vs CTDO2. Flask 52 O2 values 10-12% high for 5/7 casts
from stas.24-42, flask 52 replicate on sta.46 was 11% high; not usied &pde
guestionable.

24/1 114 02 3 02 value 16 umol/kg l@. Code questionable.

24/1 118 Bottle 4 O2 Drav Temp 14 deg.C higher tharpected. O2igh, nutrients ler. Code as
mis-trip.

24/1 118 DIC 9 Not sampled due to high O2 Dvalemp; sampler number and checkmark on sample
log, crossed df ater.

24/1 118  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

24/1 118  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

24/1 118 02 4 02 value + Drev Temp indicate water from thermocline/near-surface, not 870dp.
Code bad.

24/1 118 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

24/1 118  Salinity 4  Salinity -0.075 lav vs both CTDS values, bottle mis-tripped. Code bad.

24/1 118  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

24/1 118 TAIk 9 Apparently not sampled due to high O2 ®réemp; sampler number and checkmark
are on sample log.

24/1 129  Salinity 5 Salt bottle cracked, brekwith Autosal pressure. Sample lost.

25/1 116  Bottle 2 Possible sl leak.

26/1 109 Bottle 2 "Leak air and bottom cap"

26/1 116  Bottle 2 Leak bottom cap.

26/1 130 DIC 9 Apparently not sampled; sampler number and checkmark on sample log, crossed off
later.

26/1 130 02 2 Extra chemicals added during fixing, but O2 value agrees with CTDO2. Code
acceptable.

26/1 136 02 2 02 value 22 umol/kg l vs downcast CTDO2 at surface; drop in upcast CTDO2
evan lower, value ok?

271 102 02 3 02 value 4 umol/kg v vs CTDO2. Drav Temp ok, nutrients ok. Code questionable.

27/1 104  Bottle 2 Bottom cap leaks.

27/1 106 02 3 02 value 2.5 umol/kg high vs CTDO2. Wrdemp ok, nutrients ok. Code

questionable.
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271 109 02

27/1 109 TAlk

27/1 110
271 111
27/1 116
27/1 119
27/1 119
27/1 119
27/ 119
27/2 119
27/1 119
27/1 119
27/1 121
27/1 122
27/1 123
27/1 124
27/1 125
27/1 126
27/ 127
27/1 128
27/1 129
27/1 130
27/1 131
27/1 132
27/1 132
27/1 133
27/]1 134
27/1 135
27/1 135
27/1 136
28/1 104
28/1 105
28/1 111
28/1 119
28/1 133
28/1 136
29/2 206
29/2 209
29/2 211
29/2 222
29/2 223
29/2 224
29/2 225

CTDS1
CTDS1
02
Bottle

Nitrite
Nitrate
02
Phosphate
Salinity
Silicate
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
CTDS1
Bottle
CTDS1
CTDS1
CTDS1
Bottle
CTDS1
CTDS1
Bottle
02

02

Bottle
Bottle
02
02
02
02
Bottle

Bottle
Bottle

Bottle

3

AwppO

00U"Nhhmhhhmhhhhhhhhhhhhbhbbh

A WWWWN >

02 value 2 umol/kg high vs CTDO2. DralTemp ok, nutrients ok. Code
guestionable.

Sample log shows sample drawn, buten@nalyzed. Codsample lost.
CTDCL1 sensor offsetsw) 2360-2030db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswy 2360-2030db; probably sensor fouling. Code bad.
02 value 4 umol/kg v vs CTDO2. Drav Temp ok, nutrients ok. Code questiong
02 Drav Temp 3 deg.C higher than expected; O2/nutrients $alinity high. DIC
sample discarded, drawn from niskin 20 instead. Code as mis-trip.

Nutrients lav, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

Lov O2 value + Drav Temp indicate water from near 300db, not 75@tixle bad.
Nutrients lav, bottle mis-tripped. Code bad.

Salinity high, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
Bottom cap leaks with vent open.

CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
Bottom cap leaks with vent open.

CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
CTDCL1 sensor offsetswg 570-125db; probably sensor fouling. Code bad.
Leaking from bottom cap.

Program error during titration, O2 sample lost.

02 value 8 umol/kg high vs CTDO?2. Flask 52 O2 values 10-12% high for 5/7
from stas.24-42, flask 52 replicate on sta.46 was 11% high; not used again. G
questionable.

Niskin did not trip.

Leaking from bottom cap.

02 value 10 umol/kg l@ vs CTDO2 at surhice. Code questionable.

02 value 3 umol/kg high vs CTDO2. Code questionable.

02 value 3 umol/kg high vs CTDO2. Code questionable.

02 value 3.5 umol/kg i@ vs CTDO2. Code questionable.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

ble.

casts
ode

after

after

after

after
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Station Sample

/Cast No. Property

Quality

Code Comment

29/2 226  Bottle

29/2 227  Bottle

29/2 228 Bottle

29/2 229  Bottle

29/2 230 Bottle

29/2 231 Bottle

29/2 232 Bottle

29/2 233 Bottle

29/2 234  Bottle

29/2 235 Bottle

29/2 236  Bottle

30/1 ALL

30/1 101  Bottle

30/1 101 CTDO

30/1 101 CTDbS1

30/1 101 O2

30/1 102 CTDS1

30/1 103 CTDbS1

30/1 104 CTDS1

30/1 105 CTDbS1

30/1 106 CTDS1

30/1 107 CTDbS1

30/1 108 CTDS1

30/1 109 CTDbS1

30/1 110 CTbS1

30/1 111 CTDbS1

4

4

Niskins 22-36 did not closeCarousel apparently reset itself to trip position 1 after

trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Niskins 22-36 did not close. Carousel apparently reset itself to trip position 1
trip 21.

Started to drizzle, stopped, resumed during sampling.

Niskin 1 lanyard tangled around niskin 23 hose clamp, yet both caps closed.
CTDO2 signal drop at cast bottom, likely combination of pump1 problem and
slowdown at bottom approach.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

02 value 6 umol/kg My on Theta/O2 profile; CTDO2 drops at bottom, but proba
caused by CTD pump problems and winch slowdown near bottom. No nearby
as deep. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDCL1 sensor noisy 3720-2830db upcast, often shifts back during bottle stop
CTD primary pump problems. Code questionable.

CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.

CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.

CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.

CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.
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Quality

/Cast No. Property Code Comment

30/1 112 CTDS1 4 CTDC1 sensorery noisy/lav 2500-300db, ok starting 300dB8TD primary pump
problems. Code bad.

30/1 113 CTDS1 4 CTDC1 sensor very noisy#p2500-300db, ok starting 300dB6TD primary pump
problems. Code bad.

30/1 114 CTDS1 4 CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.

30/1 115 CTDS1 4 CTDC1 sensor very noisy#p2500-300db, ok starting 300d6TD primary pump
problems. Code bad.

31/1 101 CTDO 3 CTDOZ2 signal drop at cast bottom, likely combination of pumpl problem and
slowdown at bottom approach.

31/1 101 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 101 02 3 02 value 3 umol/kg b on Theta/O2 profile; Small CTDO2 drop in bottom 6db
probably caused by CTD pump problems and winch slowdown near bottom. Code
guestionable.

31/1 102 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 103 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 104 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 105 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 106 CTDS1 3 CTDC1 sensor noisy 3200-2000db upcast, CTD primary pump problems. Code
guestionable.

31/1 106 02 3 02 value 7 umol/kg b vs CTD; O2 Drav Temp and nutrients ok. Code
guestionable.

31/1 107 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 108 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 109 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 110 CTDbS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 111 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 112 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 113 CTDbS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 114 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 115 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 116 CTDS1 4 CTDC1 sensor very noisy 2000-270db upcast, CTD primary pump problems. |Code
bad.

31/1 122 CTDO 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

31/1 122 CTDPRS 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD

info for trip.
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/Cast No. Property Code Comment

31/1 122 CTDS1 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD

info for trip.

31/1 122 CTDS2 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

31/1 122 CTDT1 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

31/1 122 CTDT2 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

31/1 124 02 2 02vwalue 18 umol/kg v vs downcast CTDO2 at surface; drop in upcast CTDO2
matches, value ok?

32/1 106 Bottle 2 Leak bottom cap.

33/1 101 O2 3 02 value 6 umol/kg b vs CTDO2, O2 Drav Temp and nutrients ok. O2 analyst
noted nothing unusual. Code questionable.

33/1 102 02 3 02 value 14 umol/kg e vs CTDO2, O2 Drav Temp and nutrients ok. O2 analyst
noted nothing unusual. Code questionable.

33/1 104 02 3 02 value 9 umol/kg b vs CTDO2, O2 Drav Temp and nutrients ok. O2 analyst
noted nothing unusual. Code questionable.

33/1 109 02 3 02 value 20+ umol/kg @ vs CTDO2, O2 Drav Temp and nutrients ok. O2 analyst
noted nothing unusual. Code questionable.

33/1 111 02 3 02 value 10 umol/kg e vs CTDO2, O2 Drav Temp and nutrients ok. O2 analyst

noted nothing unusual. Code questionable.

33/1 115 Bottle 2 Spigot changed after sampling.

33/1 132 Bottle 2 Spigot changed after sampling.

33/1 133 Bottle 4  Bottle did not trip.

33/1 134  Bottle 2 Spigot changed after sampling.

33/1 136 02 2 02 value 18 umol/kg le vs downcast CTDO2 at surface; drop in upcast CTDO2
matches, value ok?

34/1 104  Bottle 2 bottom cap leaks after vent opened.

34/1 113  Salinity 2 salinity bottle 613 cracked - not used; substituted bottle 06.

34/1 116 02 3 02 value 11.5 umol/kg W@ vs CTDO2, O2 Drav Temp ok. Code questionable.

34/1 133 02 3 02 value 7.5 umol/kg ts vs CTDO2, O2 Drav Temp ok. Code questionable.

34/1 135 02 3 02 value 25 umol/kg lw vs CTDO2, O2 Drav Temp ok. Code questionable.

35/1 101 Bottle 2 Spigot changed for a meone after sampling.

35/1 101  Salinity 3 Salinity low vs CTDS, code questionable.

35/1 106 02 3 02 value 2 umol/kg high vs CTDO2, code questionable.

351 109 02 3 02 value 2 umol/kg high vs CTDO2, code questionable.

35/1 133 Bottle 9 Cap caught on lanyard - no water.

36/1 116  Bottle 2 Leaks from bottom cap.

36/1 133 Bottle 2 Leaks from bottom cap (drip).

36/1 135 Bottle 2 Vents left open

36/1 136 Bottle 2 Vents left open

37/1 101  Salinity 3 Salinity low vs CTDS, code questionable.

37/1 111 02 3 02 value 10 umol/kg high vs CTDO2. Flask 52 O2 values 10-12% high for 5/7 casts
from stas.24-42, flask 52 replicate on sta.46 was 11% high; not usied &pde
guestionable.

38/1 101 O2 3 02 15 umol/kg lar vs CTD, O2 Drav Temp ok. Code questionable.

38/1 103 02 3 02 15 umol/kg lar vs CTD, O2 Drav Temp ok. Code questionable.

38/1 105 02 3 02 8 umol/kg lav vs CTD, O2 Drav Temp ok. Code questionable.

38/1 107 02 3 024 umol/kg lav vs CTD, O2 Drav Temp ok. Code questionable.

38/1 110 Bottle 4 02/Si03 lav, PO4/NO3 high; Salinity/O2 Dra Temp ok. Code as mis-trip.

38/1 110  Nitrite 4  SiO3 lov, PO4/NO3 high, bottle mis-tripped. Code bad.




-64-

Station Sample Quality

/Cast No. Property Code Comment

38/1 110 Nitrate 4  SiO3 lav, PO4/NO3 high, bottle mis-trippedCode bad.

38/1 110 O2 4 02 10 umol/kg lar vs CTD, O2 Drav Temp ok; nutrients also bad, bottle mis-
tripped. Code bad.

38/1 110 Phosphate 4 SiO3 lav, PO4/NO3 high, bottle mis-tripped. Code bad.

38/1 110  Salinity 2 Salinity ok, despite probable mis-trip. Code acceptable.

38/1 110  Silicate 4 SiO3 lov, PO4/NO3 high, bottle mis-tripped. Code bad.

38/1 119 Bottle 2 Leaks from stopcock.

38/1 134 02 3 026 umol/kg lav vs CTD, O2 Drav Temp ok. Code questionable.

38/1 136 02 3 0228 umol/kg lar vs CTD, O2 Drav Temp ok. Code questionable.

39/1 101 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 102 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 103 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 104 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 104 O2 3 02 value 5 umol/kg b vs CTD, O2 Drav Temp ok. Code questionable.

39/1 105 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 106 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 107 CTDS1 3 CTDC1 sensor noisy most of upcast until surface mixed |laffset back during
bottle stops first 7 niskins; sea"slime" on rosette near sensors after cast. Code
guestionable.

39/1 108 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 109 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 110 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 111 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 112 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 113 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 114 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 115 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 116 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 117 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette

near sensors after cast. Code bad.
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39/1 118 CTDbS1 4 CTDC1 sensor noisy most of upcast until aogf mixed layer; sea"slime" on rosette
near sensors after cast. Code bad.

39/1 119 Bottle 4 O2 Drav Temp 4 deg.C higher than expected, O2/nutriemtsdalinity high. Code
as mis-trip.

39/1 119 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 119  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

39/1 119  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

39/1 119 02 4 02 value lav, 02 Draw Temp high; bottle mis-tripped. Code bad.

39/1 119 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

39/1 119  Salinity 4  Salinity 0.3 high, bottle mis-tripped. Code bad.

39/1 119  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

39/1 120 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 121 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 122 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on fosette
near sensors after cast. Code bad.

39/1 123 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 124 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 125 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 126 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on fosette
near sensors after cast. Code bad.

39/1 127 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on fosette
near sensors after cast. Code bad.

39/1 128 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 129 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 130 CTDO 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

39/1 130 CTDPRS 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

39/1 130 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 130 CTDS2 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

39/1 130 CTDT1 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

39/1 130 CTDT2 2 Trip not flagged by SeaSoft, missing in .bl file; estimated trip time to generate|CTD
info for trip.

39/1 131 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on fosette
near sensors after cast. Code bad.

39/1 132 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette
near sensors after cast. Code bad.

39/1 133 Bottle 9 Niskin did not close: lanyard of niskin 32 tangled on bottom cap of niskin 33.

39/1 133 CTDS1 4 CTDC1 sensor noisy most of upcast until surface mixed layer; sea"slime" on nosette

near sensors after cast. Code bad.
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40/2 108 pH 2 pH cell 8 brolen, sample retaken with cell 42.

40/1 111  O2 3 02 value 11 umol/kg high vs CTDO2. Flask 52 O2 value 10-12% high for 5/7 casts
from stas.24-42, flask 52 replicate on sta.46 was 11% high; not usied &pde
guestionable.

40/1 112 CTDO 3 CTD pumps dfl min. at 1587-1648db after signal cut-out, CTDO2 signal low

40/1 118  Bottle 4 02 Drav Temp 14 deg.C higher than expected: O2 high, nutrients low: near-surface
values. Code as mis-trip.

40/1 118 DIC 9 Not sampled due to high O2 Bvdlemp; sampler number on sample log crossed off
later.

40/1 118  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

40/1 118  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

40/1 118 02 4 02 value high; bottle mis-tripped. Code bad.

40/1 118 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

40/1 118  Salinity 4  Salinity low, bottle mis-tripped. Code bad.

40/1 118  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

40/1 136  Bottle 2 Ran out of water during tritium sample, bubbles went into tritium sample bottle
(sampled with flag).

40/1 136  Salinity 9 No water left to tak salt sample.

41/2 112 CTDO 3 CTD pumps dfl min. at 1433-1496db after signal cut-out, CTDO2 signal low

41/2 112 02 2 02 value appears to be a bit high, but matches upcast CTDO2. Code acceptable.

41/1 112 Salinity 3 Salinity value high vs CTDS. Code questionable.

42/1 101  Bottle 2 Winch level-wind problems, 30-min. delay and yoyo back down from 3140 to
3277db after tripping Niskins 1-4; yoyo went deeper than Niskin 4 only.

42/1 101 pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 102  Bottle 2 Winch level-wind problems, 30-min. delay and yoyo back down from 3140 to
3277db after tripping Niskins 1-4; yoyo went deeper than Niskin 4 only.

42/1 103  Bottle 2 Winch level-wind problems, 30-min. delay and yoyo back down from 3140 to
3277db after tripping Niskins 1-4; yoyo went deeper than Niskin 4 only.

42/1 103 pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 103  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

42/1 104  Bottle 2 Winch level-wind problems, 30-min. delay and yoyo back down from 3140 to
3277db after tripping Niskins 1-4; yoyo went deeper than Niskin 4 only.

42/1 104  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

42/1 105 pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 107 pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 109 pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 111 O2 3 02 value 11 umol/kg high vs CTDO2. Flask 52 O2 value 10-12% high for 5/7
from stas.24-42, flask 52 replicate on sta.46 was 11% high, not used &pde
guestionable.

42/1 112  pCO2 2 pCO2 sampling started late (CFC at niskin 14, TALK at niskin 11).

42/1 119  Bottle 4 Niskin did not trip.

43/1 112  Bottle 4  O2 Drav Temp ok; O2/Salinity high. Code as mis-trip.

43/1 112 02 3 02 value 5 umol/kg high vs CTDO2. Code questionable.

43/1 112  Salinity 3 Salinity high vs CTDS. Code questionable.

43/1 113  Salinity 3 Salinity value high vs CTDS. Code questionable.

43/1 118  Bottle 2 Niskin height adjusted, lower lanyards knotted after sampling.

43/1 119  Bottle 2 Niskin height adjusted, lower lanyards knotted after sampling.

43/1 128  TAlk 9 Sample log says TAIk sampler 11 drawn from niskin 28, but value reported for 27.
Other CO2 samples drawn from 28, probably this one was as well. Code niskin 28
as not sampled.

43/2 129 02 5 Program error during titration, O2 sample lost.
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44/2 106 O2 3 02 \alue 2 umol/kg high vs CTDO2, code questionable.

44/2 109 O2 3 02 value 2 umol/kg high vs CTDO2, code questionable.

44/1 128 DIC 2 replicate B40 taken at end of sampling (B28 mighehaen drawn from niskin 29).

45/1 104  Salinity 3 Salinity value high vs CTDS, code questionable.

45/1 114 CTDO 3 CTD pumps df3 mins. at 1120-1309db after 3 back-to-back signal cut-outs, CTDO2
signal low

45/1 115 CTDO 3 CTD pumps df3 mins. at 1120-1309db after 3 back-to-back signal cut-outs, CTDO2
signal low

45/1 116  Bottle 2 Leaks at bottom cap.

46/1 133  Bottle 2 Small leak from bottom cap.

47/1 106  Bottle 2 Leaks from bottom cap, replaced O-ring with Buna-N after cast.

47/2 106 O2 3 02 value 5 umol/kg high vs CTDO2, code questionable.

47/2 109 02 3 02 value 3 umol/kg high vs CTDO2, code questionable.

47/2 120 pH 9 Apparently pH not sampled: sampler number written on sample log, but not checked
off.

47/1 134 02 5 Program error during titration, O2 sample lost.

48/1 101  Salinity 2 extra samples Z1-Z4 drawn for backup autosal test/cross-calibration.

48/1 105  Bottle 2 air vent unscrewed/dropped into ocean, replaced during O2 sampling.

48/2 105 02 3 02 value 3 umol/kg high vs CTDO2, code questionable.

48/1 115 CTDO 3 CTD pumps dfl min. at 1142-1204db after signal cut-out, CTDO2 signal lo

49/1 101  Salinity 3 Salinity low vs CTDS, code questionable.

49/1 105  Bottle 4 O2 Drav Temp 1 deg.C high. O2/Salinity/SiO3dpPO4/NO3 high. Code as mis-
trip.

49/1 105  Nitrite 4  SiO3 slightly lav, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 105  Nitrate 4  SiO3 slightly lav, PO4/NO3 high; bottle mis-tripped. Code bad.

49/2 105 O2 3 02 value 23 umol/kg lw vs CTDO2, O2 Drav Temp 1 deg.C high; bottle mis-
tripped. Code questionable.

49/1 105 Phosphate 4 SiO3 slightly lav, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 105  Salinity 3 Salinity low vs CTDS; bottle mis-tripped. Code questionable.

49/1 105  Silicate 4 SiO3 slightly lav, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 106  Bottle 4 O2 Drav Temp 1 deg.C high. O2/Salinity/SiO3dpPO4/NO3 high. Code as mis-
trip.

49/1 106  Nitrite 4  SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 106  Nitrate 4  SiO3 law, PO4/NO3 high; bottle mis-tripped. Code bad.

49/2 106 O2 3 02 value 47 umol/kg lw vs CTDO2, O2 Drav Temp 1 deg.C high; bottle mis-
tripped. Code questionable.

49/1 106  Phosphate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 106  Salinity 3 Salinity low vs CTDS; bottle mis-tripped. Code questionable.

49/1 106  Silicate 4 SiO3 lov, PO4/NO3 high; bottle mis-tripped. Code bad.

49/1 116  Bottle 2 C14 bottle 4379 has cap 4479

49/1 118  Bottle 4 Niskin did not close.

50/1 107 O2 3 02 value 2 umol/kg high vs CTDO2, code questionable.

50/1 110 Bottle 2 Niskins 10-12 sampled first, then 1-9, to facilitate maintenance on niskins. O2 Draw
Temps lower than surrounding bottles, ok.

50/1 110  Nitrite 9 Nutrients not drawn before water dumped from niskin.

50/1 110 Nitrate 9 Nutrients not drawn before water dumped from niskin.

50/1 110 Phosphate 9 Nutrients not drawn before water dumped from niskin.

50/1 110  Silicate 9 Nutrients not drawn before water dumped from niskin.

50/1 111  Bottle 2 Niskins 10-12 sampled first, then 1-9, to facilitate maintenance on niskins. O2 Draw

Temps lower than surrounding bottles, ok.
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50/1 112  Bottle 2 Niskins 10-12 sampled first, then 1-9, &mifitate maintenance on niskins. O2 Di
Temps lower than surrounding bottles, ok.

50/1 115 02 3 CTD pumps dfl min. at 1202-1225db after signal cut-out, CTDO2 signal lo

50/1 116  Bottle 2  Slightly leaking from bottom.

50/1 124  Bottle 4 Niskin 24 did not close.

50/1 127  Nitrite 5 Nutrient sample spilled, code sample lost.

50/1 127  Nitrate 5 Nutrient sample spilled, code sample lost.

50/1 127 Phosphate 5 Nutrient sample spilled, code sample lost.

50/1 127  Silicate 5 Nutrient sample spilled, code sample lost.

50/1 135 Bottle 2 Small leak from [no details].

51/1 ALL - Air vents cap changed on all bottles.

51/1 101 CTDO 3 CTDOZ2 signal drop at cast bottom, likely combination of pumpl problem and
slowdown at bottom approach. Bottle O2 value matches Theta/O2 profile.

51/1 101 CTDS1 3 CTDC1 sensor noisy most of upcast, offsets back at most deeper bottle stops.
primary pump problems. Code questionable.

51/1 102 CTDS1 3 CTDC1 sensor noisy most of upcast, offsets back at most deeper bottle stops.
primary pump problems. Code questionable.

51/1 103 CTDS1 4 CTDC1 sensor noisy most of upcast, offsets back at most deeper bottle stops.
primary pump problems. Code bad.

51/1 103  Salinity 3 Salinity value lav vs CTDS, code questionable.

51/1 104 CTDS1 3 CTDCL1 sensor noisy most of upcast, offsets back at most deeper bottle stops.
primary pump problems. Code questionable.

51/1 104  Salinity 3 Salinity value high vs CTDS, code questionable.

51/1 105 CTDS1 3 CTDCL1 sensor noisy most of upcast, offsets back at most deeper bottle stops.
primary pump problems. Code questionable.

51/1 106 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 107 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 108 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 109 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 110 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 111 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 112 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 113 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 114 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 115 CTDS1 4 CTDC1 sensor very noisy 2300-277db upcast, back to normal at 275db/niskin
bottle stop. CTD primary pump problems. Code bad.

51/1 115 CTDT1 3 CTDT1 sensor noisier in high gradient, probably from primary pump problems.
Code questionable.

51/1 124  Bottle 4 Niskin did not trip.

52/1 ALL - LADCP and battery pack attached to 24-plc. rosette after cast. Altimetgraspik

bottom, estim. 15-18m; used 15.5m heightvabimttom at btl.1 (from SBE raw/he
data).
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52/1 101 02 3 02\alue 7 umol/kg lar vs CTDO2, Code questionable.

52/1 102 02 3 02 value 7 umol/kg b vs CTDO2, Code questionable.

52/1 111 02 3 02 value 7 umol/kg b vs CTDO2, Code questionable.

52/1 113 Bottle 2  Spigot drips.

53/1 101 02 3 02 value 6 umol/kg b vs CTDO2, Code questionable.

53/1 107 02 3 02 value 2 umol/kg high vs CTDO2, Code questionable.

54/1 116  Bottle 2 Small leak.

55/1 ALL - Deck lights out during sampling. No reading from altimetenrpinger return;
approx. 20-40m dfat cast bottom. Used 36.5m height abdwottom at btl.1 (from
SBE raw/ha& data).

55/1 107 02 3 02 value 3 umol/kg high vs CTDO2, code questionable.

55/1 110 02 3 02 value 2 umol/kg high vs CTDO2, code questionable.

55/1 116  Bottle 2 Small leak from bottom cap.

55/1 134 02 2 02 dravtemperature corrected from 23.9 to 22.9.

55/1 136 02 3 02 value 5 umol/kg high vs nearby casts and other near-surface bottles within
Code questionable.

56/1 ALL - Extra set of salts taken for an experiment, using Sal box 1000.

56/1 106  Salinity 3 Salinity value high vs CTDS. Code questionable.

56/1 110  Salinity 3 Salinity value high vs CTDS, matches salt from niskin 9. Code questionable.

56/1 111  Salinity 3 Salinity value high vs CTDS, matches salt from niskin 9. Code questionable.

56/1 115  Salinity 3 Salinity value lav vs CTDS. Code questionable.

56/1 127 pH 5 pH sample logged/checked et ampled, but neer analyzed. Code lost.

56/1 129  Nitrite 5 Nutrient sample spilled, code sample lost.

56/1 129  Nitrate 5 Nutrient sample spilled, code sample lost.

56/1 129 Phosphate 5 Nutrient sample spilled, code sample lost.

56/1 129  Silicate 5 Nutrient sample spilled, code sample lost.

57/1 123  Bottle 2 Leaks from the bottom.

57/1 127 he 5 Sample tube leaked, sample lost.

58/1 ALL - altimeter unreliable 100m dab to bottom, 10-12m off? Used 14m heigt abo
bottom at btl.1 (from SBE raw/Redata).

59/1 102  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 103  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 104  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 106  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 107  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 107 02 3 02 value 2 umol/kg high vs CTDO2, code questionable.

59/1 108  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 108  Salinity 3 Salinity high vs CTDS, code questionable.

59/1 109  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 110  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 110 O2 3 02 value 2 umol/kg high vs CTDO2, code questionable.

59/1 111  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 112  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 113  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 113  Salinity 3 Salinity high vs CTDS, code questionable.

59/1 114  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 114  Salinity 3 Salinity high vs CTDS, code questionable.

59/1 115  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 116  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 117  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 118  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

cast.
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59/1 119  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 120  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 121  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 122  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 123  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 124  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 125  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 126  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 127  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 128  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 129  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 130  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 131  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 132  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 133  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 134  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 135  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 136  Nitrite 3 Nitrite values high, bubble caught in system. Code questionable.

59/1 136 02 3 02 value 4 umol/kg high vs CTDO2 and nearby surface bottles, code questiof

60/1  ALL - altimeter kicked in only after already stopped, approx. 15rhatfom. Used 19m
height abege hottom at btl.1 (from SBE raw/ledata).

61/1 ALL - Spigots changed on "some" bottles; aesplashed on deck while collecting TAL
and pH samples from outboard bottles (perhaps niskins 9-127)

62/1 101  Salinity 3 Salinity low vs CTDS, code questionable.

62/1 106  Salinity 2 salt bottle 606 broken, nebottle labeled 606 also.

63/1 134 02 5 Sensor not immersed before starting titration. Code sample lost.

64/1 116  Bottle 2 Leak from bottom cap.

64/1 136 02 2 02 value was 2.5 umol/kg high: flask typo, fixed. Code acceptable.

65/1 104 02 5 Lost sample due to computer error.

65/1 106  Salinity 3 Salinity high vs CTDS, code questionable.

65/1 116  Bottle 2 02 drav temperature corrected from 9.8 to 8.8. 02, Salinity and Silicate indicate
probable mis-trip, possibly original dwal’ was right. Code as mis-trip.

65/1 116  Nitrite 3  Bottle apparently mis-tripped. Code bad.

65/1 116  Nitrate 3 Nitrate seems ok, but bottle apparently mis-tripped. Code bad.

65/1 116 02 3 02 value 34 umol/kg le vs CTDOZ2, bottle apparently mis-tripped. Code
guestionable.

65/1 116 Phosphate 3 Phosphate slightly i@, bottle apparently mis-tripped. Code questionable.

65/1 116  Salinity 3 Salinity high vs CTDS, bottle apparently mis-tripped. Code questionable.

65/1 116  Silicate 3 Silicate lav, bottle apparently mis-tripped. Code questionable.

65/1 118 02 3 02 value 14 umol/kg e vs CTDO2. Code questionable.

66/1 101 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 102 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 103 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 104 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 105 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde

CTDS2 bad.
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66/1 106 CTDS2 4 CTDC2 sensor dying, lge offset at bottom, drifts back to "ok" by 500dBode
CTDS2 bad.

66/1 107 Bottle 3 Leaking from bottom cap. Samples for all gases taken despite the leaking. High O2
value, Code as leaking.

66/1 107 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 107 02 4 02 value 6 umol/kg high vs CTDO2. Bottle leaking. Code bad.

66/1 108 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 109 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 110 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 111 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 111 02 2 02 sample taken after quadruplicate He sampling.

66/1 112 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 113 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 114 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 115 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 116 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 117 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 118 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 119 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 120 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 121 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 122 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 123 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 124 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 125 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 126 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 127 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 128 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde

CTDS2 bad.




-72-

Station Sample

Quality

/Cast No. Property Code Comment

66/1 129 CTDS2 4 CTDC2 sensor dying, lge offset at bottom, drifts back to "ok" by 500dBode
CTDS2 bad.

66/1 130 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 131 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 132 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 133 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 134 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 135 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

66/1 136 CTDS2 4 CTDC2 sensor dying, large offset at bottom, drifts back to "ok" by 50Cdde
CTDS2 bad.

67/1 ALL - styrofoam cups went down with CTD, attached to bottom rung

67/1 117 he 2 Helium taken after oxygen

67/1 129  Salinity 5 Salinity bottle 129 empty in box. Code sample lost.

68/1 106 Bottle 4  O2 Drav Temp slightly eleated; O2 lost, SiO3 lw, PO4/NO3 high. Code as mis-
trip.

68/1 106  Nitrite 4  SiO3 lov, PO4/NO3 high, bottle mis-tripped. Code bad.

68/1 106  Nitrate 4  SiO3 lav, PO4/NO3 high, bottle mis-tripped. Code bad.

68/1 106 02 5 Instrument error,xygen reading was 511k. Code sample lost.

68/1 106 Phosphate 4 SiO3 lov, PO4/NO3 high, bottle mis-tripped. Code bad.

68/1 106  Salinity 4  Salinity low, bottle mis-tripped. Code bad.

68/1 106  Silicate 4 SiO3 lov, PO4/NO3 high, bottle mis-tripped. Code bad.

68/1 133 02 3 02 value 10 umol/kg high vs CTDO2 and nearby oxygdues. Code questionak

69/1 106  Bottle 4 02 Drav Temp 0.5 deg.C high; 02/Salt/SiO3MdPO4/NO3 high. Code as mis-tr

69/1 106  Nitrite 4  SiO3 lov, PO4/NO3 high. Bottle mis-tripped, code bad.

69/1 106  Nitrate 4  SiO3 lawv, PO4/NO3 high. Bottle mis-tripped, code bad.

69/1 106 02 4  Oxygen value 25 umol/kgtovs CTDO2. O2 Drav Temp 0.5 deg.C high. Bottle
mis-tripped, code bad.

69/1 106 Phosphate 4 SiO3 lav, PO4/NO3 high. Bottle mis-tripped, code bad.

69/1 106  Salinity 4  Salinity low vs CTDS. Bottle mis-tripped, code bad.

69/1 106  Silicate 4  SiO3 lov, PO4/NO3 high. Bottle mis-tripped, code bad.

69/1 110  Salinity 3 Salinity slightly high vs CTDS, code questionable.

69/1 113  Salinity 3 Salinity slightly high vs CTDS, code questionable.

69/1 118 Bottle 4  Did not trip.

69/1 119  Salinity 3 Salinity high vs CTDS, code questionable.

70/1 122 02 5 Sensor not immersed before starting titration. Code sample lost.

70/1 126 02 5 Sensor not immersed before starting titration. Code sample lost.

71/1  ALL - Drizzle during sampling. DOC/DON started sampling last.

71/1 101  Salinity 3 Salinity slightly lav, code questionable.

71/1 112  Bottle 2 DIC sample bottle B12 broken. Sample re-drawn in A12.

71/1 135 Bottle 2 Bottle drips at bottom cap.

72/1 113  Salinity 3 Salinity slightly high, code questionable.

72/1 135 Bottle 2 Spigot leaks when open.

73/1 ALL - All CDOM sampled immediately after oxygen (vs after nutrients) due to possik
CDOM sample contamination.

73/1 101  Salinity 3 Salinity slightly lav, code questionable.

e.

Dle
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73/1 102  Salinity 3 Salinity slightly high, code questionable.

73/1 104  Bottle 2 Leaking from bottom.

73/1 106  Salinity 3 Salinity slightly high, code questionable.

73/1 108 Bottle 2 3He sampled immediately after cast on deck, quadruplicate sample.

73/1 108 02 2 Oxygen sampled in usual sequence, after quad. 3He samples. \@Zdbna.
higher/ok.

73/1 118 Bottle 4 Did not close, no ater Code as mis-trip.

74/1 107 02 3 Oxygen value 12 umol/kg high vs CTDO2. O2 Wréemp ok, since cfc drawn firs
Nutrients ok. Code questionable.

74/1 118 Bottle 4  Bottle did not trip. Code as mis-trip.

75/1 108  Salinity 3 Salinity slightly high, code questionable.

75/1 118 Bottle 4 O2 Drav Temp 12 deg.C higher than expected. O2/Salinity/NO2 very high, Ot
nutrients very la. Code as mis-trip.

75/1 118  Nitrite 4 Nitrite very high, bottle mis-tripped. Code bad.

75/1 118  Nitrate 4  Silicate/Phosphate/Nitrate veryipbottle mis-tripped. Code bad.

75/1 118 02 4 02 value from near 200db, dvalemp 12 deg.C high. Bottle mis-tripped. Code

75/1 118 Phosphate 4 Silicate/Phosphate/Nitrate verywpbottle mis-tripped. Code bad.

75/1 118  Salinity 4  Salinity very high vs CTDS, bottle mis-tripped. Code bad.

75/1 118  Silicate 4  Silicate/Phosphate/Nitrate veryapbottle mis-tripped. Code bad.

75/1 136  Salinity 2 Started to drizzle at salt 936 (rained afterwards).

76/1  ALL - replicate cdom sampled with freon polycarbonate tip for comparison. Replica
drawn.

76/1 118 Bottle 4  Bottle did not close. Code as mis-trip.

76/1 123 02 3 02 value 13 umol/kg e vs CTDO2. Code questionable.

76/1 123  Salinity 3 Salinity value high vs CTDS, code questionable.

76/1 128 02 3 02 value 8.5 umol/kg high vs CTDO2. Code questionable.

77/1 111 Salinity 2 Salt flask broken. Sample retaken in aiilask.

771 128 02 3 02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-4
same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Code questionable.

771 131 02 2 02 value matches feature in down+up CTDOZ2. Code acceptable.

78/1  ALL - altimeter rdg. disappeared 110nf lodttom; dab estim. as 15-20m by pinddsed
30.5m height abee bottom at btl.1 (from SBE raw/lkedata).

78/1 125  Salinity 2  Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 126  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 127 pH 2 pH sample from niskin 27 was drawn after niskin 36 drawn.

78/1 127  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 128 02 3 02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-4
same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Code questionable.

78/1 128  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 129  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 130  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 131  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 132  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 133  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 134  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 135  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

78/1 136  Salinity 2 Started to drizzle 2/3 of the way through sampling ("bottle 25)

79/1 108 Bottle 4 O2 Drav Temp 12 deg.C higher tharpected. O2/Salinity/NOBRigh, other

nutrients lav. Code as mis-trip.

—

ner

bad.

e salts
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Property Code Comment

Station Sample Quality
/Cast No.

79/1 108  Nitrite 4
79/1 108  Nitrate 4
79/1 108 02 4
79/1 108 Phosphate 4
79/1 108  Salinity 4
79/1 108  Silicate 4
79/1 110 O2 5
79/1 111 02 5
79/1 112 02 5
79/1 128 02 3
80/1 ALL -
80/1 101  Salinity 3
80/1 110 Bottle 4
80/1 110  Nitrite 4
80/1 110 Nitrate 4
80/1 110 02 4
80/1 110 Phosphate 4
80/1 110  Salinity 4
80/1 110  Silicate 4
80/1 119 DIC 5
80/1 128 02 3
81/1 114 Bottle 2
81/1 128 02 3
82/1 101  Salinity 3
82/1 108 Bottle 4
82/1 108  Nitrite 4
82/1 108 Nitrate 4
82/1 108 02 4
82/1 108 Phosphate 4
82/1 108  Salinity 4
82/1 108  Silicate 4
82/1 118 Bottle 4
82/1 118  Nitrite 4
82/1 118 Nitrate 4
82/1 118 02 4
82/1 118 Phosphate 4
82/1 118  Salinity 4
82/1 118  Silicate 4
82/1 128 02 3
83/1 108 02 2

Nitrite very high, bottle mis-tripped. Code bad.
Silicate/Phosphate/Nitrate verypbottle mis-tripped. Code bad.
02 value from near-surface, drdemp 12 deg.C high. Bottle mis-tripped. Code
Silicate/Phosphate/Nitrate verypbottle mis-tripped. Code bad.
Salinity value very high, Bottle mis-tripped. Code bad.
Silicate/Phosphate/Nitrate verypbottle mis-tripped. Code bad.
Titration system crashed 3x, lost samples.

Titration system crashed 3x, lost samples.

Titration system crashed 3x, lost samples.

02 value 5.5 umol/kg high vs CTDO2. Code questionable.
Salts sampled before nutrients.

Salinity slightly lav vs CTDS, code questionable.

02, 02 Drav Temp and nutrients match values from bottle 11. Code as mis-trip.

Nutrients match values from bottle 11, bottle mis-tripped. Code bad.
Nutrients match values from bottle 11, bottle mis-tripped. Code bad.

02 value 12 umol/kg l@ vs CTDO2, matches value from bottle 11; bottle mis-
tripped. Code bad.

Nutrients match values from bottle 11, bottle mis-tripped. Code bad.
Salinity lov, matches value from bottle 11; bottle mis-tripped. Code bad.
Nutrients match values from bottle 11, bottle mis-tripped. Code bad.
Sample lost - sampler bottle broken.

bad.

02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-83,92:

same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Code questionable.
Bottom cap drips.

02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-83,92,

same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetddiask 2§
from sampling lineup. Code questionable.
Salinity slightly lav vs CTDS. Code questionable.
02 Drav Temp 0.5 deg.C high; O2/Salinitywp Nutrients slightly lev. Code as mig
trip.

Nutrients lav, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

02 value 3.5 umol/kg i@ vs CTDO2, O2 Drav Temp 0.5 deg.C high vs. nearby
bottles. Bottle mis-tripped, Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

Salinity low vs CTDS, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

02 Drav Temp 0.5-1.0 deg.C high; O2/Salinity/Nutrientas/l@€Code as mis-trip.
Nutrients lav, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

02 value 2.5 umol/kg i@ vs CTDO2, O2 Drav Temp high; bottle mis-tripped. Co
bad.

Nutrients lav, bottle mis-tripped. Code bad.

Salinity low vs CTDS, bottle mis-tripped. Code bad.

Nutrients lav, bottle mis-tripped. Code bad.

02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-§
same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Code questionable.

A quadruplicate sample of He was taken before oxygen.

33,92:
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Station Sample

Quality

/Cast No. Property Code Comment

83/1 128 02 3 02\alue 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-83,92:
same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Code questionable.

84/1 116  Bottle 4 02/02 Drav Temp ok, but Nutrients/Salinity fit profiles 50+db shallowBottle
apparently mis-tripped, code as mis-trip.

84/1 116  Nitrite 4 Nutrients slightly lav, bottle apparently mis-tripped. Code bad.

84/1 116  Nitrate 4 Nutrients slightly lev, bottle apparently mis-tripped. Code bad.

84/1 116 02 4 02 value ok vs CTDO2, O2 DraTemp ok. O2 similar in area where bottle
apparently mis-tripped, code questionable.

84/1 116 Phosphate 4 Nutrients slightly lav, bottle apparently mis-tripped. Code bad.

84/1 116  Salinity 4  Salinity value lav vs CTDS, bottle apparently mis-tripped. Code questionable.

84/1 116  Silicate 4 Nutrients slightly lev, bottle apparently mis-tripped. Code bad.

84/1 128 Bottle 3 Bottle 28 leaking with air valvdosed. Rapid leak. Top cap O-ring replaced with
Viton. O2 sampled anyways.

85/1 ALL - Samples drawn from Niskin 19 first, then back to typical order until ONAR rea
draw another sample.

85/1 107  Salinity 3 Salinity slightly high, code questionable.

85/1 118 Bottle 4  O2 Drav Temp 2-2.5 deg.C higher than expected; O2 value ok, Nutrients/Salinity
low, could hare tripped around 500dbCode as mis-trip.

85/1 118  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

85/1 118  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

85/1 118 02 4 02 value ok, but bottle mis-tripped. Code bad.

85/1 118 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

85/1 118  Salinity 4  Salinity low vs CTDS, bottle mis-tripped. Code bad.

85/1 118  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

85/1 127 02 2 02 value 5 umol/kg high vs CTDO2, but matches upcast feature. Code accep

85/1 128 02 3 02 value 10 umol/kg high vs CTDO2. Code questionable.

86/1 ALL - Styrofoam cups down with cast.

87/1 128 02 3 02 value 9 umol/kg high vs CTDO2, code questionable.

87/1 129 Bottle 3 Bottle 29 leaking from the bottom. O2 sample taken anyways.

88/1 101  Salinity 3 Salinity slightly lov vs CTDS, code questionable.

88/1 106 02 3 Oxygen 2 umol/kg v vs CTDO2, code questionable.

88/1 106  Salinity 3 Salinity low vs CTDS, code questionable.

88/1 119 Bottle 2 Spigot changed after cast.

88/1 124 02 3 02 value 50 umol/kg le vs CTDO2, code questionable.

88/1 127  Bottle 3 Upper end cap leak, no samplesatak Spigothanged after cast.

88/1 129 Bottle 2 Bottom cap o-ring replaced before cast.

89/1 ALL - End standard for Stations 89-90 Salt Analysis appears high. Salinity-CTDS
differences abnormally low; re-updated without an end standard/no drift. Salinity is
now acceptable.

89/1 107 Bottle 2 Niskin fired on-the-fly at 25 m/min, samples may not be accurate.

89/1 124  Bottle 4  O2 Drav Temp 8+ deg.C high; O2/Nutrients/Salinity from near-surface mixed |
Code as mis-trip.

89/1 124  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

89/1 124  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

89/1 124 02 4 02 value high vs CTDO2, O2 Draremp high bottle mis-tripped. Code bad.

89/1 124  Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

89/1 124  Salinity 4  Salinity high vs CTDS, bottle mis-tripped. Code bad.

89/1 124  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

89/1 128 02 3 02 value 10 umol/kg high vs CTDO2, code questionable.

dy to

table.

ayer.
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90/1 ALL - End standard for Stations 89-90 Salt Analysis appears high. Salinity-CTDS
differences abnormally low; re-updated without an end standard/no drift. Salin
now acceptable.

90/1 118 Bottle 4 02 Drav Temp 4+ deg.C high; O2/Salinity high, Nutrienta/letripped near 370db.
Code as mis-trip.

90/1 118  Nitrite 4 Nutrients lav, bottle mis-tripped. Code bad.

90/1 118  Nitrate 4 Nutrients lav, bottle mis-tripped. Code bad.

90/1 118 02 4 02 value high vs CTDO2, O2 Draremp high, bottle mis-tripped. Code bad.

90/1 118 Phosphate 4 Nutrients lav, bottle mis-tripped. Code bad.

90/1 118  Salinity 4  Salinity high vs CTDS, bottle mis-tripped. Code bad.

90/1 118  Silicate 4 Nutrients lav, bottle mis-tripped. Code bad.

90/1 119 pCO2 2 pCO2 sample 7 retaken at btl 19, skipped 18.

91/1 ALL - Samples drawn from Niskin 19 first, then back to typical order until ONAR rea
draw another sample.

91/1 101 02 3 02 value 2 umol/kg high vs CTDO2, O2 irdemp ok. Code questionable.

91/1 104 02 3 02 value 16 umol/kg lw vs CTDOZ2, code questionable.

91/1 110  Salinity 3 Salinity value high vs CTDS, code questionable.

91/1 118 Bottle 2 small tygon tubing piece placed on pylon trigger pin before cast.

91/1 124  Bottle 2 small tygon tubing piece placed on pylon trigger pin before cast.

92/1 106  Bottle 4  0O2/Silicate/Salinity lay, Nitrate slightly lav. Phosphate ok, O2 DvaTemp ok. Cod
as possible mis-trip.

92/1 106  Nitrite 3 Nutrients a bit off, bottle may ke nis-tripped. Code questionable.

92/1 106  Nitrate 3 Nitrate slightly lav, bottle may hae nis-tripped. Code questionable.

92/1 106 02 3 02 value 1.5 umol/kg ts vs CTDO2, O2 Drav Temp ok; bottle may k& ms-
tripped. Code questionable.

92/1 106 Phosphate 3 Phosphate seems ok, bottle mayehais-tripped. Code questionable.

92/1 106  Salinity 3 Salinity value lav vs CTDS, bottle may hae mis-tripped. Code questionable.

92/1 106  Silicate 3 Silicate slightly lav, bottle may hae mis-tripped. Code questionable.

92/1 128 02 3 02 value 3-5% high vs CTDO2/nearby mixed-layer bottles on Stas.77-78,80-§
same O2 flask 28. Replicate test on Sta 84: flask 28 was 4.1% highetdiask 2§
from sampling lineup. Accidentally added back in this one cast. Code questignable.

93/1 103 02 3 02 value 9 umol/kg high vs CTDO2. O2 Analyst: Onlytpoints recorded beforeg
titrator found endpoint, program erro€ode bad.

93/1 104 02 3 02 value 13 umol/kg high vs CTDO2. O2 Analyst: Onlyptpeints recorded befo
titrator found endpoint, program erro€ode bad.

93/1 121 02 3 02 value 2 umol/kg high vs CTDO2. O2 Analyst: Onlytpoints recorded beforeg
titrator found endpoint, program erro€ode bad.

93/1 124 02 3 02value 17.5 umol/kg W vs CTDO2. Analyst hit wrong button: extra thio adde
sample before analysis. Code bad.

93/1 127 02 3 02 value 18 umol/kg high vs CTDO2. O2 Analyst: Onlyptpoints recorded befo
titrator found endpoint, program erro€ode bad.

93/1 128 02 3 02 value 3.5 umol/kg high vs CTDO2. 02 Analyst: Only twints recorded befare
titrator found endpoint, program erro€ode bad.

94/1 106  Bottle 4  O2 Drav Temp 0.5+ deg.C high; O2/Salinity/SIO3MdPO4/NO3 high. Code as
mis-trip.

94/1 106  Nitrite 4 Nutrients shar bottle mis-tripped. Code bad.

94/1 106  Nitrate 4 POA4/NO3 high, bottle mis-tripped. Code bad.

94/1 106 02 4 02 value 23 umol/kg le vs CTDO2, O2 Drav Temp slightly high, bottle mis-
tripped. Code bad.

94/1 106  Phosphate 4 PO4/NO3 high, bottle mis-tripped. Code bad.

94/1 106  Salinity 4  Salinity low vs CTDS, bottle mis-tripped. Code bad.
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94/1 106  Silicate 4  SIO3 law, bottle mis-tripped.Code bad.

94/1 123 02 3 02 value 7 umol/kg high vs CTDO2, code questionable.

94/1 129 02 3 02 value 10 umol/kg high, code questionable.

95/1 103  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

95/1 105  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

95/1 106  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

95/1 107  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

96/1 104  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

96/1 120  Salinity 5 Salt bottle had a small crack, exploded when Autosal applied pressure. Code
lost.

96/1 134  Bottle 2 Spigot leaks when vent opened. Top cap o-ring replaced but the spigot still leaks.

98/1 104 02 3 02 value 5 umol/kg b vs CTDO2. Analyst:"sample had unusual color”. Code
guestionable.

98/2 208 Bottle 2 Bottle flows without opening valve.

98/2 216  Salinity 3 Salinity value slightly lav vs CTDS. Code questionable.

98/2 218 Bottle 4  Bottle did not close.

98/2 235 Bottle 2 Leaking from bottom endcap with vahpen.

99/1 108 Bottle 2 Top valve pen.

99/1 118  Nitrate 3 Nutrient values for 18/19 appear to be switched, code questionable.

99/1 118 Phosphate 3 Nutrient values for 18/19 appear to be switched, code questionable.

99/1 118  Silicate 3 Nutrient values for 18/19 appear to be switched, code questionable.

99/1 119  Nitrate 3 Nutrient values for 18/19 appear to be switched, code questionable.

99/1 119 Phosphate 3 Nutrient values for 18/19 appear to be switched, code questionable.

99/1 119  Silicate 3 Nutrient values for 18/19 appear to be switched, code questionable.

100/2 104 ccl4 9 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

100/2 104  cfcll 9 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

100/2 104  cfcl2 9 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

100/2 107 ccl4 2 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

100/2 107  cfcll 2 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

100/2 107  cfcl2 2 80% certain CFC sample 613 drawn from niskin 7, and niskin 4 not sampled.

101/2 ALL - Bottom depth recorded at first bottle trip was CTD depth, not seabeam. Use (
altimeter = (3322+13) = 3335m.

101/2 102 02 2 Flask 2 possibly mis-sampled; re-sampled with 37 and 40 (rep).

101/2 108 Bottle 2 Leaks with vale dosed: O-ring

101/2 108  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

102/2 101  Bottle 3 Salinity high, Nutrients b, but do not match gnother single depth. Apparently
bottle lealked. Codes leaking.

102/2 101  Nitrite 4  Salinity high, Nutrients b, goparently bottle lesdd. Code bad.

102/1 101  Nitrate 4  Salinity high, Nutrients la, goparently bottle leadd. Code bad.

102/2 101 02 4 02 value slightly lay, Salinity high, Nutrients lay, gpparently bottle leadd. Code
bad.

102/1 101 Phosphate 4 Salinity high, Nutrients b, gpparently bottle lesdd. Code bad.

102/2 101  Salinity 4  Salinity high, Nutrients b, gpparently bottle leadd. Code bad.

102/2 101  Silicate 4 Salinity high, Nutrients b, gpparently bottle leadd. Code bad.

102/2 129 Bottle 3 Leaking: lanyard between top endcap and bottle. Not sampled

103/1 104  Salinity 3 Salinity slightly high vs CTDS. Code questionable.

103/1 106 Bottle 4 02 Drav Temp in line, but 02/S103 ¥ PO4/NO3 high: from near 1140d8ode as
mis-trip.

103/2 106  Nitrite 4 Nutrients sha bottle mis-tripped. Code bad.

103/1 106  Nitrate 4 PO4/NO3 high, bottle mis-tripped. Code bad.
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Sample Quality

No. Property

Code Comment

103/1

103/1
103/1
103/1
103/1
103/1
103/1
103/1
103/1
103/1
104/1

104/1

104/1

104/1

105/1

105/1
105/1
106/1

106/1
106/1
106/1

106/1
106/1
106/1
106/1
106/1
108/1
111/1
112/1
113/1
114/1
114/1

114/1
114/1
115/1
116/1
116/1
118/1
118/1
118/1
118/1

106 02

106  Phosphate

106  Salinity
106  Silicate
107  Salinity
110  Salinity
115  Salinity
117  Salinity
118  Salinity
120  Salinity
134 ccl4
134  cfcll
134  cfcl2
134  sfé
ALL

103 02

114  Salinity
101  Bottle
101  Nitrite
101  Nitrate
101 02

101  Phosphate

101  Salinity
101 Silicate
119 Bottle
136 Bottle
104 Bottle
112 Salinity
110 Bottle
ALL

ALL

108 02

114  Salinity
119 Bottle
113 02

101 02

101  Salinity
118 Bottle
118 Nitrite
118 Nitrate
118 02

4

4
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02 value 12 umol/kg v vs CTDO2, O2 Drav Temp ok, bottle mis-tripped. Code
bad.

PO4/NO3 high, bottle mis-tripped. Code bad.

Salinity value very lar vs CTDS, bottle mis-tripped. Code bad.

SI03 low, bottle mis-tripped. Code bad.

Salinity slightly high vs CTDS. Code questionable.

Salinity slightly high vs CTDS. Code questionable.

Salinity slightly high vs CTDS. Code questionable.

Salinity slightly high vs CTDS. Code questionable.

Salinity slightly high vs CTDS. Code questionable.

Salinity slightly high vs CTDS. Code questionable.

Sample log shows same CFC syringe for niskins 27, 34; niskin 34 not sample
cfc.

Sample log shows same CFC syringe for niskins 27, 34; niskin 34 not sample
cfc.

Sample log shows same CFC syringe for niskins 27, 34; niskin 34 not sample
cfc.

Sample log shows same CFC syringe for niskins 27, 34; niskin 34 not sample
cfc.

Raining during sampling; bottom depth recorded at first bottle trip was from C
display not seabeam. Use CTD + altimeter = (3571+39) = 3610m.

02 value 1.5 umol/kg high vs CTDOZ2, code questionable.

Salinity value slightly lav vs CTDS. Code questionable.

Salinity high, Nutrients v, but do not match gnother single depth. Apparently
bottle lealked. Codes leaking.

Salinity high, Nutrients v, goparently bottle leadd. Code bad.

Salinity high, Nutrients v, goparently bottle leadd. Code bad.

02 value slightly lav, Salinity high, Nutrients las, gpparently bottle leadd. Code
bad.

Salinity high, Nutrients la, goparently bottle leadd. Code bad.

Salinity high, Nutrients v, goparently bottle leadd. Code bad.

Salinity high, Nutrients v, goparently bottle leadd. Code bad.

Bottle did not close.

Bottle did not close.

bottom cap leak

Salinity value high vs CTDS. Code questionable.

Leaking from vent O-ring.

XBT wire on the rosette frame.

XBT wire on the frame.

02 value 22 umol/kg high vs CTDOZ2; O2 Brdemp, nutrients ok. Code
guestionable.

Salinity value slightly lav vs CTDS, code questionable.

Valve was not closed, no CFC drawn.

02 value 2.5 umol/kg high vs CTDOZ2, code questionable.

02 value 1.35 umol/kg W@ vs CTDO2, code questionable.

Salinity value slightly lav vs CTDS, code questionable.

02 Drawv Temp ok, but O2/Nuts match niskin 19 data. Code as mis-trip.
Nutrients match niskin 19 values, bottle mis-tripped. Code bad.

Nutrients match niskin 19 values, bottle mis-tripped. Code bad.

02 value 13 umol/kg l@ vs CTDO2, O2 Drav Temp ok. Matches niskin 19 data,
bottle mis-tripped. Code bad.

d for

d for

d for

d for
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Sample Quality

No. Property

Code Comment

118/1
118/1
118/1
122/1
122/1

123/1
124/1
126/1
127/1
127/1
127/1
128/1
128/1
128/1
128/1
129/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1
130/1

118 Phosphate

118  Salinity
118  Silicate
111 Salinity
114  Salinity
112 Salinity
120 02
ALL

101 02

118  Bottle
133  Bottle
102  Salinity
105  Salinity
114  Salinity
117  Salinity
105 02

101 CTDS2
101 CTDT2
102 CTDS2
102 CTDT2
103 CTDS2
103 CTDT2
104 CTDS2
104 CTDT2
105 CTDS2
105 CTDT2
106 CTDS2
106 CTDT2
107 CTDS2
107 CTDT2
108 CTDS2
108 CTDT2
109 CTDS2
109 CTDT2
109 02

110 CTDS2
110 CTDT2
111  CTDS2
111  CTDT2
112 CTDS2
112 CTDT2
113 CTDS2
113 CTDT2
114 CTDS2
114 CTDT2
115 CTDS2
115 CTDT2
116 CTDS2
116 CTDT2
117 CTDS2

4 Nutrients match niskin 19%lues, bottle mis-tripped. Code bad.
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Salinity value lav vs CTDS, bottle mis-tripped. Code bad.
Nutrients match niskin 19 values, bottle mis-tripped. Code bad.
Bottle 411 broken prior to analysis, code sample lost.
Salinity value +0.11 vs CTDS, matches value from bottle 12; suspect mis-sam
Code questionable.

Salinity value slightly high vs CTDS, code questionable.
02 value 6 umol/kg by vs CTDO2, code questionable.
light mist during sampling.

02 value 2 umol/kg b vs CTDO2, code questionable.
Broken nipple, replaced.

Nipple replaced.

Salinity value slightly lav vs CTDS. Code questionable.
Salinity value slightly lav vs CTDS. Code questionable.
Salinity value slightly lav vs CTDS. Code questionable.
Salinity value high vs CTDS. Code questionable.

02 value 2 umol/kg high vs CTDO2, code questionable.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS?2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS?2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS?2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.

02 value 3 umol/kg v vs CTDO2. Code questionable.
Bio-fouling on CTDT2 sensprcode CTDS?2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS?2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.
Bio-fouling on CTDT2 sensprode CTDT2 bad.
Bio-fouling on CTDT2 sensprcode CTDS2 bad.

pled.
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130/2 117 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 118 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 118 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 119 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 119 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 120 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 120 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 121 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 121 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 122 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 122 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 123 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 123 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 124 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 124 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 125 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 125 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 126 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 126 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 127 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 127 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 128 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 128 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 129 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 129 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 130 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 130 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 131 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 131 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 132 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 132 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/1 133 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 133 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/1 134 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 134 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/2 135 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 135 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

130/21 136 CTDS2 4  Bio-fouling on CTDT2 sensprode CTDS2 bad.

130/2 136 CTDT2 4  Bio-fouling on CTDT2 sensprode CTDT2 bad.

131/2 101  Salinity 3 Salinity wvalue slightly lav vs CTDS, code questionable.

131/1 114 02 3 02 value 15 umol/kg e vs CTDO2, O2 Drav Temp ok. Code questionable.

131/2 118 Bottle 4 O2 Drav Temp 2+ deg.C higher than expected; O2/nutrients indicate tripped n
100db/O2+NO2 max. Code as mis-trip.

131/2 118  Nitrite 4 Nitrite high, bottle mis-tripped. Code bad.

131/2 118 02 4 02 value 75+ umol/kg high vs CTDO2, 02 irdemp 2+ deg.C high: bottle mis-
tripped. Code bad.

131/2 118 Phosphate 4 SIO3/PO4 lw, bottle mis-tripped. Code bad.

131/2 118  Salinity 4  Salinity value lav vs CTDS, bottle mis-tripped. Code bad.

131/2 118  Silicate 4  SiO3/P0O4 lav, bottle mis-tripped. Code bad.

132/1 101  Salinity 3 Salinity value high vs CTDs, code questionable.

132/1 103  Salinity 3 Salinity value slightly high vs CTDs, code questionable.

ear
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133/1 109 Bottle 2 Leaks with walve dosed.

134/1 111  Bottle 2 Leaks with vale dosed. (O-ring found missing after sta.140, replaced.)

135/1 122  Bottle 2 No trip recorded in .bl file for btl.22; re-tripped. Possible that bottles 22/23 bot
tripped at 42db, 24 at 20db, and no surface sample.

135/1 123  Bottle 2 No trip recorded in .bl file for btl.22; re-tripped. Possible that bottles 22/23 bot
tripped at 42db, 24 at 20db, and no surface sample.

135/1 124  Bottle 2 No trip recorded in .bl file for btl.22; re-tripped. Possible that bottles 22/23 bot
tripped at 42db, 24 at 20db, and no surface sample.

138/1 111  Bottle 2 Leaks with vale dosed. (O-ring found missing after sta.140, replaced.)

140/2 107  Salinity 3 Salinity value high vs CTDS, code questionable.

140/1 111  Bottle 2 Leaks with vale dosed: missing O-ring on top endcap, replaced after cast.

142/1 ALL - Changed batteries/tested O2 Thermistor after sampling.

142/1 108  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

142/2 110 O2 2 02 Drav Temp appears 2-4 deg.Guointerpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/2 111 02 2 O2 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/2 112 02 2 02 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/2 113 02 2 02 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/2 114 02 2 02 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/2 115 02 2 02 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

142/1 116 02 2 02 Drav Temp appears 2-4 deg.Gupinterpolated n& value from bottles 9/17
based on fairly consistent slope for CTD Temps in this range.

144/1 129  Salinity 5 Computer malfunction (laptop froze up), code sample lost.

145/1 121  Bottle 3 Lanyard caught in top endcap, not sampled.

145/1 122  Bottle 4  Did not trip.

145/2 126 02 2 02 value -4 umol/kg vs downcast CTDO2, matches upcast. Code acceptable|

145/1 135 Bottle 3 Valve was open, most gases not sampled. Code as leaking.

145/2 135 02 3 02 value -5.5 umol/kg vs CTDO2, valepen. Code questionable.

145/1 136  Bottle 2 Valve was open, some gases not sampled.

146/1 109  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

146/1 119  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

147/1 134 02 3 02 value 3 umol/kg high vs CTDO2, code questionable.

148/1 107  Salinity 3 Salinity value high vs CTDS. Code questionable.

148/1 118  Salinity 3 Salinity value lav vs CTDS. Code questionable.

150/1 119 Bottle 2 Spring brole of while cocking rosette, fixed before cast. Niskin has "nicropres
fitting inside bottle on this cast.

150/1 125 Bottle 2 Drains without vale gpen.

151/2 107  Salinity 3 Salinity value slightly high vs CTDOZ2, code questionable.

151/2 114  Salinity 3 Salinity value slightly high vs CTDOZ2, code questionable.

151/2 126 02 2 02 value -11 umol/kg vs downcast CTDO2, but matches upcast feature. Cod
acceptable.

152/1 130  Salinity 2  Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample

says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with i@ differences. Use sample log assignment
code acceptable.

og
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152/1 131  Salinity 2 Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample
says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with @ differences. Use sample log assignmen
code acceptable.

152/1 132  Salinity 2 Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample
says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with i@ differences. Use sample log assignment,
code acceptable.

152/1 133  Salinity 2  Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample
says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with i@ differences. Use sample log assignment,
code acceptable.

152/1 134  Salinity 2  Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample
says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with i@ differences. Use sample log assignment,
code acceptable.

152/1 135  Salinity 2  Salt bottles 530,534,535 out of order in Salt Box 500 at analysis time; sample
says niskin/salt bottle numbers same ard30 clearly goes with Niskin 30; Niski
33-36 salinity/CTDS all similar with i@ differences. Use sample log assignment,
code acceptable.

153/21 104 02 3 02 value 1.5 umol/kg high vs CTDO2. Code questionable.

154/1 ALL - Light rain during start of sampling.

154/1 103  Salinity 3 Salinity slightly high vs CTDS, code questionable.

154/1 110  Salinity 3 Salinity slightly high vs CTDS, code questionable.

156/1 118 Bottle 2 "Niskin 18 very stiff"

156/1 124 CTDO 3 Surface CTDO2 3 umol/kg g dow to equilibrate at top of yoyo; code
guestionable.

157/1 ALL - slight drizzle on deck.

158/1 122  Bottle 2  Filtered nuts on 122-124.

158/1 123  Bottle 2  Filtered nuts on 122-124.

158/1 124  Bottle 2  Filtered nuts on 122-124.

159/1 110  Salinity 3 Salinity slightly high vs CTDS, code questionable.

159/1 122  Bottle 2  Filtered nuts on 122-124.

159/1 123  Bottle 2  Filtered nuts on 122-124.

159/1 124  Bottle 2  Filtered nuts on 122-124.

160/1 111  Salinity 3 Salinity slightly high vs CTDS, code questionable.

160/1 119  Salinity 3 Salinity high vs CTDS, code questionable.

161/1 ALL - Snowing during sampling.

161/1 111  Salinity 3 Salinity slightly high vs CTDS, code questionable.

162/1 103 Bottle 2 Bottle fired 2x with software, 1x with DU: confirmed only after firing with DU.

162/1 104  Bottle 2 Bottles fired 1x with software, 1x with DU: confirmed only after firing with DU.

162/1 105 Bottle 2 Bottles fired 1x with software, 1x with DU: confirmed only after firing with DU.

162/1 106 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 107 Bottle 2 Did not confirm; CTD trip data extracted from 40 seconds after stopping atvif

162/1 108 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 109 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 110 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 111  Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 112  Bottle 2 Did not confirm; receered using scan marked at time of firing.

162/1 113 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 114  Bottle 2 Did not confirm; receered using scan marked at time of firing.
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162/1 115 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 116 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 117 Bottle 2 Did not confirm; receered using scan maekl at time of firing.

162/1 118 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 119 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 120 Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 121  Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 122  Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 123  Bottle 2 Bottle fired from DU onlyconfirmed on screen.

162/1 124  Bottle 2 Bottle fired from DU onlyconfirmed on screen.

164/1 122  Bottle 2  Filtered nuts on 122-124.

164/1 123  Bottle 2  Filtered nuts on 122-124.

164/1 124  Bottle 2  Filtered nuts on 122-124.

165/1 121  Salinity 3 Salinity low vs CTDS, code questionable.

166/1 ALL - Snowing on station. Air T is 2.4 deg. C.

166/1 101  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

166/1 102  Salinity 3 Salinity value slightly high vs CTDS. Code questionable.

166/1 121  Salinity 3 Salinity low vs CTDS, code questionable.

167/1 122  Bottle 2  Filtered nuts on 122-124.

167/1 123  Bottle 2  Filtered nuts on 122-124.

167/1 124  Bottle 2  Filtered nuts on 122-124.

168/1 101  Salinity 3 Salinity slightly high vs CTDS, code questionable.

168/1 110  Salinity 3 Salinity slightly high vs CTDS, code questionable.

168/1 115  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 116  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 117  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 118  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 119  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 120  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

168/1 121  Salinity 3 Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.

2nd-run
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168/1
168/1
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169/1
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101
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Salinity

Bottle
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Bottle
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Salinity

Salinity

Salinity

Salinity
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Filtered nuts on 122-124.
Room T ran wer 24C bath Emp for 9 hours, as much as 25.5C, during end of

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.
Filtered nuts on 122-124.
Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of

elay

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.
Filtered nuts on 122-124.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of

elay

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Code bottles 15-24 (after 2-hour time @
during run) questionable.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of

elay

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of

3 lower

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of

3 lower

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.

Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

3 lower

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
Room T ran ger 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢

2nd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.003 lower

on station 169 vs nearby casts, code questionable.
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169/1

169/1

169/1

169/1
170/1
170/1
171/1

171/1

171/1

171/1

171/1

171/1

171/1

171/1
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110

111

112
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105
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102

103

104
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108
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Salinity

Salinity

Salinity

Salinity
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Room T ran wer 24C bath Emp for 9 hours, as much as 25.5C, during end of

sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/énd-run

values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.

Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.

Room T ran wer 24C bath Temp for 9 hours, as much as 25.5C, during end of
sta.168/all of sta.169 run. Mid-run duplicate salts are 0.004 lower than start-/¢
values; end standard only +0.001 drift. Deepest 12 salinity values appear 0.00
on station 169 vs nearby casts, code questionable.

Salinity high vs CTDS, mid-gradient and CTDS also noiSgde questionable.
Salinity slightly high vs CTDS, code questionable.

Salinity slightly high vs CTDS, code questionable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.
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Standard &mp. 3 deg.C higher than usual during this run: room T roseadeleg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%

the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, but

within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%

the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, but

within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%

the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, but

within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C

due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.
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Station Sample

Quality

/Cast No. Property Code Comment

171/2 122 02 2 Standard &@mp. 3 deg.C higher than usual during this run: room T roseadeleqg.C
due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, bu
within 0.5-1%. Coded acceptable.

171/2 123 02 2 Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C
due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, but
within 0.5-1%. Coded acceptable.

171/2 124 02 2 Standard Temp. 3 deg.C higher than usual during this run: room T resel skeg.C
due to A/C tripping df Droppingstandard T by 3 deg.C only accounts for 20%
the difference. O2 values balaninimum avg. 1.0 umol/kg i@ vs nearby casts, but
within 0.5-1%. Coded acceptable.

172/1 105  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

172/2 108 02 3 02 value 1.5 umol/kg t@ vs CTDO2, code questionable.

172/1 108  Salinity 3 Salinity value slightly high vs CTDS, code questionable.

172/1 111  Bottle 2 He sampled after 02 on this bottle.

173/1 ALL - snowing during sampling. Meter wheel read -85 on deck/cast ende\Siewh sayg
it WAS zeroed at cast staVinch max. wireout 65m less than max. cast depin
after applying slope correction factor.

173/1 124  Salinity 2 salt bottle only half full - no more water in niskin.

174/1 ALL - light drizzle while sampling

996/1 101  Salinity 5 Code samples as lost.

996/1 102  Salinity 5 Code samples as lost.

996/1 103  Salinity 5 Code samples as lost.

998/1 101  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 102  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 103  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 104  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 105 Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 106  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 107 Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 108  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 109 Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 110 Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 111  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 112  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia leaked.

998/1 113  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy

level wind problem; bottles may kia leaked.
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Station Sample Quality

/Cast No. Property Code Comment

998/1 114  Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy
level wind problem; bottles may kia lealed.

998/1 115 Bottle 3 Rosette returned from 543db upcast to 2927db (deeper than first max. pressy

level wind problem; bottles may kia leaked.

re) to fix

re) to fix
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CCHDO Data Processing Notes

Date

Contact Data Type Action Summary

2007-11-28

Diggs Cruise Report | Website Update | PDF doc. online and cruise entered

2007-12-15

Diggs EXPO Website Update | Expocode changed due to new dep. date

According to Mary's first message, your departure time is 0215 Saturday December 15,
2007 GMT. Based on this information new expocode for P18 2007: 33R020071215.

2008-02-25

Johnson,G | CTD/BTL | Submitted | SALNTY/OXYGN

Near the end of the 2007/2008 reoccupation of WOCE Section P18, with some helpful
input from Mary Johnson and Alex Orsi, Kristy McTaggart and I decided to adjust some
station groupings for preliminary CTD/O2 conductivity calibrations using bottle salts. We
finished this work too late to get them integrated into the shipboard preliminary data
package that Mary distributed on the ship and is bringing back to SIO, but not too late to
send them to you before leaving Punta Arenas.

I am attaching these new preliminary CTD/O2 profiles and CTD/O2 values at bottle stops
(all the CTD/O2 stations and a bottle file with CTD/O2 and some other values in WOCE
format) as a gzipped tar file. I think this version of the calibration is enough of an
improvement over the values we gave Mary that the CTD/O2 profiles in this file, along
with the CTD/O2 values at bottle stops, should be what are posted on the web for
preliminary distribution. I hope this does not cause too much inconvenience. If you have
any questions, please let me know. Kristy is on vacation for a few weeks, but I should be
back in the office this Thursday, if all goes well.

2008-02-29

Johnson,G | BTL/SUM [ Submitted | use CTD/O2 values submitted 2/25/08

The sum and sea files that Mary made during the cruise are attached. You may make the
data public on the website. Again, the CTD/O2 values in the sea file attached should be
replaced with those in the sea file that I sent you a few days ago.

2008-03-12

Diggs | SUM/DOC | Data Update | ODF Sumfile and PDF Report online

The SUMfile from ODF (M. Johnson) as well as the PDF documenation file are now
online. New cruise track maps are also available online, made from SUMfile. Prelim-
inary cruise tracks removed.

2008-04-08

Johnson,G | CTD | Data Update | Ctdprs, ctdtmp, ctdsal, ctdoxy

the values for CTDPRS, CTDTMP, CTDSAL, and CTDOXY from the attached file,
pl8 allo.sea, should be substituted into Mary's bottle file.

2008-07-02

Johnson,M | ALKALI | Data Update | fixed coding error, CFC redundancies

I updated the one last TALK code for station 43-127, and re-created the 3 data files for
P18. CFC redundancies resolved as analyst resubmitted the data to me with only one value
reported per bottle.

2008-07-17

Kappa | Cruise Report | Website Update | New PDF & Text docs online

* Created text doc

» Added Data Processing Notes to pdf and txt docs
* Added links to tables and figures in pdf doc

* Added CCHDO station track to pdf doc

2008-08-14

McTaggart | CTD | Submitted | Data are Final

Attached is our short version of the final P18 .sea file with final calibrations applied to
CTD temperature, salinity, and oxygen. It includes only STNNBR, CASTNO, SAMPNO,
BTLNBR*, CTDRAW, CTDPRS, CTDTMP, CTDSAL*, CTDOXY*, THETA,
SALNTY*, and QUALTI1(1-4*). Basically, the header followed by the first 11 columns
and then an abbreviated flag string.

2008-08-15

Johnson,G | CTD | Submitted | Data are Final

This week Kristy has given Steve Diggs at CCHDO the final CTD data and CTD values of
pr, te, sa, & ox at bottle stops, so they should merge those instead of the revised ones we
provided at the end of the cruise.
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